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ABSTRACT 


This  report  describes  the  theoretical  study  and  experimental  cir¬ 
cuit  investigations  conducted  on  the  Allison  effect  apparatus  used  for  chemical 
analysis. 


The  inherent  electrical  behavior  of  an  Allison  effect  apparatus  has 
been  well  defined  by  using  modern  high  speed  oscillographic  techniques  and 
frequency  selective  equipment.  A  continuous  radio  frequency  spectrum  char¬ 
acterized  by  numerous  resonances  rapidly  diminishes  into  the  noise  level  at 
4000  megahertz.  A  theoretical  analysis  of  the  apparatus  has  generated  a  valid 
equivalent  circuit  model.  A  review  of  the  extensive  data  indicates  that  the 
Allison  effect  apparatus  functions  primarily  as  a  phase  comparator  for  radio 
frequencies  in  the  30  to  100  megahertz  range.  An  rf-optical  interaction  in 
the  cells,  possibly  by  means  of  the  Cotton-Mouton  effect,  is  thought  to  produce 
a  characteristic  light  modulation  effect  when  phase  matching  occurs. 
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INTRODUCTION 


This  report  summarizes  the  theoretical  and  experimental  circuit 
analysis  of  an  Allison  effect  apparatus.  The  authors  of  this  report  are  the 
principal  investigators  whose  coordinated  efforts  were  consolidated  to  accom¬ 
plish  the  technical  aspects  of  the  program. 

The  general  philosophy  adopted,  following  a  thorough  review  of  all 
published  literature  on  the  experiment,  was  that,  with  the  application  of  modern 
circuit  analysis  theory  and  experimental  techniques, significant  contributions 
could  be  made  toward  the  development  of  a  circuit  theory  describing  the  Allison 
effect  apparatus. 

Many  years  have  passed  since  Beams  and  Allison^  searched  for  a  time 
lag  in  the  Faraday  effect.  These  first  experiments  soon  were  followed  by  other 
experiments  which  investigated  an  unusual  phase  of  the  original  observations, 
viz.  ,  the  Allison  effect.  This  effect  consisted  of  light  intensity  minima  which 
appeared  in  the  optical  signal  as  the  delay  line  lengths  were  adjusted.  These 
minima  were  located  at  trolley  positions  (trolleys  were  used  to  change  the 
lengths  of  the  delay  lines)  characteristic  of  the  materials  in  the  sample  cell. 

The  minima  were  very  "sharp”;  that  is,  the  position  of  the  trolley  on  the  delay 
line  was  unusually  well  resolved  for  a  particular  minimum.  Best  of  all,  min¬ 
ima  appeared  even  when  the  subject  material  was  present  as  an  exceedingly 
dilute  concentration  in  a  host  solvent. 

There  was,  however,  an  unfortunate  difficulty:  the  attenuation  in  inten¬ 
sity,  though  well  localized,  was  so  small  as  to  be  marginal  for  many  observers. 
Matters  were  not  improved  by  the  fluctuating  magnesium  spark  used  for  the  light 
source.  It  developed  that  training  and  experience  were  necessary,  even  in  the 
case  of  those  observers  who  could  discipline  themselves  to  differentiate  between 
the  true  signal  and  the  random  spark  fluctuations.  The  observation  of  minima 
was,  therefore,  subjective,  and,  even  at  present,  no  objective  measurements 
of  minima  have  been  made  that  are  acceptable  to  the  general  scientific  community. 

The  history  of  the  Allison  effect  is  long  and  highly  documented.  It  is  no 
secret  that  the  subject  is  a  matter  of  some  controversy,  most  of  which  occurred 
in  the  first  years  of  this,  some  forty  year  old,  investigation.  The  objections 
were  centered  mainly  around  (1)  the  reported  resolution  of  minima,  (2)  the  re¬ 
ported  sensitivity  of  the  effect,  (3)  the  inability  to  produce  generally  acceptable 
objective  experimental  evidence  of  the  minima,  and  (4)  the  apparent  lack  of  a 
theoretical  basis  for  such  a  physical  phenomenon. 

The  major  reason  for  continuing  the  investigation  of  the  Allison  effect 
is  quite  obvious.  The  techniques  and  the  reported  sensitivity  would  make  the 
Allison  effect  apparatus  an  important  tool  in  physical  and  chemical  research  and 
in  applied  chemical  analysis. 


Each  of  the  preceding  objections  will  be  considered  in  turn.  The 
resolution  of  minima  was  criticized  because  of  the  apparently  slow  risetime 
of  current  in  the  coils.  The  measured  low  signal  frequencies  had  periods 
which  were  orders  of  magnitude  beyond  the  short  interval  of  time  calculated 
by  dividing  the  minima  displacement  resolution  by  the  speed  of  light.  This 
objection  was  raised  by  investigators  who  did  not  realize  the  complexity  of 
the  signal  with  which  they  were  dealing,  largely  because  the  necessary  high 
resolution  electronic  test  equipment  was  not  then  available. 

It  was  suspected  at  the  start  of  this  present  investigation  that  the 
transient  generated  in  the  spark  gap  breakdown  would  be.  rich  in  high  radio 
frequency  components.  This  proved  to  be  the  case,  and  it  can  be  demonstrated 
that  the  reported  displacement  resolution  is  indeed  within  the  range  of  possi¬ 
bility  should  these  significant  high  radio  frequency  values  be  responsible  for 
the  effect. 

In  these  days,  one  is  not  astonished  to  read  that  a  given  method  is 
capable  of  detecting  a  physical  entity  to  within  a  sensitivity  of  one  part  in  10 
or  1012.  This  is  a  common  claim  in  the  case  of  semiconductor  physics,  mag¬ 
netic  resonance,  and  nuclear  physics.  Were  the  Allison  effect  to  be  published 
tomorrow,  this  aspect  would  evoke  little  disbelief,  but  forty  years  ago  the  then 
fantastic  sensitivity  (which  could  explain  contradictory  findings  by  observers 
who  did  not  appreciate  the  necessity  for  extreme  purity  of  samples)  may  have 
had  much  to  do  with  the  formulation  of  adverse  opinion  in  view  of  the  marginally 
detectable  effect.  Further,  the  medium  under  investigation  is  a  liquid,  and, 
since  even  today  this  phase  is  least  understood,  it  is  unwise  to  make  categori¬ 
cal  statements  about  possibility  and  impossibility  concerning  liquids. 

While  it  is  always  most  desirable  in  scientific  experiments  to  obtain 
pointer  readings,  graphic  recordings,  or  photographs  as  experimental  evidence 
of  a  particular  effect,  the  inability  to  produce  such  evidence  should  not  be  the 
sole  basis  for  an  adverse  judgement.  In  some  cases,  the  effect  may  be  so  mar¬ 
ginal  that  only  visual  sensing  can  detect  it.  For  this  reason,  and  also  because 
the  eye  remains  the  most  precise  instrument  capable  of  selecting  a  desired 
optical  signal  in  the  presence  of  considerable  background  fluctuation,  it  is  clear 
that  subjective  experimental  evidence  still  warrants  serious  consideration. 
Finally,  since  the  major  obstacle  to  the  production  of  pointer  readings  for  the 
Allison  effect  is  technological,  it  seems  probable  that  new  advances  will  make 
possible  the  application  of  enhancement  techniques  to  the  experiment. 

There  is  no  general  agreement  on  the  theoretical  basis  of  the  Allison 
effect:  that  it  is  a  magneto -optic  effect  or  an  electro-optic  effect  or  a  combi¬ 
nation  of  both  is  uncertain.  It  may  be  that  absorption  plays  a  part  in  producing 
the  observed  phenomenon.  Whatever  the  case,  intense  electric  and  magnetic 
fields  at  many  frequencies  between  200  kilohertz  to  100  megahertz  are  present 
at  the  reference  and  sample  solenoids  during  the  transient  that  takes  place  when 
the  capacitor  discharges  through  the  spark  gap  into  the  electrical  system.  Field 


orientations  vary  through  the  course  of  the  transient  so  that  suitable  components 
of  electric  and  magnetic  fields  are  available,  at  least  momentarily,  for  the 
stimulation  of  either  or  both  types  of  optical  effects.  It  would,  in  fact,  be  sur¬ 
prising  if  optical  effects  were  missing,  a  point  which  can  be  further  strengthened; 
it  is  certain  that  several  optical  effects  do  occur  during  the  electrical  discharge. 
If  the  Allison  effect  is  linked  to  the  magneto -optic  effect  or  the  electro -optic 
effect  or  both,  it  will  be  necessary  eventually  to  obtain  explicit  expressions  for 
the  field  intensities  in  the  cells  before  the  effect  can  be  linked  theoretically  with 
any  of  the  several  magneto -optic  and  electro -optic  effects. 
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SECTION  I 

THEORETICAL  CIRCUIT  ANALYSIS 


The  theoretical  circuit  analysis  presented  in  this  section  has  been  com¬ 
piled  from  a  thorough  survey  of  past  reference  material  on  the  Allison  effect 
experiment.  The  result  of  these  efforts,  in  conjunction  with  new  experimental 
evidence,  has  been  extensively  reported  by  Schmidt  in  a  systematic  chrono¬ 
logically  ordered  log.  The  material  presented  in  this  section  has  been  abstracted 
from  this  source. 


A.  MAJOR  PREMISE 


The  major  ^premise  is  the  existence  of  the  effects,  viz.  ,  the  minima 
reported  by  Allison  .  From  this  point  onward,  then,  the  following  quotations 
will  also  form  the  accepted  experimental  foundation  for  the  theoretical  deliber¬ 
ations: 


(a)  Allison,  "The  dimensions  of  the  cells,  therefore,  do 
not  affect  the  results,  a  conclusion  which  is  also 
supported  by  other  variations  of  the  apparatus  men¬ 
tioned  in  the  sequel"  . 


(b)  Allison  and  Murphy,  "The  positions  of  the  minima 
are  not  changed,  within  the  errors  of  observations, 
by  wide  variations  in  the  resistance,  capacitance, 
or  inductance  of  the  circuit,  though  the  distinctness 
of  the  minima  is  affected  by  such  changes"^.  This 
statement  is  qualified  as  follows:  The  last  phrase, 
after  the  comma,  is  included  for  information  only, 
since  "distinctness"  is  a  subjective  factor;  it  is  not 
part  of  the  experimental  b^sis.  A  further  qualification 
is  given  by  M.  Roquemore  ,  "Dr.  Allison  and  M. 
Roquemore  were  able  to  shift  minima  trolley  positions 
by  putting  parallel  plate  capacitors  with  adjustable 
glass  dielectrics  directly  across  the  solenoids.  By 
sliding  the  glass  dielectric  in  and  out,  hence  changing 
the  capacitance,  minima  were  noted  to  shift.  Accord¬ 
ing  to  Allison,  this  was  the  first  time  minima  were 
shifted  due  to  changing  circuit  components  ....  It 
might  be  concluded  that  minima  do  not  shift  due  to 
value  changes  in  the  charging  capacitor  and  solenoids 
but  can  be  shifted  by  changing  capacitance  of  parallel 
plate  capacitors  placed  in  parallel  across  the  solenoids". 


(c)  Allison,  "A  variety  of  ways  of  charging  C  have  been 

employed  with  success,  the  positions  of  the  minima  being 
unchanged  with  such  variations"  . 
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(d) 


(e) 

(f) 


(g) 

(h) 


(i) 

(j) 

(k) 


Allison,  "The  divergence  between  scale  readings  on  two 
different  devices  is  usually  not  more  than  a  few  millimeters, 
except  toward  the  extreme  ends  of  the  scale,  where  it  be- 

r  L 

comes  somewhat  greater"  . 

Allison,  "The  minima  have  been  read  without  rectification 
of  the  current,  .  .  .  "  . 

Allison,  "They  (the  minima)  have  also  been  observed  when 
only  one-l^lf  of  the  bilaterally  symmetrical  wire  system 
is  in  use"  . 


Roquemore,  "What  can  be  concluded  is  that  using  visual 
observation,  minima  disappear  during  humid  conditions"  . 


The  literature  reports  that  the  positions  of  minima  for 
a  given  compound  remain  independent  of  the  concentration 
of  th|  compound  ^ Extremely  small  traces,  say 
lrlO1  ,  have  been  observed  to  cause  minima  at  the  positions 
expected  for  that  compound"  . 


The  Allison  effect  offers  a  means  for  isotope  discrimina¬ 
tion.  For  a  given  element,  the  minimum  position  varies 
with  the  isotope 

Minima  positions  for  a  given  substance  vary  in  a  regular 
way  with  the  frequency  of  the  light  used  in  the  experiment0. 


While  an  extremely  pure  host  solvent  or  substance  must  be 
used  in  the  "unknown"  cells,  there  is  no  particular  restric¬ 
tion  on  the  purity  of  the  carbon  bisulfide  in  the  reference 
cell.  This  information  was  obtained  in  a  discussion  with 
M.  Roquemore.  The  importance  of  solvent  purity  is  dis¬ 
cussed  by  Cooper^. 


The  theoretical  analysis  has  disclosed  that  the  time  varying  currents  in 
the  solenoids  are  much  more  complex  than  had  previously  been  supposed.  The 
approach  to  the  problem  was  as  follows:  Several  degrees  of  refinement  were 
envisioned;  the  "resolution"  of  the  circuit  analysis  was  to  be  improved  succes¬ 
sively  by  considering  first  order,  second  order,  third  order,  and  so  on,  solutions 
where  more  and  more  detail  was  entered  into  the  theoretical  circuit.  Since  the 
theoretical  circuit  is  always  an  idealization  of  the  actual  physical  circuit,  one 
approaches  the  latter  as  a  limit.  The  decision  as  to  what  constitutes  the  first 
order  elements,  the  second  order  elements,  and  so  on,  is  a  matter  of  engineering 
judgement  assisted,  where  possible,  by  first-hand  experimental  information. 
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B.  CIRCUIT  MODEL  I 


1.  Identification  of  Circuit 

The  first  order  solution  based  upon  Circuit  Model  I,  Figure  1, 
considers  the  system  as  a  collection  of  lumped  circuit  elements,  which  is  quite 
appropriate,  considering  the  long  wavelength  of  the  fundamental  fr«.quoncy  of 
the  damped  oscillation. 


L 


Figure  1.  Circuit  Model  I 

This  simplified  model  consists  of  the  lumped  components  represented 
in  Figure  1  as  a  charged  capacitor  (c),  the  inductance  of  the  lines  and  coils  (L), 
and  the  spark  gap  as  a  switch  (Sw).  An  oscillatory  transient  takes  place  in  the 
circuit  the  instant  the  switch  is  closed.  For  a  reasonably  high-Q  circuit,  the 
natural  angular  frequency  of  oscillation  is  given  rather  accurately  by  the  ex¬ 
pression: 

1/2 

wo  =  1  /  (LC)  (1) 

A  comparison  of  the  resonant  frequency  characteristics  of  the  electrical 
circuits  described  in  the  apparatus  of  earlier  papers,  along  with  those  currently 
in  use  at  Auburn  University  and  at  APL  (Aero  Propulsion  Laboratory),  is 
presented  in  Table  I. 

The  capacitance  and  coil  inductance  for  the  components  are  relatively 
simple  to  calculate  from  well-known  formulas^. 

C  =  8.  85  x  10"1 2  er(N-l)A/t  farads  (2) 

where : 

N  is  the  number  of  plates 

A  is  the  area  of  one  side  of  one  plate  in  square  centimeters 

t  is  the  thickness  of  dielectric  in  centimeters 
is  the  dielectric  constant  relative  to  air 

L  =  n2  [  r2  /  (9r  +  10  i}]  microhenrys  (3) 
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where: 

n  is  the  number  of  turns 
r  is  the  radius  in  inches 
l  is  the  length  of  coil  in  inches 

The  lengthy  wire  path  connecting  the  coils  to  the  capacitor  does  not 
serve  to  isolate  the  components  of  the  resonant  circuit  at  the  frequency  values 
calculated  because  the  length  of  wire  involved  is  considerably  less  tha.i  the 
average  wavelength  corresponding  to  those  frequencies.  For  example,  one 
megahertz  corresponds  to  a  wavelength  of  300  meters.  The  total  length  of  wire 
connecting  a  coil  to  the  capacitor  would  need  to  be  around  80  meters  before  one 
would  be  faced  with  a  really  significant  transmission  line  problem.  The  effect 
of  the  added  long  wire  leads  on  the  circuit  at  these  frequencies  would  be  to 
increase  the  magnitude  of  the  inductance  value.  Variations  in  trolley  position 
would  cause  a  vernier  adjustment  of  the  inductance  and  thus  of  the  frequency  of 
resonance.  In  order  to  estimate  the  magnitude  of  inductance  added  by  the  leads, 
one  may  apply  the  expression  for  the  inductance  per  unit  length  of  a  parallel 
wire  transmission  line: 

L  =  0.  41  n(d/r)  microhenrys  per  meter  of  line  (4) 

where  r  is  the  radius  of  the  wire  and  d  is  the  spacing  of  the  two  wires  in  the 
same  units.  For  d/r  ratios  of  100  and  1000,  the  additional  inductances  are, 
respectively,  1.8  and  2.8  microhenrys  per  meter  of  parallej^wire  line.  For 
a  specific  example,  consider  the  apparatus  used  by  Cooper  .  Here  we 
have  added  to  a  single  coil  (26  microhenrys)  the  inductance  of  a  16  meter  parallel 
wire  transmission  line  (No.  18  wires  spaced  20cm)  with  a  d/r  ratio  of  approxi¬ 
mately  400.  The  additional  inductance  is  approximately  38  microhenrys;  this 
correction,  in  light  of  the  range  of  coil  inductances  reported  (3.  5  -  5i  micro¬ 
henrys),  is  by  no  means  negligible.  The  capacitance  between  wires  enters  as 
a  second  order  correction.  It  amounts  to  approximately  5  picofarads  per  meter 
of  parallel  wire  line. 

Table  3.  Comparison  of  System  Resonant  Frequencies 


Reference 

T  otal 

Circuit  Inductance 
Microhenries 

Charging 

Capacitor 

Picofarads 

System  Resonant 

F  requency 
fQ  in  Megahertz* 

Allison  (3,  7) 

16.  75 

500-6400 

Calculated  Measured 

1.56-0.44 

• 

Cooper  (17) 

32.  00 

6400 

0.35 

Schmidt  (2) 

37.  50 

18,  300 

0.  192  0.  192 

» 

Mildrum  (18) 

45.  50 

15,  600 

0.  191  0.  200 

*  Hertz  is  defined  as  a  unit  of  frequency,  formerly  designated  as  cycles  per 
second. 
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Photographic  evidence  of  experimental  observations  of  the  resonant 
frequency  of  the  system  located  at  APL  were  recorded  by  means  of  a  fast  sweep 
speed  cathode  ray  oscilloscope  and  is  presented  in  Figure  2. 


Figure  2.  Resonant  Frequency  Voltage  Signal  Across  One 
Solenoid;  Horizontal  Speed  1  Ops /cm;  Vertical 
Sensitivity  2  Kv/cm 

The  spark  gap  breaks  down  at  approximately  5300  volts.  It  can  be 
observed  that  a  damped  train  of  oscillations  occurs  for  each  breakdown  of  the 
spark  gap.  A  fine  structure  was  observed  on  the  first  half -cycle,  but  the  remaining 
cycles  were  a  clean,  exponentially  damped  sinusoidal  wave. 

The  numerical  results  shown  in  Table  I  and  the  appearance  of  the  voltage 
transient  (Figure  2)  furnish  strong  experimental  evidence  in  favor  of  the  follow¬ 
ing  conclusions: 

(a)  The  duration  of  the  electric  spark  was  80  microseconds. 

(b)  The  spark  was  not  interrupted  during  this  interval  of 
time;  that  is,  the  gap  provided  a  high  conductivity  path 
during  the  damped  oscillation  and  closely  approximated 
an  ideal  switch. 

(c)  Circuit  Model  I  is  valid  for  approximating  the  frequency 
of  the  basic  oscillatory  transient.  In  other  words,  the 
frequency  can  be  computed  by  considering  the  natural 
resonance  of  the  charging  capacitor  and  the  parallel 
equivalent  inductance  of  the  two  branches  connected  across 
the  capacitor. 

Consider  item  (c)  first.  It  is  evident  that  there  is  no  other  way  to  account 
for  the  low  frequency  which  was  observed.  If  the  spark  lasted  for  a  brief  micro¬ 
second  or  so  and  then  the  coils  were  disconnected  electrically,  they  would  "ring" 


8 


at  a  frequency  near,  but  slightly  lower  than,  the  self-resonant  frequency  of  the 
inductor,  because  the  distributed  capacitance  is  augmented  by  the  capaciianct 
of  the  wires  and  lines  connected  to  the  coil,  Still,  this  frequency  would  unques¬ 
tionably  be  much  higher  than  that  observed.  Only  the  large  charging  capacitor 
can  account  for  the  low  value  observed. 


Item  (a)  follows  immediately.  Item  (b)  follows  from  the  fact  that  the 
ragged  first  lobe  of  the  waveform  was  followed  by  a  smooth  exponentially  damped 
sinusoid.  No  discontinuities  or  distortions  were  observed  in  the  waveform,  and 
such  certainly  would  have  been  evident  had  the  spark  been  interrupted  during  the 
transient.  The  fast  CRO  would  have  exhibited  any  submicrosecond  break  or 
discontinuity.  This  verifies  the  assertion  that  the  high-frequency  spark  is  a 
fairly  linear  and  bilateral  resistance  because  the  plasma  does  not  have  time  to 
disperse  during  the  low  points  in  the  cycle.  The  spark  gap  resistance  must  be 


very  low  because  of  the  relatively  low  damping  factor;  ir.d: 
the  resistance  fairly  accurately  from  experimental  results. 


•  n  r*  n 


1  cn  1  n  f  n 


Circuit  theory  tells  us  that  the  Q  of  a  resonant  circuit  is  approximately 
equal  to  the  number  of  cycles  required  for  the  resonance  to  damp  out.  We  may 
take  the  Q  as  being  approximately  15.  Also  at  resonance 


or 


Now,  since 


we  find 


But 


2-rrf  L  =  l/(2irf  C)  =  106/(2ttx  190  x  103  x  0.  0183) 
o  o 

2irf  L  =  45  ohms 
o 

Q  =  2T;f0L/R 
R  =  3.  0  ohms 


R  =  R  .  +  R  ..  +  R.. 

spark  coils  lines 


(5) 

(6) 

(7) 

(8) 

(9) 


The  effective  series  resistance  of  the  capacitor  will  be  negligible.  From 
Section  II,  B,  3,  we  find  that  the  a.  c„  resistance  of  a  coil  at  200  KHz  is  about 
0.  6  ohm,  and  one  might  set  the  a.  c.  resistance  of  the  connecting  lines  and  wires 
at  about  the  same  value.  Since  there  are  two  circuits  in  parallel,  the  parallel 
equivalent  resistance  of  wires,  lines,  and  coils  is  approximately  0.  6  ohm.  We 
may  thus  conclude  that  the  resistance  of  the  spark  is  2.  5  ohms.  Since  the  envelope 
of  the  transient  follows  a  true  exponential  curve,  this  value  will  be  the  resistance 
of  the  spark  rather  than  the  average  value  of  a  gradually  varying  spark  resistance. 

With  the  knowledge  of  this  parameter,  an  estimate  of  the  intensity  of  the 
spark  may  be  obtained.  It  is  necessary  only  to  calculate  the  current  in  the 
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circuit;  this  value  squared  times  the  spark  resistance  represents  the  power 
dissipated  at  that  instant,  which  in  turn  leads  to  a  value  for  the  maximum  pos¬ 
sible  radiation  intensity. 

The  circuit  of  Figure  1  (Circuit  Model  I)  is  redrawn  for  convenience 
and  is  designated  as  Figure  3.  We  are  interested  in  the  varying  current  developed 
in  the  spark  gap.  Note  that  the  charged  capacitor  has  been  replaced  by  an  equiv¬ 
alent  circuit  consisting  of  a  neutral  capacitor  in  series  with  a  constant  voltage 
(V  ),  the  voltage  which  exists  on  the  capacitor  at  the  instant  of  gap  breakdown. 
This  voltage  appears  as  a  step  function  in  the  circuit  when  the  gap  breaks  down. 
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Figure  3.  Simplified  Representation  of  Spark  Gap, 

Charging  Circuit,  and  Lines 

The  response  of  this  circuit  to  the  step  function  V  u(t),  where  u(t)  is 
the  unit  step  function,  is  obtained  readily  by  transform  algebra: 


-r  =  I(s)k  +  sL  +  sc 


k] 


whence,  after  some  manipulation 
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and,  taking  the  inverse  transformation, 
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We  can  calculate  the  current-time  waveform  by  substituting  the  numerical  values 
obtained  in  the  measurements:  3300  volts,  0.  0183  microfarads,  33.  5  micro¬ 
henry's,  and  3.  0  ohms  respectively  for  V  ,  C,  L,  and  R.  The  result  is: 

o 


I(t) 


1 40e 


-0.  46  x  105  t 


sin  (1.  3  x  106  t)  amperes 


(13) 
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This  equation  represents  the  current  in  the  spark  gap.  The  current  in  one  of 
the  coils  is  half  this  value  since  there  is  roughly  an  even  division  between  the 
two  branches.  Figure  4  shows  a  fairly  accurate  plot  of  expression  (13),  the 
current  transient  in  the  spark  gap.  (The  theoretical  frequency  was  used;  this 
is  a  little  higher  than  the  measured  frequency.  )  During  the  first  lobe,  the 
current  rises  to  a  peak  value  of  130  amperes.  The  spark  gap  power  at  this 
instant  is  50.  7  kilowatts. 


I(t) 


140 

AMPS 


Note  again  that  the  current  transient  in  either  of  the  solenoids  is  given 
by  this  same  figure;  it  is  a  matter  only  of  multiplying  the  ordinate  by  0.  5. 
Thus,  the  current  in  a  solenoid  builds  up  to  65  amperes  in  about  1.  3  micro¬ 
seconds.  A  change  in  trolley  position  from  the  balanced  position  will  cause  an 
unequal  distribution  in  the  current.  This,  in  turn,  will  result  in  slightly  dif¬ 
ferent  rise  times  in  the  two  branches. 


2.  Observations  Regarding  Circuit  Model  I 

Since  the  minima  appear  as  the  trolley  position  is  varied,  it  is  only 
natural  to  suspect  that  the  small  variation  in  frequency  might  be  associated 
with  the  phenomenon.  The  first  order  solution  predicted  almost  exactly  the 
low  frequency  damped  oscillatory  wave  train  that  is  initiated  when  the  spark  gap 
breaks  down.  One  thinks  of  possible  resonance  effects  or  of  transitions  connected 
with  the  atoms  or  nuclei  in  question.  Unfortunately,  this  would  require  identical 
frequencies  and  identical  rates  of  change  of  frequency  with  trolley  displacement; 
this  sort  of  requirement  is  net  consistent  with  the  experimental  observations  of 
Allison  and  Murphy  4  ,  and  Allison  °.  In  other  words,  the  change  in  inductance 
(and  therefore  frequency)  per  Allison  unit  on  one  apparatus  may  be  quite  different 
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from  the  change  in  inductance  per  Allison  unit  on  another  apparatus.  Further, 
the  minima  positions  are,  within  reasonable  limits,  insensitive  to  the  frequency. 
Neither  is  Af/f  per  Allison  unit  a  constant  from  apparatus  to  apparatus.  At 
this  point  in  the  analysis,  there  is  no  obvious  factor  that  suffers  a  constant 
variation  per  Allison  unit  on  each  different  apparatus  except  the  time  differential 
in  propagation  of  an  electromagnetic  wave. 

A  review  of  the  literature  shows  that  the  first  order  solution  represents 
nearly  all  the  quantitative  electric  circuit  knowledge  possessed  by  the  early  in¬ 
vestigators  of  the  Allison  effect.  Evidently,  only  Snoddy  19  suspected  that 
there  were  higher  frequency  components  involved.  In  considering  the  work  of 
the  earlier  experimentalists,  one  must  be  careful  to  remember  that  accurate 
oscillographic  equipment,  capable  of  response  to  frequencies  above  a  fraction 
of  a  megahertz, was  not  available  in  those  days. 


C.  CIRCUIT  MODEL  II 

1.  Theoretical  Considerations 

The  fine  grain  electrical  complexity  of  the  apparatus  is  such  that  it  will 
not  be  feasible  to  attempt  a  theoretical  solution  of  a  circuit  model  that  contains 
every  electrical  detail.  What  needs  to  be  done  is  to  employ  an  intuitive  approach 
which  catalogs  the  features  into  first  order,  second  order,  third  order,  etc.  , 
magnitudes  of  importance.  Engineering  judgement  then  tells  us  which  of  the  fine 
grain  details  may  be  ignored  so  that  we  may  have  a  manageable  problem. 

Circuit  Model  I  is  an  example  of  a  first  order  problem  which  takes  into 
account  only  the  gross  features.  This  circuit  predicts  the  existence  of  an  oscil¬ 
latory  transient  with  a  fundamental  frequency  somewhere  in  the  nominal  range 
of  0.  2  to  1.  5  megahertz.  Actually  the  frequency  could  be  somewhat  lower  or 
higher  for  unusually  large  or  unusually  small  charging  capacitors. 

It  is  necessary  to  go  beyond  this  oversimplified  model  because  the 
frequency  range  above  may  not  be  involved  in  the  reported  effect  which  is  marginal 
enough  to  defy  clear  objective  confirmation  by  an  arbitrary  observer.  Accordingly, 
the  effect  may  be  caused  by  weaker  frequency  components  stemming  from  second 
or  even  third  order  details  in  the  electric  circuit. 

The  purpose  of  Circuit  Model  II  is  to  investigate  the  effect  of  some  of 
the  finer  details.  Let  us  examine  the  typical  apparatus  to  see  which  additional 
elements  can  be  added  without  complicating  the  problem  excessively.  A  second 
order  solution  is  desired  at  this  point. 

To  gain  an  appreciation  of  the  complexity  of  the  total  problem,  of  several 
points,  consider  this  single  point  alone:  The  typical  circuit  has  overall  dimensions 
such  that  it  would  be  an  effective  radiator  at  frequencies  of  the  order  of  50  mega¬ 
hertz  and  higher.  Radiation  impedances  would  need  to  be  included  at  appropriate 
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points  in  order  to  completely  represent  the  apparatus  by  an  equivalent  circuit. 

It  is  well  known  that  the  theoretical  determination  of  these  impedances  is  vir¬ 
tually  impossible  for  any  but  the  simplest  geometrical  shapes.  Our  physical 
circuit,  viewed  as  an  antenna,  is  for  this  reason  alone  beyond  exact  theoretical 
representation.  Circuit  Model  II  will  neglect  the  radiation  impedance. 

Another  feature  of  the  physical  circuit  is  the  combination  of  distributed 
and  lumped  reactances.  Of  course,  at  extremely  high  frequencies,  several 
hundred  megahertz,  all  the  physical  circuit  should  be  viewed  as  a  distributed 
circuit  if  exact  representation  is  necessary;  but  even  in  our  case,  the  circuit 
is  so  large  physically  that  at  frequencies  where  the  coils  and  capacitors  behave 
essentially  as  lumped  elements,  the  long  lead  wires  and  the  parallel  line  delay 
elements  still  must  be  thought  of  as  distributed  elements. 

The  parallel  wire  lines  should  be  represented  as  transmission  lines  in 
Circuit  Model  II;  however,  the  lead  wires  connecting  the  various  elements  of 
the  circuit  have  a  distributed  capacitance  that  might  well  be  neglected  because 
of  the  large  line -to-ground  spacing  in  the  apparatus.  This  will  be  done,  but  the 
distributed  inductance  of  these  leads  is  appreciable  and  must  be  considered;  in 
a  second  order  calculation  the  distributed  inductance  of  the  lead  wires  will  be 
given  a  lumped  inductance  representation. 

There  is,  in  addition,  a  skin  effect  problem.  Measurements  of  the  coils 
have  disclosed  a  wide  range  in  the  skin  effect  resistance.  This  will  hold  both  for 
the  lead  wires  and  the  parallel  lines.  Unfortunately,  the  a.  c.  resistance  is  a  non¬ 
linear  function  of  the  frequency;  this  again  makes  for  an  extremely  formidable 
theoretical  project  were  an  exact  solution  over  a  wide  frequency  range  required. 
Accordingly,  a  method  will  be  employed  to  linearize  the  problem:  Analyses  will 
be  performed  for  a  number  of  frequency  intervals,  in  each  of  which  the  a.  c. 
resistance  will  be  assumed  constant  at  some  nominal  value  appropriate  to  that 
range. 


The  capacitor  charging  circuit  of  a  typical  apparatus  has  a  relatively 
high  output  impedance  to  even  the  low  radio  frequencies.  It  is  reasonable  to 
neglect  this  portion  of  the  apparatus  in  Circuit  Model  II.  We  will  start  at  the 
moment  the  gap  breaks  down  and  study  the  behavior  of  the  circuit  for  a  short 
time  thereafter,  a  time  much  shorter  than  the  period  of  the  60  Hz  power  fre¬ 
quency  used  to  drive  the  rectifier  and  charging  circuit. 

Numerous  small  distributed  reactances  and  resistances  will  be  over¬ 
looked  in  Circuit  Model  II;  engineering  judgement  applies  here. 

The  spark  gap  will  be  thought  of  as  a  switch  plus  a  linear  resistance. 
The  d.  c.  arc  has,  of  course,  a  highly  nonlinear  characteristic,  exhibiting  a 
negative  slope  and  even  hysteresis;  however,  as  shown  by  Cobine  the  high 
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frequency  spark  has  a  characteristic  which  approaches  that  of  a  linear  bilateral 
resistance  because  the  products  of  ionization  do  not  have  time  to  disperse  during 
the  short  periods  associated  with  the  high  frequency. 

Finally,  it  is  realized  that  there  are  two  parallel  branches  connected 
to  the  capacitor  and  that  in  the  end,  we  will  be  interested  in  relative  time  delay 
along  with  the  effects  of  cross  coupling  through  mutual  elements;  however,  our 
first  interest  in  Circuit  Model  II  is  to  discover  something  about  the  important 
frequencies  and  the  rise  times  of  voltage  and  current.  We  will,  accordingly, 
study  only  one  of  the  two  parallel  branches  at  this  time.  The  elaboration  of 
Circuit  Model  II  will  cover  the  relative  behavior  of  the  two  parallel  branches. 
Figure  5  illustrates  the  more  complex  Circuit  Model  II. 


2.  Identification  of  Circuit 


Capacitor  C  is  the  charged  capacitor  which  supplies  the  energy  for  the 
electrical  pulse.  VoPtage  V  is  the  value  attained  at  the  moment  the  gap  breaks 
down.  Components  Lj ,  Ri ,  and  Cj  represent  the  sample  coil  inductance,  the 
a.  c.  resistance,  and  the  distributed  capacitance  (including  that  of  the  sample 
coil).  The  adjustable  parallel  wire  delay  line  is  represented  by  characteristic 
impedance  ZQ  and  length  i  .  Inductance  L2  collects  the  distributed  series  induct¬ 
ance  of  various  lead  wires.  Resistance  R2  represents  the  linear  high-frequency 
spark  resistance  and  the  a.  c.  resistance  of  the  lead  wires.  The  spark  gap  itself 
is  represented  by  the  ideal  switch  SW  and  part  of  the  R2  resistance. 

Let  us  now  assign  some  specific  values  to  these  parameters  in  order  to 
get  order  of  magnitude  results.  The  characteristic  impedance  of  a  lossless 
parallel  wire  line  is  given  by  the  well  known  formula, 

Zq  =  120  In  (d/ r)  ohms  (14) 

where  d  is  the  center -to -center  spacing  and  r  is  the  radius  of  the  conductor. 
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Cooper's  d  /  r  ratio  is  approxim? tely  400;  for  this  ratio,  Zq  =  720  ohms. 

Let  length  f  be  taken  as  10  meters  Inductance  L2  will  average  approximately 
10  microhenrys.  Resistance  R2  is  difficult  to  estimate  with  precision;  how¬ 
ever,  a  rough  but  realistic  value  can  be  arrived  at  in  the  following  way:  Exper¬ 
imental  observations  indicate  that  the  damped  train  of  oscillations  contains 
about  15  complete  cycles  (Figure  2).  This,  we  know  from  electrical  circuit 
theory,  describes  a  circuit  with  a  Q  of  approximately  15.  Assuming  a  total 
line -plus -coil  inductance  of  50  microhenrys  and  a  frequency  of  1  megahertz, 
we  find  the  inductive  reactance  of  the  first  order  circuit  to  be  about  300  ohms. 
Since 

Q  =  coL/R,  (15) 

we  find  that  R2  is  in  the  neighborhood  of  20  ohms.  We  will  use  this  value 
tentatively. 

Capacitor  CQ  has  a  wide  range  in  typical  experiments,  however,  we 
will  use  1000  picofarads. 

There  remains  the  coil  itself;  for  this  we  can  utilize  the  precise  meas¬ 
urements  performed  on  the  helix  used  in  our  own  experiments.  These  are  con¬ 
tained  in  Section  II,  B. 

a)  At  1  megahertz,  Lj  is  37  microhenrys,  Rx  is  1.3  ohm, 
and  Cx  (the  distributed  capacitance)  is  8  picofarads. 

b)  The  parameter  which  varies  most  with  frequency  is  Rj 
which  ranges  from  0.  63  ohm  at  0.  2  megahertz  to  5  ohms 
at  4  megahertz. 

c)  The  Q  of  the  helix  is  nominally  17  5  around  1  megahertz 
and  reaches  a  maximum  of  240  around  3  megahertz. 

d)  The  self-resonant  frequency  of  the  helix  is  approximately 
9.  2  megahertz. 

3.  Identification  of  Critical  Frequencies 

In  order  to  identify  the  critical  frequencies  of  the  circuit,  the  question 
we  must  now  ask  is,  "What  happens  1,  10,  100,  and  so  cn,  nanoseconds  after  the 
switch  is  closed?"  The  important  point  here  is  that  time  implies  frequency.  If 
we  are  interested  in  the  circuit's  behavior  during  the  first  and  tenth  nanosecond, 
then  we  must  consider  frequencies  of  the  order  of,  respectively,  1000,  and  100 
megahertz.  The  gross  characteristics  during  the  first  10  nanoseconds  must 
include  frequencies  of  the  order  of  100  megahertz,  etc. 

It  will  be  assumed  that  the  gap  will  break  down  in  approximately  1  nano¬ 
second.  The  circuit  behavior  for  a  short  time  (nanoseconds)  thereafter  may  be 
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determined  with  reasonable  assurance  by  assuming  that  a  step  function  is  applied 
to  the  modified  circuit  shown  in  Figure  6.  The  justification  for  this  approxima¬ 
tion  is  as  follows:  Capacitor  C  will  not  discharge  by  a  large  fraction  during  the 
first  few  nanoseconds  after  the  breakdown  of  the  gap.  (This  assertion  must 
withstand  the  test  of  self-consistency  at  the  end  of  the  analysis.  )  For  the  high 
frequencies  under  consideration,  the  transmission  line  may  be  replaced  by  pure 
resistance  ZQ.  The  wave  front  which  is  transmitted  down  the  line  at  the  appli¬ 
cation  of  the  voltage  step  will  be  reflected  at  the  short  circuit  which  terminates 
the  line  and  will  reappear  at  the  terminals,  but  this  will  take  time  2-f/c  (where 
c  is  the  velocity  of  light).  The  behavior  we  are  studying  takes  place  before  the  wave 
front  returns.  The  reflection  will  be  taken  up  subsequently.  Finally,  since  the 
frequencies  we  deal  with  here  are  so  high  that  the  inductive  branch  of  the  helix 
equivalent  circuit  has  an  admittance  that  is  negligible  compared  with  that  of  the 
distributed  capacitance  C1(  it  will  be  assumed  that  only  the  capacitance  is  signif¬ 
icant. 


Figure  6.  High  Frequency  Approximation  of  Circuit  Model  II 


For  the  values  assumed,  the  reflection  time  2i/c  is  66  nanoseconds  and 
the  period  of  the  series  L2  resonance  frequency  is  roughly  56  nanoseconds. 

In  speaking  of  frequencies  above  30  megahertz,  the  second  order  analysis  based 
on  this  approximation  holds  true  for  at  least  2  5  to  30  nanoseconds. 


The  most  important  result  to  be  gained  from  this  approximation  of  Cir¬ 
cuit  Model  II  is  the  time -dependent  voltage  that  appears  across  capacitor  Cj 
during  the  first  10  or  so  nanoseconds  because  this,  of  course,  is  the  voltage  which 
is  applied  to  the  physical  helix  around  the  fluid  sample.  If  the  Allison  effect  is 
related  to  an  electro-optic  effect,  such  as  the  Kerr  effect,  this  voltage  is  respon¬ 
sible  for  the  electric  field  which  induces  the  conditions  necessary  for  the  effect. 


We  delay  the  solution  of  this  circuit  until  the  purpose  of  this  particular 
section  (identification  of  critical  frequencies)  is  completed. 

There  is  a  critical  point  around  60  nanoseconds  when  the  reflected  wave 
begins  to  appear  at  the  terminals  of  the  transmission  line.  This  behavior  should 
be  investigated  in  conjunction  with  the  56  nanosecond  period  of  the  series  reso¬ 
nance  due  to  L 2  and  Cj. 


16 


As  time  progresses  beyond  this  point,  we  must  consider  the  behavior  of 
the  complete  circuit  of  Figure  4.  This  would  be  a  relatively  simple  transient 
problem  were  it  not  for  the  multiple  reflections  taking  place  along  the  transmission 
line.  These  must  be  taken  into  account  as  well  as  the  obvious  self -resonance  of 
the  helix.  The  latter  will  introduce  a  critical  frequency  around  10  megahertz. 


4.  Solution  of  the  High  Frequency  Approximation 

For  a  solution  to  the  high  frequency  approximation  of  Circuit  Model  II, 
we  can  proceed  as  follows;  the  circuit  of  Figure  7  is  redrawn  and  relabeled  for 
convenience.  Since  we  are  interested  in  the  time -varying  voltage  developed 
across  Ci  (and  perhaps  in  the  current  through  it),  we  set  R  =  (R2+Zq),  L  =  ,L2  , 
and  C  =  CjC^fCi+C  )  =  Cj.  Note  however  that,  while  it  was  not  mentioned 
previously,  the  charging  capacitor  CQ  is  so  large  compared  to  Cj  that  we  may 
neglect  its  contribution  to  the  series  equivalent  capacitance. 


R  L 

>AAAA/ - HTQlrft  V 


lit) 
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Figure  7.  Simplified  Representation 


The  response  of  this  circuit  to  the  step  function  VQu(t),  where  u(t)  is  the 
unit  step  function,  is  obtained  readily  by  transform  albegra.  Referring  to  expres¬ 
sion  (12)  and  substitution  of  the  proper  subscripts  for  circuit  components,  the 
actual  time  varying  voltage  Vj(t)  is  obtained  by  starting  with 

Vi(s)  =  I(s)/(sC)  (16) 


The  following  substitutions  will  simplify  the  expressions: 

a  =  R/2L,  and 
w  =  [  1/LC  -  R2  / 4L2  ] 

V  . 

Vi  (s)  =  — —  - 

lV  '  LC  s  [(s+a)2+  u)2 


H/2 


Then 


(17a) 

(17b) 


(18) 
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(19a) 

(19b) 


Expression  (19)  looks  promising  because  after  some  complicated  behavior,  which 
may  be  oscillatory,  the  value  settles  down  to  VQ,  as  it  should  if  a  true  step 
function  were  applied.  In  addition,  the  initial  condition  requires  that  Vj(t)  be 
zero  when  t  =  0.  Substitution  of  (19b)  into  (19a)  when  t  =  0  does  indeed  y*eld 
this  expected  result. 


The  next  step  is  to  substitute  values  for  our  specific  problem  because 
the  solution  changes  radically,  depending  on  whether  w  is  real,  zero,  or  imag¬ 
inary.  The  voltage  rise  may  be  heavily  damped  or  there  may  be  ringing  or 
perhaps  an  overshoot. 

If  our  numerical  values  are  substituted,  we  find 


R  =  730  ohms, 

L  =  10  microhenrys, 

C  =  8  picofarads, 

7  “1 

so  that  a  =  3. 7x10  sec  ,  and 

oj  =  1.  1  x  108  radians  per  second, 
the  results  being  held  to  two  significant  figures. 

With  a  little  manipulation,  expression  (19)  becomes 

[-at  7a"2  -l  -<x>  1 

1  +  e  I  —  +  1  sin  (ut  +  tarn  —  )  (20) 

and  substituting, 

vi  (t)  =  Vq£  1  +  e"3'  7  X  10  1  sin  (1.  1  x  108t  -  1.  9)|  (21) 

A  quick  numerical  check  shows  that  this  describes  a  damped  oscillatory  transient 
which  settles  down  to  value  V  .  There  is  a  sharp  rise  with  a  30%  overshoot 
which  peaks  at  approximately  32  nanoseconds.  The  10%  to  90%  risetime  may 
be  as  short  as  15  nanoseconds.  The  transient  is  depicted  approximately  to 
scale  in  Figure  8.  An  accurate  point-by-point  plot  can,  of  course,  be  obtained  by 
substitution  in  expression  (21). 
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TIME  ~  NANOSECONDS 

Figure  8.  Approximate  Appearance  of  (t) 

It  must  be  remembered  that  this  result  is  valid  only  for  the  first  66  nanoseconds. 
During  this  time  the  voltage  wave  given  by  ZQI(t)  has  been  contained  by  the  trans¬ 
mission  line.  It  has  traveled  down  the  line,  been  reflected  with  change  in  sign 
at  the  shorted  termination,  and  now  at  66  nanoseconds  reappears  at  the  input 
terminals  of  the  line.  By  this  time  the  voltage  ZQI (t)  at  the  input  terminals  of 
the  line  has  damped  out  to  a  small  value  so  that  the  leading  edge  of  the  reflected 
wave  appears  roughly  as  a  new  step  excitation  of  the  circuit  of  Figure  6,  and 
the  whole  calculation  process  must  be  repeated,  but  with  a  much  more  complex 
input  signal.  The  reflection  at  66  nanoseconds  is  just  the  first  of  a  series  of 
multiple  reflections,  although  subsequent  reflections  would  have  ever  decreasing 
amplitudes.  It  is  likely  that  we  need  be  concerned  only  with  the  first  reflection 
which  effects  a  significant  increase  in  the  amplitude  of  the  second  peak  shown 
in  Figure  7. 


Experimental  observations  shown  in  Figures  9  and  10  substantiate 
this  approximation.  The  transient  voltage  waveforms  of  each  solenoid  were 
superimposed  for  comparison.  These  waveforms  exhibit  an  initial  30  nanosecond 
rise  time  characteristic,  and  then  develop  a  peak  amplitude  150  per  cent  higher 
at  90  nanoseconds  elapsed  time  after  the  initial  impulse. 

The  effect  of  successive  reflections  on  the  waveform  can  be  noted 
in  Figure  10  where  the  amplitude  was  observed  to  decrease  in  time  after  the 
initial  response. 

If  numbers  are  substituted  in  the  expression  (1Z)  for  the  current, 
there  results 

•j 

I(t)  =  0.  94  x  10"3  V0e'3'  7x10  1  sin  1.  1  x  1 0s t  (22) 

Examination  of  the  formula  shows  that  the  current  rises  rapidly  and  reaches  a 
peak  amplitude  of  approximately  0.  58  x  10  3Vq  amperes  at  about  14  nanoseconds. 
Thus,  if  the  breakdown  potential  of  the  spark  gap  were  5000  volts,  the  peak 
current  would  be  2.  9  amperes  at  14  nanoseconds.  Note  that  this  current  is  the 
displacement  current  in  the  distributed  (turn -to -turn)  capacitance  of  the  helix. 
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Figure  9-  Pulse  Generator  Input 

Pulse  Generator  Input:  5  volts  at  10  nanoseconds  rise  time 

pulse  duration  80  microseconds 
100  pulses  per  second 

Vertical  Sensitivity:  1  volt/cm 

Horizontal  Sensitivity:  20  nanoseconds /cm 


Figure  10.  Pulse  Generator  Input 

Pulse  Generator  Input:  5  volts  at  10  nanoseconds  risetime 

pulse  duration  80  microseconds 
100  pulses  per  second 

Vertical  Sensitivity:  1  volt/cm 

Horizontal  Sensitivity:  0.  2  microseconds /cm 
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It  is  a  cylindrical  current-sheath  flowing  in  the  axial  direction;  however,  there 
is  a  pitch  to  the  winding  on  the  helix  so  that  the  current  sheath  may  execute  a 
screw-like  motion  which  would  give  rise  to  some  axial  magnetic  field  component. 
Since  the  distributed  capacitance  is  between  the  turns  of  the  coil,  one  would 
expect  the  displacement  current  to  flow  in  a  direction  that  is  normal  to  the  direc¬ 
tion  of  the  wire.  This  normal  direction  is  tilted  by  a  small  angle  (depending  on 
the  pitch)  from  the  axial  direction  of  the  helix.  Thus,  the  helix  could  very  well 
form  an  equivalent  one  turn  coil  (or  more,  depending  on  the  pitch)  for  the  dis¬ 
placement  current,  and  this  would  furnish  a  small  axial  magnetic  field  which 
would  cause  Faraday  rotation;  further,  the  fast  rise  time  computed  above  would 
apply. 


5.  A  General  Solution  for  Circuit  Model  II 

A  general  solution  for  Circuit  Model  II  can  now  be  formulated  by  first 
replacing  the  short  circuited  transmission  line  by  its  single  frequency  input  im¬ 
pedance. 


Z.  =  jZ  tan  (oi/c)  (23) 

in  o 

Then,  the  charged  capacitor  and  the  switch  may  be  replaced  by  a  series  equivalent 
consisting  of  an  uncharged  capacitor  in  series  with  a  step  function  with  amplitude 
VQ.  The  step  function  may  be  handled  on  a  single  frequency  basis  by  utilizing  its 
Fourier  transform.  Next,  an  expression  can  be  formulated  which  gives  the  cur¬ 
rent  in  the  inductance  Lj  (this  is  the  current  in  the  physical  sample  coil)  for  any 
given  frequency.  In  principle,  one  may  then  compute  the  envelope  of  the  frequency 
spectrum  of  the  current  pulse,  and  from  this  (also  in  principle)  construct  the 
actual  current  pulse.  In  setting  up  a  numerical  solution,  it  will  be  necessary 
to  recall  that  the  resistances  Ri  and  R2  are  frequency  dependent;  however,  as 
was  observed  previously,  the  values  may  be  held  constant  over  incremental 
frequency  ranges.  The  voltage  across  the  inductor  may  be  calculated  by  multi¬ 
plying  the  inductor  current  by  the  impedance  of  the  inductor  RL  branch.  Figure  11 
illustrates  the  details  discussed  above. 
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The  expression  for  the  single,  irequency  impedance  as  seen  by  the 
equivalent  voltage  source  is  as  follows: 

1 


oj l  (R,  +ju)Li  ) 

ZM  =  R2  ju)L2+jZQtan  —  +  *■  1 - 1 - f  •  c 

jujCjiRi+jwL!  +— —  )  ° 

ju  U  j 

The  current  I(cj)  is  found  by  calculating  the  quotient, 


(24) 


I(u)  =  V(u>)/Z(cj) 


(25) 


urrent  ^  (gj)  is  given  by 


iiM  = 


juCj  (Rj  +jcuL|  +  1  /  jojCj  ) 


I(w) 


(26) 


and  voltage  Vi(gj)  is  given  by 


VjM  =  (Ri+juLj)  IjM 


(27) 


Voltage  V(gj)  must  be  obtained  from  the  Fourier  spectrum  of  V  u(t),  where  u(t) 
is  the  unit  step  function.  Fourier  transform  methods  show  tha5?  this  frequency 
spectrum  has  a  hyperbolic  character,  thus 

V 

v<">  =  T7  <28) 

JW 

It  remains  only  to  substitute  numbers  for  the  parameters  and  perform  the  laborious 
computations. 


One  of  the  most  interesting  elements  of  the  circuit  is  the  terminal 
impedance  of  the  transmission  line.  Note  that  there  will  be  many  frequencies 
where  Z.  will  be  an  open  circuit  resulting  in  zeros  for  Ij  and  V1  .  Again, 
because1^  the  periodic  nature  of  Z.  ,  it  also  will  behave  as  a  short-circuit 

r  ■,  r  ■  in 

for  many  other  frequencies. 

A  more  sophisticated  approach  to  the  solution  would  entail  the  use  of 
Laplace  transform  methods;  whether  or  not  it  is  easier  remains  to  be  seen.  The 
immediate  difficulty  is  the  treatment  of  the  transmission  line  input  impedance. 
This  can  be  handled  as  follows: 

Z.  (gj)  =  jZ  tan(  w)  =  Z  tanh(  jco)  (29) 

in  o  c  o  c  '  ' 

Taking  the  transform  Si  i 

—  s  —  s 

c  c  _  c 

Z.  (s)  =  Z  tanh{  —  s  )  or  Z  — - - -  (30) 

in  o  c  of  i  '  ' 

—  s  -  s 

c  c 

e  +  e 
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the  transformed  impedance  of  expression  (24)  becomes 


Z(s)  =  R2  +  sL2  +  Z^tanh  ~  s  + 


Rj  +  sLt 


1 


(1+ sC!  Ri  +  s2  Lj  Cj )  sC 


(31) 


The  transform  of  the  source  voltage  is  simply 


V(s)  = 


V, 


(32) 


The  transform  of  the  current  from  the  source  is 


1(8)  = 


sZ(s) 


(33) 


The  transform  of  the  solenoid  current  is 


Il<s)  '  (I  +  sCjRj  +  s*  LjCO 


1(8) 


(34) 


or 


'  stJ.  +  sC^  +  s^LjCJZts) 

And,  finally,  the  solenoid  voltage  is 


(35) 


Vj(s)  =  (Rj  +  sLj  )Ii  (s)  (36) 

In  all  these  expressions,  remember  that  VQ  and  ZQ  are  simple  real  constants. 

The  small  letter  c  is  the  speed  of  light. 

To  solve  the  problem,  "all"  that  needs  to  be  done  is  to  take  the  inverse 
transformation  of  expressions  (35)  and  (36)  and  one  will  have  the  explicit  time 
varying  current  and  voltage  of  the  solenoid.  We  will  not  attempt  to  perform  this 
operation  at  the  present  stage  of  the  analysis.  It  is  already  clear  from  the  pre¬ 
vious  work  that  the  result  will  be  a  damped  oscillatory  transient  with  considerable 
fine  structure  on  the  first  cycle  or  cycles.  The  frequency  of  the  long  transient 
is  given  by  Circuit  Model  I.  The  immediate  fine  structure  is  given  by  the  high 
frequency  approximation  of  Circuit  Model  II.  All  this  information  in  addition  to 
information  concerning  the  remaining  fine  structure  is  contained  in  the  general 
solutions,  expressions  (35)  and  (36). 


D.  CIRCUIT  MODEL  HI 

1.  Theoretical  Considerations 

The  experimental  observations  and  measurements  indicate  that  the  circuit 
detail  described  in  Section  I,  Part  C  is  sufficient  to  predict  the  observations; 
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accordingly,  we  may  extend  these  details  slightly  to  take  into  account  the  pres¬ 
ence  of  two  parallel  circuits  and  the  mutual  inductance  between  the  sample  and 
reference  coils,  thus  obtaining  Circuit  Model  III  which  should  contain  the  essential 
parameters  that  are  active  in  the  Allison  effect  apparatus. 


Figure  12  displays  the  equivalent  circuit.  Capacitor  CQ  is  the  charging 
capacitor;  its  initial  voltage  (at  breakdown  of  the  gap)  is  represented  by  the  step 
function  generator;  this  is  conventional  and  correct.  The  arrow  means  that  the 
time  domain  representation  of  V(u)  is  the  step  function  VQu(t).  Function  u(t)  is 
the  conventional  symbol  for  the  unit  step  function.  Voltage  VQ  is  the  numerical 
value  of  the  gap  breakdown  voltage.  Resistance  R  is  mainly  the  arc  resistance; 
we  will  include  therein  the  small  a.  c.  resistance  of  the  lead  wires  connecting 
the  capacitor  and  spark  gap  to  the  trolley  lines  and  the  common  line.  Inductance 
LQ  is  the  inductance  of  these  same  lead  wires. 


In  this  equivalent  circuit  the  spark  gap  is  considered  to  be  a  passive  switch; 
this  is  in  keeping  with  the  experimental  observations.  Also, 

oj  f  i  ,  .  _  of, 

Z,  =  jZ  tan  —  ,  and  Z2  =  jZ  tan — (37) 

1  J  n  c  O  c  '  ' 


in  this  circuit  model. 


Cq  Rq  l-o 


Figure  12.  Circuit  Model  III 
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There  are  two  parallel  paths;  one  through  the  reference  coil  circuit  and 
another  through  the  sample  coil  circuit.  Resistance  R3  and  Inductance  L3  belong 
to  the  lead  wires  from  the  trolley  lines  to  the  reference  solenoid  (and  to  any 
other  lead  wires  which  may  be  in  this  branch  of  the  circuit).  Impedance  Z3  is 
the  input  impedance  of  the  parallel  wire  delay  line  in  the  reference  circuit.  Its 
value  is  a  function  of  the  characteristic  impedance  Z  of  the  line,  the  angular 
frequency  gj,  the  length  of  the  line  ilt  and  the  speed  of  light  c. 

The  reference  solenoid  is  represented  by  the  group  C3,  R1#  and  L3  which 
are  respectively  the  distributed  capacitance,  the  a.  c.  resistance,  and  the  in¬ 
ductance  of  the  coil.  There  is  a  mutual  inductance  M  between  the  reference 
solenoid  and  the  sample  solenoid. 

The  parameters  in  the  parallel  sample  branch  represent  circuit  elements 
corresponding  to  those  in  the  reference  branch. 

The  dots  at  the  ends  of  the  inductances  are  the  conventional  dotted  polarity 
for  the  mutual  inductance.  This  is  not  arbitrary  for  an  Allison  effect  apparatus, 
since  it  is  the  intention  that  the  Faraday  rotation  in  one  solenoid  be  counteracted 
by  the  Faraday  rotation  in  the  other. 

The  various  branch  currents  are  indicated  on  the  equivalent  circuit  as 
well  as  the  coil  voltages.  The  two  distinct  coil  currents,  the  inductive  current, 
and  the  displacement  current,  were  discussed  in  Part  C. 

Now  that  the  equivalent  circuit  has  been  established,  we  are  faced  with  its 
solution.  What  are  the  desired  currents  and  voltages?  The  answer  to  this  ques¬ 
tion  depends  upon  the  frequency  range  of  importance;  unfortunately,  we  are  not 
yet  in  a  position  to  specify  such  frequency  values.  Thus,  it  is  logical  to  solve 

for  the  voltages  Vl  and  V2  and  currents  I  ,  I  ,  I  _,  IctV  anc^  ^  • 

R  o  RJJ  of-)  o 

A  little  thought  will  show  that  there  is  good  motivation  for  separating  the 
basic  solution  into  a  low  frequency  solution  and  the  solution  of  a  high  frequency 
problem.  At  low  frequencies,  approximately  the  order  of  1  MHz  for  our  appara¬ 
tus,  the  distributed  capacitance  of  the  coil  is  not  very  important.  For  example, 
current  is  negligible  compared  to  current  IR.  The  entire  circuit  can  be 
simplified  Dy  an  approach  in  which  the  current  tnrough  the  distributed  capacitance 
is  neglected.  This  yields  a  close  low  frequency  approximation  (see  Figure  13). 
Naturally,  the  mutual  inductance  is  important  at  these  frequencies  because  the 
major  current  flows  through  the  inductances.  The  parallel  wire  transmission 
lines  may  accurately  be  replaced  by  their  inductances  at  the  low  frequencies. 

At  high  frequencies,  of  the  order  of  tens  of  megahertz,  the  distributed 
capacitance  becomes  the  dominant  element  of  the  solenoid.  The  flow  of  current 
through  the  inductance  becomes  negligible  in  comparison  with  that  shunted  through 
the  distributed  capacitance,  and  the  mutual  inductance  becomes  ineffective  as  a 
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circuit  element.  During  the  first  moments  of  the  impulse,  the  parallel  wire 
transmission  lines  may  be  replaced  by  resistances  equal  to  the  characteristic 
resistances  of  the  respective  lines  (these  ordinarily  are  the  same  for  an  Allison 
effect  apparatus),  and  the  approximation  will  hold  good  until  the  reflections 
return  from  the  shorted  terminations  (trolleys).  This  approximate  model  is 
illustrated  in  Figure  14.  The  charging  capacitance  is  so  large  that  its  reactance 
is  completely  negligible  for  the  high  frequencies.  The  small  lead  wire  resis¬ 
tances  in  the  parallel  paths  will  be  overwhelmed  by  the  extremely  large  induc¬ 
tive  reactances  of  the  lead  wires;  in  any  case,  they  could  be  considered  as 
being  part  of  RR  and  Rg.  The  inductances  of  the  lead  wires  must  be  retained; 
there  is  a  small  distributed  capacitance,  but  it  is  not  nearly  so  effective  as  that 
of  the  solenoid  where  the  turns  are  in  close  proximity. 


Figure  14.  High  Frequency  Approximation  of  Circuit  Model  III 

There  is  a  serious  flaw  in  the  high  frequency  approximation  shown 
in  Figure  14.  One  must  remember  that  the  Allison  effect  is  produced  by  an 
adjustment  of  the  trolley  position;  in  our  approximation,  the  adjustment  is 
of  no  importance  during  the  first  moments  of  the  impulse  because  the  wave 
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front  has  not  had  time  to  discover  that  the  transmission  lines  are  terminated  by 
short  circuits.  Even  when  the  wave  fronts  make  this  discovery,  it  takes  an 
additional  period  of  time  to  "report"  the  fact  to  the  circuit.  That  is,  the  resis¬ 
tance  representation  is  good  until  the  impulse  has  had  time  to  travel  down  and 
back  again.  Specifically,  the  time  is  equal  to  2ij/c  for  line  1,  and  2  f2  /c  for 
line  2.  (The  impulses  may  return  at  different  times.  ) 

This  means  that  there  is  a  delay  built  into  the  Allison  effect  if  it  is  caused 
by  high  frequency  components  of  the  RF  spectrum.  Thus,  in  order  that  trolley 
position  have  any  significance  in  the  Allison  effect,  we  are  forced  to  the  conclu¬ 
sion  that  a  minimum  time  interval  of  at  least  2i  2  /c  must  elapse  before  the  Allison 
effect  can  take  place.  The  actual  time  limit,  however,  could  exceed  this  because 
of  the  relative  lengths  of  and  i2  .  In  reality,  this  result  is  more  general  than 
it  appears:  it  would  be  true  also  for  the  low  frequency  case;  however,  the  limited 
resolution  at  low  frequencies  would  make  a  delay  of  this  order  (6.  7  nanoseconds 
per  meter  length  of  the  parallel  wire  line)  an  insignificant  factor. 

The  physical  implications  of  this  interesting  aspect  must  be  explored; 
there  are  four  additional  delay  factors  to  be  integrated  into  the  overall  picture: 

(1)  the  time  required  for  light  to  travel  from  the  spark  gap  to  the  average  loca¬ 
tion  of  the  first  solenoid;  (2)  the  time  required  for  light  to  travel  the  center 
spacing  of  the  solenoids;  (3)  the  possibility  of  a  delay  between  the  initiation  of 
the  electrical  impulse  and  the  generation  of  light;  (4)  a  possible  delay  attributed 
to  the  unknown  cause  of  the  Allison  effect  itself.  However,  before  this  can  be 
done  we  must  arrive  at  an  acceptable  high  frequency  approximation. 

One  obvious  change  is  to  retain  the  Z1  and  Z2  representations  for  the 
transmission  lines;  these  are  correct  for  any  frequency  above  a  few  hundred 
KHz.  (The  high  frequency  transmission  line  expressions  make  use  of  the  fact 
that  the  inductive  reactance  per  unit  length  is  very  much  greater  than  the  a.  c. 
resistance  per  unit  length). 

A  second  change  could  be  made  in  the  high  frequency  approximation  for 
Circuit  Model  III;  this,  however,  would  anticipate  the  nature  of  the  mechanism 
responsible  for  the  Allison  effect.  Suppose,  for  example,  that  there  were  some 
high  frequency  resonance  absorption  in  the  sample;  the  equivalent  circuit  would 
then  include  a  high  Q  series  RLC  branch  across  capacitor  C2  .  Since  any  such 
additional  features  are  conjecture  at  this  point,  they  will  be  omitted  until  a  more 
substantial  basis  for  their  inclusion  is  found. 

Figure  15,  then, shows  a  high  frequency  approximation  of  Circuit  Model  III 
that  holds  good  beyond  the  first  few  nanoseconds  and  that  would  be  responsive  to 
variations  in  trolley  position.  The  limit  of  validity  would  be  the  time  required 
for  the  appearance  of  an  appreciable  current  in  the  inductive  branch  of  the  sole¬ 
noid  equivalent  circuit.  The  specific  value  for  the  time  limitation  is  obtained  by 
solving  the  low  frequency  approximation.  Input  impedances  Zj  and  Z2  are  given 
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in  explicit  form  in  Figure  12.  The  a.  c.  resistances  R3  and  R4  (of  the  lead 
wires)  are  included  so  that  the  impedance  of  the  reference  branch  or  of  the 
sample  branch  cannot  go  to  zero. as  it  could  otherwise  under  series  resonance 
conditions. 


The  major  reason  for  resorting  to  these  approximations  is  that  they  are 
much  easier  to  solve  than  the  general  circuit  while  still  yielding  identical  answers 
for  the  extreme  frequency  values.  We  may  use  these  "asymptotic"  solutions 
to  check  the  general  solution. 


2.  Solution  of  Low  Frequency  Approximation 

We  may  solve  the  low  frequency  approximation  of  Circuit  Model  1JI  (see 
Figure  13)  by  applying  Kirchhoff's  voltage  and  current  laws.  Three  simultaneous 
equations  are  written  as  follows  (Note:  The  Laplace  transformation  method  is 
being  used): 


V 

o 


s 


(R  +sL  +  —  )  I  +  (Rj+R5  +sLj  '  sLc  )  I  -sMI 
o  o  sC  o  1  R  s 


(38) 


(R  +sL  + 
o  o 


sC 


)  I 


■sMIr  + 


(R2  +R6  +  sL2  +sL6  )I 

S 


(39) 


O 


I  -I  -I 
o  R  s 


(40) 
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The  following  substitutions  will  allow  ease  of  manipulation: 


A  =  (R  +  sL  +-^-) 
o  o  sCo 


B  -  (Ri  +R 5  +  sLj  +  sL5  ) 
C  =  sM 

D  =  (R2 +R6 +sL2 +sL6  ) 


Substituting, 


—  =  A  I  +B  I  -Cl 
s  o  R  s 


where 


—  =  A  I  -C  I_ +DI 
s  o  R  s 


0=1  -  I  -  I 

o  R  s 


A 

1 

-C 

A 

1 

D 

1 

0 

-1 

A 

B 

-C 

A 

-C 

D 

1 

-1 

-1 

V 

AR  _ o 

A  s 


A  =  A(B+2C  +  D)  +BD-C2  ,  and 


Ar  =  (D+C) 


I  = 


A 

A 

1 


B 

-C 

-1 


A  V 
As  o 


where 


A  =  (B+C) 


Voltages  V i  and  V2  follow  easily  once  the  branch  currents  are  known. 


(41) 

(42) 

(43) 

(44) 

(45) 

(46) 

(47) 

(48) 


(49) 

(50) 

(51) 


(52) 
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(53) 


Substituting, 


Vj  =  I  (Rj  +  sLx)  -  I  (sM) 
K.  s 

V2  =  -Ir(sM)  +  Is(R2+sL2  ) 


E  -  (Rj  4  sLj ) 
F  =  (R2  +  sL2) 


V: 

V2 


Vo  [dE  4  CE  -  CB  -  C2  1 

S  L  *  J 

-  CD  -  C2  1 


V 

o  BF  4  CF 

S  _  L 


(54) 

(5») 

(56) 

(57) 

(58) 


In  these  expressions,  the  form  (V  /s)  is  the  Laplace  transformation  of  the  step 
function  V  u(t),  where  V  is  the  voltage  on  the  charging  capacitor  at  the  instant 
of  spark  gap  breakdown. 


For  ease  of  inspection  and  analysis,  it  is  convenient  to  summarize  the 
results  in  one  group. 


Table  H.  Formulas  for  Circuit  of  Figure  13 


A 

A 

B 


Vi 

V2 


s 

V 


DE  4  CE  -  CB  -  C' 


BF  4  CF  -  CD  -  C; 


A(B  4  2C  4  D)  4  BD  ■  C2 
1 

R  4  sL  4  — - 
o  o  sCo 

(Rj  4  R 5  4  sLj  4  sL5  ) 


I  = 
o 


T  r 

O 

S 


B  4  2C 


(48) 
(51) 

(57) 

(58) 

(59) 

(49) 

(41) 

(42) 


30 


C  =  sM 

(43) 

D  =  (R2 

+  R6  +  sL2  +  sL6  ) 

(44) 

E  =  (R, 

+  sLj ) 

(55) 

n 

fsJ 

+  sL2  ) 

(56) 

In  order  to  obtain  the  time  varying  solutions  for  the  voltages  and  the 
currents,  it  will  be  necessary  to  make  the  prooer  substitutions,  arrange  the 
numerator  and  denominator  in  polynomial  form,  and  then  employ  standard 
methods  to  perform  the  inverse  Laplace  transformation. 

The  whole  problem  could  be  simplified  for  a  particular  apparatus  if  the 
actual  numerical  values  were  substituted  at  this  point  so  that  the  expressions 
could  be  condensed. 

The  results  can  be  anticipated  by  inspecting  the  solutions.  First,  we  have 
an  exponentially  damped  oscillatory  train  of  waves,  provided  the  resistance  is 
not  so  great  as  to  cause  critical  damping  or  overdamping.  The  fundamental 
frequency  will  not  be  greatly  different  from  that  value  calculated  previously  for 
the  equivalent  single  branch.  It  will  be  slighdy  higher  because  the  net  inductance 
is  somewhat  reduced  by  the  mutual  inductance. 

A  change  in  relative  phase  angle  between  the  two  currents  in  the  two  sole¬ 
noids,  along  with  some  relative  amplitude  variation,  is  accomplished  by  changing 
the  trolley  position.  That  is,  inductance  is  changed;  accordingly,  factors 
D  and  A  will  vary. 

When  the  trolleys  both  are  fixed  and  the  solenoids  are  moved  relative  to 
each  other,  the  only  variation  is  in  M,  the  mutual  inductance.  This  causes  vari¬ 
ation  in  factors  C  and  A  in  the  expressions.  It  should  be  noted  that  the  mutual 
inductance  M  may  be  replaced  by  the  expression  kVLj  L2  where  k  is  the  coefficient 
of  coupling  between  the  coils.  For  our  apparatus,  the  variation  of  M  or  k  with 
distance  may  be  determined  from  Figures  2  5  and  29  of  Section  II. 

In  an  Allison  effect  experiment,  it  is  possible  to  produce  minima  either  by 
adjusting  the  trolley  position  or  by  displacing  a  solenoid  the  same  distance  . 

If  the  low  frequency  model  were  applicable  to  the  Allison  effect,  it  should  be 
possible  to  demonstrate  the  fact  by  showing  that  variations  in  L6  and  M  (or  k) 
produce  the  same  effect.  What  needs  to  be  done  is  to  find  expressions  for 
and  for  Mas  functions  of  displacement.  For  a  particular  apparatus,  L6  must 
be  separated  into  the  inductance  oc  the  connecting  leads  and  the  inductance  of 
the  parallel  wire  lines.  The  latter  inductance  varies  linearly  with  displacement, 
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i.  e.  ,  so  many  Henrys  per  meter  displacement.  T  .us,  Lg  will  have  the  form 

L$  =  La  +  dLi  o  ( 6 0) 

where  Lg  is  the  lead  inductance  and  d  is  the  displacement.  Factor  i_-i0  is  the 
inductance  per  unit  displacement  of  the  trolley. 

The  mutual  inductance  must  be  expressed  in  the  form  containing  the  dis¬ 
tance  explicitly.  One  must  construct  a  graph  of  M  versus  d  from  the  referenced 
figures  and  then  obtain  an  expression  by  curve  fitting  techniques.  Distance  d 
should  be  the  center -to-center  spacing  of  the  solenoids. 

The  final  step  of  the  analysis  will  entail  differentiation  of  all  voltage  and 
current  expressions  with  respect  to  the  displacement  variable  d  and  comparison 
of  results. 


3.  Study  of  the  First  High  Frequency  Approximation 

It  seems  that  Figure  14  is  not  significant  for  the  Allison  effect  experiment 
because  it  does  not  reflect  the  variation  of  trolley  position,  as  ditcussed  a  few 
pages  earlier;  however,  it  gives  a  true  picture  of  the  rise  time  of  the  impulse  in 
a  particular  solenoid.  From  this  standpoint,  it  sho’..ld  be  analyzed,  for  there 
may  be  some  preconditioning  or  pre orientation  of  the  molecules  in  the  substances 
contained  in  the  cells.  Let  us  at  least  examine  the  behavior  of  a  purely  reactive 
circuit. 


The  major  effect  of  the  neglected  resistance  will  be  damping  of  the  impulses 
predicted  for  the  purely  reactive  circuits;  this  is  a  standard  technique,  used  to 
simplify  the  study  of  filter  circuits.  The  circuit  becomes  that  of  Figure  16  and 
the  analysis,  via  the  Laplace  transformation  method,  follows. 


Figure  16.  Pure  Reactance  Idealization  of  Figure  11 
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Some  liberty  has  been  taken  with  the  notation  to  simplify  the  format  <  f  the 
expressions.  Inductances  Lj  and  L2  belong  to  the  lead  wires  in  the  parallel 
branches.  The  solenoid  inductance  and  mutual  inductance  are  not  effective  at 
the  high  frequencies  considered  here,  for  reasons  previously  discussed.  The 
solenoids  are  represented  solely  by  capacitors  and  C2  ,  the  distributed  capac¬ 
itances  of  the  coils.  Currents  I*  and  I2  are  used  in  place  of  1^^  and  Igjy  The 
voltages  across  capacitors  C*  and  C2  are  identical  to  the  solenoid  voltages  V2 
and  V2  .  Inductance  L  is  that  of  the  lead  wires  up  to  the  nodes  where  the  two 
parallel  branches  begin.  A  step  function  VQu(t)  is  applied.  Its  Laplace  trans¬ 
formation  is  V  /s  where  is  the  spark  gap  breakdown  voltage. 

The  first  step  is  to  determine  the  input  impedance  Z.  (s)  of  the  circuit. 

We  calculate  the  admittances  of  the  two  parallel  branches,  adding  them  to  get 
the  total  admittance  of  the  parallel  circuit.  When  the  reciprocal  of  the  total  ad¬ 
mittance  is  added  to  the  impedance  of  L  ,  the  desired  result,  Z  .  (s),  is  obtained. 

o  in 


Z  i  —  sL,  + 


sC  i 


s *  L,  Ci  4-  1 
sC, 


Y,  = 


sC, 


s2  LjC!  +  1 


Y2  =  n 


SC; 


s4  L2  C2  +  1 


Yl2  =  Y,  +  Y; 


1  2 


-  s3  (T*2  C2  Ct  +  Lj  C2  C2  )  +  5(Ci  +C2  ) 
(s2L1C1  +  1)  (s^  L2C2  +  1) 


1 


Z.  =  sL  + 
m  o  Ylz 


(61) 

(62) 

(63) 

(64) 

(65) 

(66) 


s4 (L  L2  C2  Ca  +  L  Lj  CjC2  +L1C1L2C2) 

_ _ +  s z  ^L0Cj  +  LnC2  +  LjCj  +  L2  C2  )  +  1 

s3  (L2  C2  Cj  +  Li  Cx  C2  )  +  s(Cj  +  C2  ) 


Simplifying  by  substitution, 


Z.  = 
m 


s4C  -f  sz  D  +  1 
s3 A  ■».  sB 


(67) 


(68) 
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where 


f 


A  =  {1j2  C2  Cj  +  Lj Cx C2  )  (69) 

B  =  (Cx  +  C2  )  (70) 

C  =  L  L2C2Cx  +  L  LxCxCz  +  LxCiL2  C2  )  (71) 

o  o 

D  =  (L  Cx  +  L  C2  +  LjCx  +  L2  C2  )  (72) 

o  o 


It  is  easiest  to  begin  by  solving  for  the  current  in  the  circuit  containing  the  spark 
gap  and  the  charging  capacitor. 


I  (s) 

o 


V 

f  1  ' 

_ 0^ 

—  v 

s 

z.  (s)  j 

—  V 

0 

i  in  J 

m 

s2  A+B 


s4C  +  s2  D  +  1 


I  = 


C  o 


2  B 
s 2  +  7 
A 


4  D  2  1 

s4  +  -s2  +  - 


(73) 


(74) 


By  further  substitution. 


where 


I  =  pV 
o  Co 


1  =  £v 

o  Co 


s  +  a 


s<+bs2  +f 


s‘  +  a 


(s2  +  g)  (s2  +  h) 


g  = 


h  = 


-Vb2""- 


4f 


b  +"\/b2~  -4f 


(75) 


(76) 


(77) 

(78) 


The  expression  factors  into  the  following  standard  form;  the  inverse  trans 
formation  for  which  is  found  in  tables  of  Laplace  transform  pairs. 


s  +  a 


I  (s)  =  - - - - -  —  v 

o  (s+i/g)  (s-ijg)  (s+i/h)  (s-i/h)  C  o 


^  V 


(79) 
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After  "some  manipulation",  the  expression  for  the  time  varying  current  factors 
into  the  following  form: 


V'1 


=  pV 

C  o 


_1 _ 

(h-g) 


(a  -g) 
o 

Sg 


sin  Jgt  - 


(a  -h) 
o 


sin  JTTt 


(80) 


a 

o 


B 

A 


g 


h  = 


(81) 


(82) 


(83) 


Now  an  interesting  pattern  is  beginning  to  emerge.  First  it  can  be  seen  that  the 
factors  aQ,  g,  and  h  all  have  the  dimensions  of  angular  frequency  squared.  Let  us 
leave  the  abstract  form  and  relabel  these  frequencies  so  that  the  expression  has 
a  more  familiar  appearance.  Call  aQ,  g,  and  h  by  the  names,  respectively,  u>q2  , 
u)j  2  ,  w2  2  .  Only  uq  and  u2  ,  however,  are  "working"  frequencies.  Angular  fre¬ 
quency  w  is  merely  a  reference  frequency,  although  it  does,  of  course,  depend 
upon  the  constants  of  the  circuit.  The  result  of  this  maneuver  then  yields  the 
expression: 


I  (t)  = 
o  Co 


(u2  -  Wj  ) 


(u 


w,2  > 


(ua 


u.. 


) 


■sin  t  t 


^2 


sin  w2  t 


(84) 


Note  from  the  previous  formulas  for  g  and  h,  that  angular  frequencies  uq  and  u>2 
are  disposed  symmetrically  about  some  central  value.  It  is  verified  easily  that 
when  LQ  is  negligible,  these  two  frequencies  tend  toward  coincidence  as  Lj 
approaches  L2  and  Cj  approaches  C2  .  Further,  for  these  same  conditions, 
angular  frequency  u,0,  the  reference  frequency,  tends  toward  tl  is  central  value. 
Since  u,2  is  always  greater  than  ,  one  is  led  to  believe  that  the  two  sinusoidal 
terms  are  additive,  as  indicated  above.  This  latter  assertion  is  true  for  van¬ 
ishing  Ln,  but  it  snould  be  checked  out  for  the  general  case.  One  thing  that  should 
be  remembered  in  the  special  case  of  an  Allison  effect  apparatus  is  that  Ci  and 
C2  are  usually  equal  to  each  other;  the  distributed  capacitances  of  two  identical 
solenoids  are  equal.  The  only  qualification  to  this  would  be  based  upon  the  di¬ 
electric  properties  of  the  substances  filling  the  cells  in  the  solenoids.  Another 
item  of  concern  is  that  the  quantity  under  the  radical  in  the  expression  for  g  and 
for  h  should  be  positive;  that  is,  (D2  )/4C  should  be  greater  than,  or  at  least 
equal  to,  unity.  This  fact  has  been  verified  for  the  case  Cj  equals  C2  ,  with  L 
having  any  desired  value. 
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The  remainder  o£  the  analysis  consists  of  calculating  currents  Ij  and  12 
and  the  voltages  across  capacitors  Li  and  C2  .  The  currents  are  found  by  using 
the  current  division  formula.  Thus, 


Ii 


(85) 


I 


i 


I 

o 


(86) 


The  desired  voltages  are  found  in  each  case  by  multiplying  the  respective  branch 
current  into  the  impedance  of  the  capacitor.  (Recall  that  this  latter  circuit  element 
represents  the  solenoid).  Thus, 


Vcj 


(87) 


Vc2 


(88) 


These  expressions  can  be  solved  by  the  Laplace  transform  method.  After 
some  manipulation,  the  transform  solutions  are  found  to  be: 


X  -  V  s*  (A  ~  L1C1C2  )  +  ci 
1  o  s4C  +  s2  D  +  1 


(89) 


I2 


v  ■llA-LiCvCI),iCt 

o  s4C  +  s2  D+  1 


(90) 


Vcx 


V 

o 


s2  L2  C2  +1 
s(s4C  +  s2  D  +  1) 


(91) 


Vc2 


V 

o 


s2  +  1 

s(s4C  +  s2  D  +  1) 


(92) 


where  the  symbols  are  the  same  as  those  defined  earlier  in  this  section. 

When  the  inverse  transformations  are  taken,  the  time -varying  voltages  and 
currents  emerge.  For  convenience,  all  the  current  and  voltage  expressions  are 
summarized  in  Table  III.  The  symbols  used  in  the  formulas  are  identified  as  well; 
note  that  the  inductance  and  capacitance  parameters  have  subscripts  and  that  these 
refer  to  the  elements  in  the  circuit  of  igure  16.  The  reader  is  cautioned  to  give 
the  symbol  C  (no  subscript)  its  proper  interpretation,  i.  e.  ,  that  of  expression  (71). 
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Table  III.  Formulas  for  Circuit  of  Figure  17 


I  (t)  =  #v  7 — A— r, 

o  Co  (co2  -uj  ) 


(u^-co,2)  (u22-uo2) 

sin  u>i  t  + -  sin  co2  t 


Oil 


“2 


(84) 


Mt>  =  7r%7 rV  7 — r5 — it 
ft2  C  o  (co2  -cjj  ) 


ft,2  -CO,  2  .  w2  2  -ft22 

2 - ^'sin  co,  t  +  * - L  sin  cu2  t 

coi  co2 


(93) 


i,W  =  7rbv 


fti  2  C  '  o  (co2  2  -coj  2  ) 


(ft,  2  -co,  2  )  .  (co?  2  -ft!  “  )  . 

- 1 — sin  co,  t  +  - - — '  sin  «,  t 

COj  co2 


(94) 


1  (t)  =  TT+. 


ft,  *  c 


ft; 


2  2  v  /  2  o  2  \ 

“CO,  )  (O;  *  ft2  ) 

1 - 2 - r; - 2 - Z”,  cos  - 27 - 5 - r— cos  co2  t 

Wj  co2  Wj  (to2  -Wj  )  w2  (w2  -coi  ) 


-% 


(95) 


Vc>  <*>  *  O^C 


ft,2  ftl  -co,  2  (co2  -  ft,2  ) 

"2  “2  *  ..  2  /.  .  2  2  ,  cos  ujt  -  — ~T  7^  1  1  2  -  cos  co2  t 


Wj  w2  COj  (w2  -COj  )  W2  ((02  -COj  ) 


(96) 


“o  -V  A 


wi  =vF 

P— « 1  w 

'^*r> 

QIO 

1 _ 1 

3f.i‘ 

c 

1  1 

old 

<7, 

D\‘  4 

5)  "c 

= 

Vl/Lj< 

3 1 

ft2  =Vi/l2 

0 

A  -  (LaC2Cj  +  LiCiC2) 
B  =  (Ca  +  C2) 


C  -  (L^L2  C2  Cj  +  +  LiCjL^  C2  ) 

D  =  (L  Cj  +  L  C2  +  Lj C 1  +  I_i2  C2  ) 
o  o 


(97) 

(98) 

(99) 

(100) 

(101) 

(69) 

(70) 

(71) 

(72) 
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Only  the  angular  frequencies  uq  and  w2  are  active  frequencies  in  these  ex¬ 
pressions.  The  other  substitutions  u>  ,  Qj,  and  ft2  have  the  dimensions  of  angular 
frequency,  but  these  are  reference  frequencies;  the  substitutions  were  made  for 
convenience  in  interpretation. 


The  set  of  branch  voltage  and  branch  current  expressions  verifies  the  fact 
that,  in  general,  two  distinct  frequencies  will  be  present  in  the  system  at  the  initia¬ 
tion  of  the  transient  which  occurs  when  the  spark  gap  breaks  down.  Let  us  substi¬ 
tute  the  actual  parameter  symbols  in  equations  (98)  and  (99)  to  get  the  explicit  values 
for  these  frequencies. 


fi  = 


-Ji 

2  it  1  2 


L  Cj  +  L  i  +  LjCj  +  L2C2 
_ o  1  o  _  _  _ 

2  \  LqL2  C2  Ci  +  L^jCjCj  +  LxCjLz  C2 


L  Ci  +  L  C2  +  LiC i  +  L2  C2 
o  o 


L  L2C2C,  +  L  LiC2Ci  +  LiCxL2  C2 

o  o 


LqL2  C2  Ci  4  LqLiCiC2  +  LiCiL2C2 


1/2 


1/2 


(102) 


u  = 


1  1 


L  Ci  +  L  C2  4"  LiCi  4"  L2  C2 


2  ^  I  2  \  L  L2  C2  Ci  4"  L  LiCiC2  4"  LiCiL2C2 


L  Ci  4"  L  C2  4"  Li  Ci  4"  L2  C2 

L  L2  C2  Ci  4-  L  LiC2  Ci  4-  LiCi L2  C2 

o  o 


LqL2  C2  Ci  4-  L^Li Ci C2  4-  LiCi  L2  C2 


1  / 2 \  I  1/2 


(103) 


Physically,  the  inductance  LQ  is  that  of  the  lead  wires  to  the  nodes  where  the 
parallel  paths  (reference  and  sample  circuits)  begin.  The  inductances  L2  and  L2 
are  respectively  the  net  load  wire  inductances  cf  the  reference  branch  and  the 
sample  branch  of  the  circuit.  The  solenoid  inductances  are  of  course  by-passed 
by  the  distributed  capacitances  of  these  coils;  capacitors  C2  and  C2  represent 
the  distributed  capacitances.  In  this  idealization,  the  inductances  of  the  parallel 
wire  transmission  lines  should  not  be  included  because  the  lines  appear  as  resis¬ 
tances  until  the  reflections  return  from  the  shorted  terminations. 


Note  again  the  important  effect  of  the  lead  wire  inductance,  L  .  It  is 
instrumental  in  separating  frequencies  f2  and  f2  and,  more  important,  in  causing 
both  frequencies  to  appear  in  some  measure  in  each  branch  (and,  thus,  coil). 
That  is,  Qi  4  and  ft2  4  u2  if  inductance  Lq  is  nonzero. 
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Turning  to  the  physical  significance  of  this  fact,  we  find  that  a  given 
frequency,  fj  for  example,  may  be  present  in  three  places  in  the  apparatus.  The 
light  given  off  by  the  spark  is  probably  modulated  by  a  signal  containing,  for  one, 
the  frequency  fj  since  the  intensity  must  be  some  function  of  the  current  which 
causes  it.  This  light  is  then  twice  exposed  to  signals  containing  fj  as  a  Fourier 
component  while  it  traverses  the  two  cells  in  the  apparatus;  however,  there  will 
be  no  effect  unless  electro -optic  and/or  magneto-optic  effects  take  place  in  the 
fluids  in  the  cells.  If  such  effects  do  take  place,  then  the  light  will  be  modulated 
three  times,  in  different  ways,  by  the  frequency  fj . 

Another  physical  effect  would  be  produced  by  the  beat  frequency  (f2  -fj) 
which  would  be  generated  in  the  system.  Frequencies  f2  and  fj  may  be  high,  but 
tb^y  could  be  sufficiently  near  each  other  so  that  the  beat  frequency  would  be  op¬ 
tically  observable.  While  trolley  position  adjustments  are  not  reflected  in  the 
idealized  circuit  that  we  are  considering  in  this  section,  it  might  be  possible  that 
the  zero  beat  conditions  could  be  produced  by  such  variations  in  the  actual  circuit; 
a  change  in  the  appearance  of  the  light  could  easily  result. 

In  summary,  it  can  be  seen  that  the  lead  wire  inductance  plays  an  impor¬ 
tant  role  in  determining  (1)  the  phase  and  relative  amplitudes  of  the  initial  frequency 
components  in  the  solenoids,  and  (2)  the  rise  time  of  the  transient  in  the  two 
branches.  A  good  approximation  of  the  leading  edges  of  the  transients  in  the  res¬ 
pective  coils  can  be  obtained  from  the  formulas  (93)  through  (96).  In  using  these 
expressions,  one  must  remember  that  the  currents  are  the  displacement  currents 
in  the  distributed  capacitances  of  the  solenoids;  the  conduction  currents  which 
follow  much  later  are  given  ty  the  solutions  of  the  low  frequency  approximation. 

The  cross-over  area,  where  both  the  displacement  currents  and  the  conduction 
currents  are  effective,  is  best  defined  by  the  solutions  to  the  general  circuit 
(Figure  12). 

When  the  current  expressions  are  used  to  study  the  Allison  effect,  it  must 
not  be  forgotten  that  a  given  segment  of  the  light  beam  does  not  "see"  the  two  cur¬ 
rents  (or  voltages)  simultaneously.  There  is  a  small  but  important  time  delay  due 
to  the  transit  time  of  the  light  segment  between  cells;  thus,  t2  =  tj  +  (f/c) 
where  t  is  the  center -to-center  spacing  of  the  cells. 

4.  Solution  of  Circuit  Model  III 

The  solution  of  the  general  circuit,  see  Figure  12,  would  begin  with  the 
application  of  Kirchhoff's  laws  to  the  four  meshes  and  three  of  the  nodes.  These 
seven  equations  may  be  reduced  to  four  simultaneous  equations  which,  in  principle, 
will  allow  us  to  evaluate  the  four  currents  associated  with  the  two  solenoids.  We 
are  searching  for  the  transient  solution;  accordingly,  use  of  the  Laplace  trans¬ 
formation  is  indicated.  The  following  pages  summarize  the  important  steps  of  this 
first  phase  of  the  solution,  which  yields  the  Laplace  transformations  of  the  desired 
currents.  A  second  phase  of  the  solution  would  be  that  of  finding  the  inverse  trans¬ 
formations  so  that  the  time -varying  forms  of  the  currents  would  be  known. 
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Obviously,  the  key  problem  in  the  solution  will  be  the  handling  of  the 
transmission  line  term  involving  the  hyperbolic  tangent.  It  is  suggested  that 
the  reader  review  Section  C,  especially  equations  (29)  to  (31)  for  the  theory 
associated  with  short -cii  ruited  transmission  lines.  Note  that  in  a  final  solu¬ 
tion  of  this  problem,  the  physical  adju?*ment  of  the  trolley  position  is  reflected 
in  the  theoretical  expressions  by  a  variation  of  length  and/or  l2  . 


Solution  1: 

The  seven  equations  which  follow  represent  the  applica¬ 
tion  of  Kirchhoff's  voltage  law  to  the  four  simple  meshes 
of  Figure  12  and  the  application  of  Kirchhoff's  current 
law  to  the  upper  three  nodes,  or  junction  points.  The 
Laplace  transformation  of  the  step  function  generator  is 
V0/s.  The  shorted  transmission  line  input  impedance 
in  Laplace  transform  form  has  been  discussed  previously. 
(Note:  Some  investigators,  notably  Allison,  employ  a 
delay-introducing  line  of  the  parallel  wire,  short-circuited 
variety  in  the  lead  wire  branch.  )  This  may  be  accounted 
for  here  by  introducing  a  term,  Z#0  tanh  (iQs/c).  This  is 
added  to  the  R0+sL0+l/sC0  sum.  Length  lQ  is  that  of  the 
parallel  wire  line.  (In  reference  to  line  length,  the  length 
l  used  in  the  expression  is  not  the  total  length  of  wire 
in  the  transmission  line;  thus  a  wire  length  of  2 1  is  used 
to  make  a  2 -wire  transmission  line  of  length  i).  The  pur¬ 
pose  of  the  additional  delay  line  is  to  account  for  a  possible 
time  delay  between  the  electrical  breakdown  of  the  spark 
gap  and  the  generation  of  light  by  the  excited  or  ionized 
vapors. 


y  _  _  _ 

~T  =  +  ii[r3+sL3  +  Z02  tanh  (^4-s)j+  Ird  -i- 


V 

—  =  I  I  R  +sL 

s  o  o 


|R  +sL  +  ~  1+  I2 

L  °  °  sCoJ  L 

°  =  *IRD  IT,  +Ir[R>  +  sL‘]-IS  sM 


R4  +  SL4  +  tanh  (“^~s)j  +1 


C  •  i  SD  eC, 

J  - 11 


| R2  +sL2  j 


°  =  _ISD  +  ^1  r2+sL2  I  "  Ir  sM 


!q  =  !,  +  I2 


(104) 

(105) 

(106) 

(107) 

(108) 


40 


11 

12 

A 

B 

C 

D 

E 

F 

G 

H 


>R  +  'RD 

(109) 

*S  +  'SD 

(110) 

R  +  sL  + 
o  o  sC 

o 

(111) 

R3  +  sL3  +  Z01  tanh  (-^-s) 

(112) 

R4  +  sL4  +  Z0 2  tanh  (  *  s) 

(113) 

_1_ 

sCj 

(114) 

Ri  +  s  L  3 

(115) 

sM 

(116) 

R2  +  sL2 

(117) 

1 

sC  2 

(118) 

It  becomes  convenient,  because  of  difficulty  in  manipula¬ 
tion,  to  make  the  above  substitutions.  All  these  letters  have 
the  dimension  of  impedance.  Symbol  A  should  be  modified 
by  the  addition  of  Zoo  tanh  (£qs/c)  if  an  additional  delay  line 
is  employed  in  the  lead  wire  branch. 


V 

o 

s 

VMB)  +  IS(A)  +  WMB+D)  +  W*1 

(119) 

V 

o 

s 

IR(Ai  +  IgiA+C)  +  Ird(A)  +  Isd(A+C+H) 

(12C) 

0  = 

VE>  +  Is(-D  +  IRD(-D)  +  ISD,0) 

(121) 

0  = 

VF)  +  VG)  +  W0)  + 

(122) 

The  seven  simultaneous  equations  may  be  reduced  to 
the  above  four  by  substitution. 
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A+B 


A+B+D 


A+C 


A+C+H 


The  same  four  equations  are  shown  here  in  matrix  form. 
One  step  in  the  solution  of  the  simultaneous  equations 
requires  evaluation  of  the  determinant  A  of  the  4  by  4 
impedance  matrix.  The  simultaneous  equations  are 
solved  in  the  usual  manner. 


(123) 


_o  CDG  +  DGH  +  CDH  +  BFH  +  DFH 
K  ~  s  A 


(124) 


_o  CEH  -I-  CEG  4-  EGH  -  BFH  -  CF2  -  Fz  H 
RD  s  A 


(125) 


BHE  +  HEP  +  BHD  4  CFD  +  HFD 
A 


(126) 


o  BGD  +  BGE  +  GED  -  CFD  -  BF2  -  F2  L 


SD  "  s  I  A  /  (127) 

ACEG  +  AEGH  +  ABEG  +  BCEG +  BEGH  +  ADEG  +  CDEG +  DEGH  + 

ACDG  +  ADGH  +  ABDG +  BCDG +  BDGH +  ABEH +  ADEH  +  ACEH  + 

BCEH  +  CDEH  +  ADFH  +  ACDH  +  ABDH  +  BCDH  ••  AF2  H  -  BCF2  - 

BF2H-CDF2  -DF2H-ACF2  -  ABF2  (128) 

Solutions  for  the  four  coil  currents  in  Laplace  transformation 
form  are  shown  above.  The  time -varying  solutions  are  to  be 
found  by  replacing  the  symbols  with  the  expressions  for  which 
they  stand  and  then  finding  the  inverse  transformations.  The 
first  phase  of  the  solution  is  completed  by  the  following  ex¬ 
pressions  (also  in  Laplace  transformation  form)  for  the  coil 
voltages. 


Vl  :rd  sCj  dird 


(129) 


Vz  XSD  sCT  "  ^SD 


(130) 
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Substituting, 


Vi 


Vo  DC EH +  DC EG +  DEGH  - DBFH  -DCF2  -  DF2  H 
s  A 


(131) 


V2 


Vo  HBGD +  HBGE +  HGED  - HCFD  - HBF2  -  HF2  D  1 
s  A  / 


(132) 


The  complexity  of  the  general  solution  logically  would 
lead  one  to  consider  a  computer  approach.  Until  there 
is  good  justification  for  completing  the  general  solution, 
it  would  be  well  to  continue  with  the  study  of  other  equally 
important  aspects  of  the  total  problem,  using  the  circuit 
analysis  results  obtained  by  making  reasonable  approx¬ 
imations  in  the  general  equivalent  circuit. 


5.  Solution  of  the  Second  High  Frequency  Approximation 

At  this  time,  we  should  carry  through  the  complete  solution  of  the 
second  high  frequency  approximation  of  Circuit  Model  El,  as  shown  in  Figure  15. 
This  circuit  will  take  into  account  the  effects  of  trolley  adjustment  and  will  give 
a  good  answer  for  the  events  that  take  place  during  the  early  part  of  the  transient, 
especially  those  events  which  take  place  between  the  initial  rise  time  and  the 
time  when  the  inductive  current  begins  to  build  up  appreciably  in  the  solenoids. 

This  latter  phase  of  the  problem  has  been  discussed  already  and  a  solution  is 
available  by  the  processing  of  expressions  (48)  through  (59)  of  Section  I,  D,  2.  The 
simplification  afforded  is  this:  The  currents  1^  and  Ig  are  negligibly  small  in 
these  early  instants;  consequently,  the  mutual  inductance  is  ineffective. 

The  applicable  solutions  may  be  derived  from  the  general  solutions  of 
Section  I,  D,  4  by  recognizing  that  impedances  E  and  G  take  on  "infinite"  values 
for  this  assumption.  It  is  merely  a  matter  of  dividing  numerator  and  denominator 
by  the  product  EG  and  then  keeping  what  is  left  after  E  and  G  separately  are 
allowed  to  approach  infinitely  large  values. 

.  _  \J _ c  +  H _ 

RD  "  s  L  AC  +  AH  +  AB  +  BC  +  BH  +  AD  +  CD  +  DH 

,  .  \  r _ b+_2 _ 

SD  '  s  L  AC  +  AH  +  AB  +  BC  +  BH  +  AD  +  CD  +  DH 

_ DC  +  DH _ _ 

AC  +  AH  +  AB  +  BC  +  BH  +  AD  +  CD  +  DH 


(135) 


(133) 

(134) 
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Vof 


(136) 


V2 


_ _ HB  +  HD _ 

AC  +  AH  +  AB  +  BC  +  BH  +  AD  +  CD  +  DH 


To  find  further  simplification  we  must  turn  our  attention  to  the 

physical  apparatus  itself.  First,  one  may  drop  the  CQ  from  symbol  A  because 
this  large  capacitance  is  effective  only  during  the  later  stages  of  the  transient. 

It  would  be  well  worthwhile  to  add  Z00  tanh  (fQs/c)  to  symbol  A  since  the  Allison 
equipment  employs  such  a  delay  line  in  the  lead  wire  system,  and,  since  the 
presence  of  the  reported  minima  seems  to  depend  upon  the  length  i0*®. 


Next,  there  is  no  particular  reason  why  the  following  simplifica¬ 
tions  could  not  be  made: 


R3  =  R4 

l3  =  l4 

z  =  z  =  z  =  z 

OO  Oj  o2  o 


(137) 

(138) 

(139) 


These  equations  imply  only  that  a  symmetry  is  present  in  the  construction  of 
the  apparatus;  this  degree  of  freedom  certainly  is  permitted  by  items  (a)  and 
(b)  of  Section  I,  A.  The  common  Z^  value  assumes  merely  that  the  same 
parallel  wire  line  structure  (wire  size  and  spacing)  is  used  in  the  three  delay 
lines. 


It  is  tempting  to  make  the  two  capacitors  C3  and  C2  equal  because 
the  two  coils  are  identical;  however,  it  is  precisely  here  that  the  circuit  could 
be  influenced  by  the  specific  substances  in  the  sample  and  reference  cells.  The 
electric  fields  between  the  wires  in  the  coil  do  extend  into  the  fluids  contained  in 
the  cells  (see  the  sketch  of  Figure  17).  Consequently,  the  electric  susceptibility 
(and  thus  dielectric  constant)  of  the  fluid  must  make  some  contribution  to  the 
respective  distributed  capacitance.  Should  the  susceptibility  be  frequency  depen¬ 
dent,  then  the  capacitances  Cj  and  C2  will  be  frequency  dependent.  In  any  event, 
C3  and  C2  should  retain  their  identities  in  the  analysis. 


CELL  WALL 

FLUID 

Figure  17.  Electric  Field  Configuration  Associated  With 
the  Distributed  Capacitance 
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The  revised  symbols  become: 

A  =  R  +  sL  +  Z  tanh  (i  s/c)  (140) 

o  o  o  o 

B  =  R3  +  sL3  +  Z  tanh  (1 1  s/c)  (141) 

o 

C  =  R3  +  sL3  +  ZQtanh  (f2  s/c)  (142) 

D  =  1/sCj  (143) 

H  =  1/ sC2  (144) 


The  first  objective  of  the  solution  will  be,  typically,  the  formation 

of  a  ratio  of  two  polynomials,  e.  g.  ,  I  may  be  expressed  as 

R  Jj 

IRD  =  P(.)/Q(.)  (145) 

If  one  should  be  so  fortunate  as  to  be  able  to  factor  Q(s),  thus, 


Q(s)  =  (s+a3 )  (s+a2  )  .  .  .  (s+an)  (146) 

then  the  remainder  of  the  solution  becomes  simple;  one  merely  performs  a 
partial  fraction  expansion  of  the  ratio,  which  leads  into  an  easily  performed 
inverse  transformation.  Thus,  if 


(147) 

(148) 


Obviously,  our  great  difficulty  will  be  with  the  terms  containing 
the  form  tanh  u.  This  will  not  lead  to  an  algebraic  expression  unless  the  series 
expansion  of  the  form  is  introduced.  Then,  it  may  be  cut  off  after  sufficient 
terms  and  the  result  treated  as  a  polynomial.  That  sort  of  treatment  will  give 
reasonable  answers  if  the  series  has  converged  sufficiently  at  the  cut-off  point. 
In  our  case,  the  convergence  has  to  do  with  the  frequency  of  concern  and  with 
the  length  of  the  delay  line.  For  low  frequencies  and  short  delay  lines,  we  find 
early  convergence.  Roughly,  it  appears  that  at  least  the  7th  power  must  be 
included  if  any  delay  line  is  as  much  as  one  free  space  wavelength  long.  At  30 
MHz,  the  wavelength  is  5  meters,  or  above  33  Allison  units.  Since  there  is 
reason  to  believe  that  these  are  near  the  frequencies  of  interest,  an  early  cut¬ 
off  point  may  be  feasible.  If  a  computer  can  factor  the  polynomial,  the  solution 
will  be  that  much  easier.  (It  should  be  noted  that  most  of  the  roots  will  be 
complex  conjugate  pairs). 
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There  are  other  ways  of  performing  the  inverse  transformation  , 
but  these  are,  for  our  case,  equally  as  difficult,  if  not  more  so.  Let  us  at 
least  attempt  the  method  outlined  above;  if  satisfactory  results  are  not  pro¬ 
vided,  it  may  at  least  lead  to  better  methods  of  solution. 

Substitution  for  the  letter  symbols  should  be  performed  in  the 
current  and  voltage  expressions.  The  tanh  u  form  may  be  replaced  by 
sinhu/coshu.  Specifically,  let  us  set 


M.(s) 

Zq  tanh  (|. s/c)  =  T.(s)  =  (149) 

i' 

where 

M^(s)  =  Z^sinh  (iL s/c)  (150) 

N.(s)  =  cosh  (f^s/c)  (151) 

The  hyperbolic  forms  have  the  series  expansions 

sinh  u  =  u  +  u3  /3J  +  u5  /  5i  +  .  .  .  (1  52) 

cosh  u  =  1  +  u2  /2l  +  u4  / 4!  +  ...  (153) 

These  furnish  a  basis  for  the  formation  of  the  ratio  of  two  polynomials. 

Solution  2: 


We  collect  the  explicit  forms  of  the  letter  symbols, 
substitute  the  M  and  N  symbols,  and  begin  to 
attempt  the  isolation  of  the  polynomial  in  the  denom¬ 
inator. 


A  =  (N  R  +  sN  L  +  M  )/N 
o  o  o  o  o  o 

(154) 

B  =  (NiR3  +  sN!L3  +  MjJ/Nj 

(155) 

C  =  (N2  r3  +  sN2  l3  +  M2  )/N2 

(156) 

o 

CO 

rH 

ii 

Q 

(157) 

H  -  1  / sC2 

(158) 
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1 


AB  = 


=  N  N,R  R,  +  N  M,R  +  M  NjRj  +  M  Mj  +  s(N  N3R  L3  + 
o  o  o  o  o  o  o  o 


N  N.L  R,  +  N  L  Mj  +  M  M1L3)  +  s2  N  Nx  L  L3  I 
o  o  oo  o  ooj 


/N  Nj  (159) 
o 


AC  =  N  N,  R  R3  +  N  M2  R  +  M  N2  R  +  M  M2  +  s(N  N2  R  L3  + 

[o^o^oooso  oo 

N  N2  L  R3  +  N  L  M2  +  M  N2  L3)  +  s2  N  N2  L  L3  /N  N2  (160) 
oo  oo  o  oojo 

BC  =^N1R3N2R3  +  M2NiR3  +  MxN2  R3  +  M3 M2  +  s(N1N2R3L3  + 

N3 N2  L3R3  +  N3M2  Lj  +  M3 N2  L3)  +  s2  NjN2  L3L3j  /NXN2  (161) 

AH  =  NR  +  M  +  sN  L  /sC2  N  (162) 

L  o  o  o  o  oj  o 

• 

AD  =  NR+M+sNL  /sCjN  (163) 

o  o  o  o  o  o 

BH  =  NjRE  +  Mj  +  sNjL3  /sC2  Nx  (164) 

>  « 

CD  =  [  N2  R3  +  M2  +  sN2  L3]  /sC!N2  (165) 


AH  = 


AD  = 


L  +  M  +  sN  L  / sC2  N 
o  o  o  of  o 


:Ci  N 


(162) 


(163) 

(164) 


DH  =  1/s2  CiC2 


(165) 

(166) 


(168) 


C+H  =  [  N2  +  s(N2  R3C2  +  C2  M2  )  +  s2  C2  N2  L3]  / sC2  N2  (167) 

B+D  =  [  Nx  +  stNjRaCi  +  CjMj)  +  s2  Cj^Lj  J  /s^Nj  (168) 

D(C+H)  =  [  N2  +  s(N2  R3C2  +  C2  M2  )  +  s2  C2  N2  L3]  /s2  C3C2  N2  (169) 

H(B+D)  =  [  Ni  +  sf^RjCj  +  CjMx)  +  s2  C^L,]  /s2  CiC2  Nx  (170) 


L.  C.  D.  ,  £  AB  .  . .  DH  -  N  N|N2CjC2s* 

o 


L.  C.  D.  ,  1/s  (C+H)  =  s2  C2  N2 

L.  C.  D.  ,  1/s  (B+D)  =  s2  CjNj 


L.  C.  D.  ,  1  / s  D(C+H)  -  s3  C i  C2  N2 


(171) 


(172) 

(173) 


(174) 


L.  C.  D.  ,  1/s  H(B+D)  =  s3C1C2  Nx 


(175) 
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Calculate: 


I„„/V  ,  Multiply  ADJ  £  by  1 
RD  o 

I__/V  ,  Multiply  ADJ  £  by  1 
SD  o 

V1/V  ,  Multiply  ADJ  £  by  s 
V2  /  V  .  Multiply  ADJ  £  by  s 

ADJ  £  =  AB(N2  CiC2  s2  )  +  ACfNjCjCj  s2  )  +  BC(N  CjC2  s2  )  + 

AH(NjN2  Cjs)  +  AD(NjN2  C2  s)  +  BH(N  N2  C2  s)  + 

/s  /s 

CD(NoN1C2  s)  +  DH(NqN1N2  )  =  numerator  (176) 

Useful  Relations: 

cosh  x  cosh  y  cosh  z  ~  l/4^cosh  (x+y+z)  +  cosh  (x+y~z)  +  cosh  (x-y+z)  + 

cosh  (x-y-z)]  (177) 

sinh  a  cosh  x  cosh  y  =  1/4  £sinh  (a+x+y)  +  sinh  (a-x-y)  +  sinh  (a+x-y)  + 

sinh  (a-x+y)  j  (178) 

sinh  a  sinh  b  cosh  x  =  l/4^cosh  (a+b+x)  +  cosh  (a+b-x)  +  (-l)cosh  (a-b+x)+ 

(-l)cosh  (a-b-x)j  (179) 


AB(N2C1C2  s 2  )  = 


2  \  -  J 


s4  (^NjNz  RoR3C1C2  +  N^MjNzR^jCz  +  Mq  N2  N2R3  C3  C2  + 

M  MjN2CjC2  )  +  s3  (N  NjN2  R  L» Ci C2  +  N  N.N2  L  R3C!C2  + 
o  o  oJ  O  *  c  o  3  1  c 

NoM2N2LoC!C2  +  MqNiN2  L3CiC2  )  +  s4(N  NjN2  L  L3C!C2  )  (180) 


AC{N1C1CZ  s2 )  = 


2  \  -  -  2 


s  (N  NjN2  R  R3CxC2  +N  NjM2R  CjC2  +mn1n2r3c1c2  + 

O  O  O  O  o  j  i  t 

MoNiM2  CiC2  )  +  s3(NoNiN2  RoL3C!C2  +  NJMjNz  L^CjC;,  + 
NqN1M2LoC1C2  +  MqNj  N,.  L3Cj  C2  )  +  s4(NoNj  N2  L  L3C!C2  )  (181) 
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BC(N  Ci  C2  s2  )  =  s2  (N  NjN2  R?  CjCz  +  N  N3M2  RjCjCz  +  N  M,N2  RiCiCz  + 
o  o  o  o 

M1M1NoC1C2)+  s3(N  NjN2  RaLjCjCz  +  N  N,  N2  L3 R3 Cj C2 
+  N  NjM2  L3C1C2  +  N  M3N2  LaCjCz  )  +  s4  (N  N3N2  Lf  )  (182) 


AH(N3  N2  Cjs)  =  s(N  NjN2  R  C3  +  M  NjN2  C3)  +  s2  (N  NjN2  L  C,)  (183) 

O  O  O  O  o 

ADfNj N2  C2  s)  =  s(NoNiN2  RqC2  +  C2  )  +  s2  (NoNjN2  LqC2  )  (184) 

BH(N  N2  Cjs)  =  s(N  N3N2  RjCj  +  MjN  N2  Cx)  +  s2  (N  NjN2  LjCj)  (185) 


CDfN^NjCas)  =  s(NoN1N2R3C2  +  N  N3  M2  C2  )  +  s2  (N  Nj  N2  L3C2)  (186) 


DH(N  N,N2  )  =  N  N,N2 

o  o 


(187) 


ADJ  £  =  +  sTnNjNz  (R3C2  +  R3C3  +  RqC2  +  R^j)  M^N;,  (Cj+Cz  )  + 

j  +  s^NNjN, 


N  MjNzCj  +  N  NjMzCa  +  s' 


(L3C2  t  L3C1  +  L  C2  +  L  Cj  + 


R3  CiC2  +  R  RaCjCa  (2)  )  +  N  M3N2  (RsCjCz  +  R  CjCz  )  + 
o  o  o 

N  Nj  M2  (RaCjCa  +  R  CjCj,  )  +  N  Mj  M2  CXC2  +  M  N3N2  R3C1C2  (2)  + 


^MzCjCzj  +  s^N^Nz  (2R3L3C1C2  + 


M  M3N2  C3  C2  +  M 


2R  L3CjC2  +  2L  R3 C3  C2  )  +  N3N2  2L3C3C2  +  N  M3  N2  (L  C3C2  + 


LjCjCz  )  +  N  Nj  M2  (L  C3  C2  +  L3 C3 C2  ) j  +  s4^N  N3N2  (2L 
■]  ’ 


L3  C j  C2  + 


LjCjC*) 


(188) 


The  adjusted  summation,  ordered  in  powers  of  s,  represents 
a  polynomial  in  s  which  must  be  factored  in  order  to  locate  the 
poles  in  the  s -plane.  Once  the  factoring  is  completed,  the 
partial  fraction  expansion  can  be  performed.  Actually,  the 
summation  is  deceptive;  it  is  far  from  being  a  simple  4th 
order  polynomial  because  each  of  the  products,  N  N3N2  , 
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M  Nj  N2  #  etc.  ,  is  an  infinite  series  in  s.  What  must  be  done 
now  is  to  isolate  the  coefficients  of  the  powers  of  s  to  a  "satis¬ 
factory"  degree.  We  begin  this  task  by  exhibiting  the  hyperbolic 
identities  for  the  N,  M  triples.  It  is  noteworthy  that  these  are 
functions  of  sums  and  differences  of  the  adjustable  transmission 
line  lengths. 


Where: 


N  N,N2  = 
o  1  2 

l/4(Cha  s  +  Ch  3  s  +  Ch  y  s  +  Ch  6  s) 

(189) 

M  N,N2  = 
o 

Z  / 4(Sh as  +  Sh3s  +  Shys  +  Sh6s) 

0 

(190) 

N  M.N2  = 
o  1  2 

Z  /4(Sha  s  +  Sh  3  s  -  Sh  y  s  -  Sh  6  s) 

0 

(191) 

N  N,M2  = 
o  1  2 

Z  /4(Sha  s  -  Sh  3  s  +  Sh  y  s  -  Sh  6  s) 

0 

(192) 

N  M,M2  = 
o  1 

Z 2  /  4(Cha  s-Ch3s-v_  +  Ch  6  s) 

0 

(193) 

M  M,  N2  = 
o  1 

Z2  /4(Cha  s  +  Ch  3s-  Ch  y  s  -  Ch  6  s) 

0 

(194) 

M  N,  M2  = 
o  1 

Z2  / 4(Cha  s  -  Ch  3  s  +  Ch  y  s  -  Ch  6  s) 

0 

(195) 

Sh  =  sinh 

(196) 

Ch  =  cosh 

(197) 

a  =  (i  +f  j  +  i2  ) / c 

(198) 

3  =  (l°+l1-l2)/c 

(199) 

y  =  (f°-fi  +  f2  )/c 

(200) 

6  =  (l  -l  1  -f  2  )/c 

0 

(201) 

We  now  find  the  leading  terms  in  the  series  expansions  of  the  hyperbolic 
function  triple  products. 


N  NjN2 


1  +  1  / 2(t  2  +  Tj2  +  t2  2  )s2  +  1/24(6  t  2  Tj2  + 
o  o 

6  tq2t2  2  +  6  Tj 2  t2  2  +  tq4  +  Tj4  +  t2  4)s4  + 


M  N,N2 
o  1  2 

N  M,N2 
o  1  2 

N  N,M2 
o  1  2 

N  M,M2 
o  1 


Z  T  s  +  1/6Z  (T  3  +  3t  Tj  2  +  3  t  t2  2  )s3  +  . .  . 
oo  oo  o  o  c  ' 

z  Tj  S  +  1/6Z  (Tj  3  +  3  Tj  T  2  +  3Tj  T  2  )s3  +  .  .  . 
o  o  o 

Z  T2  S  +  1/6Z  (t2  3  +  3T2T  2  +  3T2T  2  )s3  +  .  .  . 
o  o  o 

Z  2  Tj  T2  S2  +  .  .  . 
o 


(202) 

(203) 

(204) 

(205) 

(206) 
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i 


M  N,  M2  =  Z  2  t  tj  s2  4-  .  . 
o  o  o 


where 


T  =  £  /C 

o  o 
Tl  =  £  1  /c 

T2  =  £  2  /  c 


(207) 

(208) 

(209) 

(210) 


Substitution  in  the  adjusted  summation  and  arrangement  by  powers 
of  s  yields, 


*1 

C,  +  s2  1 

°  J  L 


ADJ  £  =  1  4-  s  R3C2  4-  R3Cj  4-  R  C2  +  R  CJ+  s2  I  1/2(t  2  +  rx  2  +  t2  2  )  + 


Z  t  (Ci  4-  C2  )  4-  Z  Tj  Cj  +  Z  t2  C2  +  L3C2  4"  l3Cj  +  L  C2  t  L  C3  4 
o  o  o  o  o  o 


R3C1C2  4-  2R 


R3 C3  C2  4-  s3 
o 

aa  »» 


1/2(t  2  +  Tj  2  +  t2  '  )  (  R3C2  4-  R3C3  + 


RqC2  •+  R^Cj)  4-  Zqti  (R3CjC2  4-  RqCiC2  )  4-  Z^t2  (R3C3C2  4-  RqC1C2  )  + 

Zqto  2R3C1C2  4-  2R3 L3 C3  C2  4-  2RqL3C1C2  +  2LoR3C1C2  4-j 

s4  J  1/24  (6  t  2  Tj  2  4-  6r  2  r  2  4-  6  Tj  2  t2  2  4-t44-t144-t2  44- 
!  o  o  2  o 

1/6  Z  (  T  3  +  3T  Tj2  +  3T  T2  2  )  (Cj  4-  C2  )  4-  1/6  Z  (Tj3  +  3Tj  T  2  4- 
0000  o  o 

3  T1  T22  )  C3  4-  1/6  Z  (  T2  3  +  3  T  2  T  2  4-  3t2  Tj2  )  C2  4-  1/2  (x  2  +  n2  4-  T2  2  ) 

0  o  o 

(L3C2  4"  L3 C3  4"  LqC2  4"  LqCj  4"  R3  CjC2  4"  2R  R3G3C2  )  4"  Z  t3  "t2  C3C2  4" 

Z  2  t  t.  C 1  C  ’  4-  Z  2  t  CiC2  4"  Z  t  2L3  C  i  C2  4"  Z  t  1  (L  C  j  C2  4" 
o  o  1  1  *•  o  o  00  o  o  1  6 

L3Ci  C2  )  4-  ZQr2  (LqCj  C2  4-  L/3  C  j  C  2  )  4-  2LqL3  Cj  C2  4-  L3 2  Cj  C2j  4- 


(211) 


Only  the  first  five  terms  of  the  adjusted  summation  have  been 
computed  here.  It  is  not  difficult  to  see  that  the  coefficients 
of  the  still  higher  powers  of  s  will  become  exceedingly  long. 

It  would  be  inefficient  and  very  expensive  in  terms  of  labor 

and  time  to  work  these  out  without  the  aid  of  a  computer.  Further, 
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the  chances  for  introducing  errors  increase  rapidly  if  the 
expansion  and  rearrangement  are  carried  out  by  hand. 


The  reader  should  note  that  the  lengths  of  the  respective 
delay  lines  are  now  implicit  in  the  time  delay  factors, 
t  ,  t  i ,  and  Tz  ■  One  Allison  unit  corresponds  to  a  t  of 
0.°5  x  10  '  second.  (Thus,  Allison  intends  that  a  folded 
transmission  line  length  f  introduces  an  additional  length 
of  21  into  the  path  of  the  respective  "impulse".  ) 

It  is  interesting  (and  certainly  most  gratifying)  to  observe 
that  the  problem  reduces  exactly  to  the  First  High  Fre¬ 
quency  Approximation,  Section  I,  D,  3,  when  R  and  R3 
vanish  and  the  delay  line  lengths  (thus,  also  t  ,  Tj,  and  t 2  ) 
are  reduced  to  zero.  Even  these  first  few  terms  will  en¬ 
able  us  to  assess  the  effect  of  small  resistances  and  short 
lengths  of  delay  line,  and  adjustments  of  these  short  lengths, 
when  such  are  introduced  into  the  pure  reactance  idealization 
(Figure  16). 

While  these  first  five  terms  will  indicate  the  trend  of  the 
behavior  caused  by  the  delay  lines  and  the  adjustments  of 
these  lines,  they  are  insufficient  to  predict  accurately  the 
effect  of  long  delay  lines  operated  at  high  frequencies.  The 
infinite  series  converges  too  slowly  for  this  latter  case  and 
powers  as  high  as  10  or  12  may  be  needed  to  study  the  fre¬ 
quency  range  of  interest.  Again,  the  necessity  for  a  computer 
solution  is  obvious. 

The  next  step  in  the  solution  of  the  problem  consists  of 
factoring  the  polynomial  formed  by  cutting  off  the  infinite 
series  in  s.  Assuming  that  a  computer  can  factor  the  poly¬ 
nomial,  it  is  suggested  that  each  polynomial  of  successive 
higher  power  be  factored;  examination  of  the  factors  will 
enable  one  to  judge  when  the  degree  of  convergence  is  ade¬ 
quate. 

Let  us  begin  the  solution  "by  hand"  by  factoring  the  4th 
order  polynomial  which  has  been  generated  thus  far.  Since 
it  is  not  convenient  to  work  with  the  general  form,  we  will 
substitute  typical  values  for  the  parameters.  One  cannot 
hope  to  obtain  a  useful  solut.  >n  from  these  few  terms,  but 
the  trends  of  the  main  solution  may  appear. 

Typical  values  for  the  parameters  are  as  follows: 

R  =  R3  =  1  Ohm 
o  J 


(212) 
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-6 

L  =  L»  =  2  x  10  Henry 

0 

(213) 

Cj  =  C2  =  5  x  10-12  Farad 

(214) 

Z  =  500  Ohms 

(215) 

o 


The  capacitors  C!  and  C2  are  being  set  equal  here  for 
ease  of  solution.  The  major  area  of  interest  at  this 
moment  is  the  effect  of  delay  line  length.  Let  us  sub¬ 
stitute  the  above  values  to  see  what  form  results.  The 
case  Cj  4  C2  may  and  should  be  investigated  separately. 

Substitution  yields, 

ADJ  2  =  1  +  s  ^20  x  10‘12]  +  s2  £  1  /2(tq2  +  TiZ  +  t22  )  +  25  x  10“10(2  tq  +  t1  +  t2  )  + 

40  x  10“18]  +  a3[lO’11(To2  +  ti2  +  t2  2  )  +  25  x  10'2  1  (tq  +  Tj  +  T2  )  + 

3  x  10“2  ®]+  s4£  1/24  (6  t^Tj2  +  6To2t22  +  6  ^  2  t2  2  +  rQ4  +  Ti*  +  Tz  4)  + 

25/6  x  10"10(2  tq3  +  T!3  +  t2  3  +  6  ToT!2  +  6tot2  2  +  3titq2  +  3  Ti  T2  2  + 

3T2T02  +  3t2t12  )  +  20  x  10‘18(To2  +  Tj2  +  t2  2  )  +  625  x  10"20  (  ^  t2  + 

T  T1  +  T  T2  )  +  5  x  10"2  6  (T  +  T  +  r  )  +  3  x  10’341+  .  .  .  (216) 

00  o  J 

This  simplifies  the  expression  to  the  point  where  at  least  one 
qualitative  observation  is  possible.  The  lead  wire  delay  seems 
to  be  at  least  as  effective  as  the  reference  delay  ^  and  the 
sample  delay  t2  in  determining  the  roots  of  the  polynomial 
(and,  therefore,  the  characteristic  frequencies  of  the  solution). 

The  quantitative  effects  still  are  far  from  obvious  and  a  con¬ 
tinuing  reduction  is  indicated.  A  program  for  this  reduction 
might  be  as  follows: 

(1)  Establish  the  polynomial  for  T0  =  Ti  =  Tz  =  0*  In  this 
form  it  will  be,  exactly,  a  closed  polynomial  because  the 
remainder  of  the  series  expansion  is  non-zero  only  for  non¬ 
zero  values  of  t  and/or  ti  and/or  t2  . 

o 

(2)  Set  t  =  0  (no  delay  in  the  lead  wire)  and  examine  the 
effect  of  Poken  values  of  ^  and  t2  .  A  convenient  value  would 
be  that  resulting  from  =  f2  =  30  cm.  (2  Allison  units); 
thus,  Tj  =  t2  =  10"9  sec.  The  frequency  for  which  30  cm. 
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is  a  quarter -wavelength  is  250  Mcps;  consequently, 
the  convergence  of  the  series  should  give  reasonable 
validity  to  the  results  for  the  50  Mcps  vicinity. 


(3) 

Set  r 

o 

ii 

o 

Tl  = 

0, 

r  2  =  10"9sec. 

(4) 

Set  t 

o 

=  Tx 

=  T2 

+ 

10  9  sec. 

(5) 

Set  t 

o 

=  o, 

Tl  = 

T2 

+  2x10  9  sec. 

(6) 

Set  t 

o 

=  0, 

Tl  = 

0, 

t  =  2x10  9sec 

(7) 

Set  r 

o 

=  Tj 

=  T  2 

= 

2x10  9sec. 

(8) 

And  so 

on. 

The  resulting  4th  order  polynomials  will  show  both  the 
effectiveness  of  delay  line  variations  and  the  effect 
upon  the  roots.  Some  extrapolation  might  be  possible 
without  extending  the  series.  Again,  the  labor  involved 
would  seem  to  warrant  the  assistance  of  a  computer. 
Graphical  display  would  be  a  pole -zero  diagram. 

Substitution  of  the  various  delay  line  lengths  yields  the 
following  set  of  polynomials.  The  first  is  closed;  the 
rest  are  the  five  leading  terms  of  an  infinite  series. 

Note  that  a  change  in  scale  has  been  employed,  viz.  , 

10"9s  =  m,  in  order  to  avoid  the  unwieldy  exponents. 
Factorization  of  these  expressions  will  yield  the  poles 
of  the  current  or  voltage  equations,  which,  in  turn, 
give  the  characteristic  frequencies  of  the  system.  It 
can  be  seen  even  now  that  these  characteristic  frequencies 
change  substantially  as  the  delay  line  lengths  are  changed. 


T  T1  T2 
o  c 

(in  units  of  10  9sec.  ) 


0 

0 

0 

Q(m) 

= 

1 

+ 

0.  02m  +  40  m2 

+ 

0.  3  m3  +  300  m4 

0 

0 

1 

Q(m) 

= 

1 

+ 

0.  02m  +  43  m2 

+ 

0.  325  m3  +  370.  46  m4  +  .  . 

0 

1 

1 

Q(m) 

- 

1 

+ 

0.  02m  +  46  m2 

+ 

0.  370  m3  +  449.  92  m4  +  . . 

1 

1 

1 

Q(m) 

= 

1 

+ 

0.  02m  +  51.  5  m2 

+  0.  405  m3  +  541.  292  m4  ■ 

0 

0 

2 

Q(m) 

- 

1 

+ 

0.  02m  +  47  m2 

+ 

0.  390  m3  +  484  m4  +  .  .  . 

0 

2 

2 

Q(m) 

= 

1 

+ 

0.  02m  +  54  m2 

+ 

0.  480  m3  +  717.  0  m4  +  .  .  . 

2 

2 

2 

Q(m) 

= 

1 

+ 

0.  02  m  +  66  m2 

+ 

0.  570  m3  +  1022.  33  m4  + 

(217) 

(218) 
(219) 

.  .  .  (220) 
(221) 
(222) 

.  .(223) 


54 


SCALE  CHANGE  10 


m 


(224) 


9  ,  _ 


Consequently,  in  the  first  moments  after  the  initiation 
of  the  impulse,  there  will  be  corresponding  variation." 
in  the  rise  times  of  the  voltage  and  current  waveforms 
at  the  solenoids. 

At  this  point,  there  no  longer  is  any  question  about 
the  need  for  computer  assistance,  even  in  the  case 
of  numerical  solutions  for  these  simple  polynomials. 

We  will  defer  the  remainder  of  the  numerical  work  to 
Section  I,  F  :  let  us,  however,  deal  with  the  first 
polynomial,  (t  ,  tj,  t2  )  =  (0,0,0),  in  an  approximate 
yet  rather  accurate  way  so  that  the  reader  may  gain  a 
feeling  for  the  magnitudes  of  the  numerical  values. 

It  can  be  seen  by  inspection  that  the  first  power  and  the 
cubic  terms  are  small  enough  in  comparison  with  the 
rest  that  they  might  be  neglected  in  a  first  attempt  to 
obtain  the  roots.  The  approximate  polynomial  which 
remains  factors  into 

(1  +  10m2  )  (1  +  30m2  ) 


whence 


m  =  ±i  1/Vl0,  ±  i  l/YJo 

and  thus, 

s  =  ±  i  109  /VTo,  ±  i  109  /V30 

Since  s  =  cr  +  iw,  we  see  that  a  pair  of  characteristic 
frequencies  are  predicted: 

w  =  109/Vi(h  109/V30  radians  per  second 
or 

f  =  1/Zir  109/VTo,  1/2tt  lo’/V^O  hertz. 

These  yield 


and 


fi=  50.  4  Megahertz 


f2=  29.  1  Megahertz 
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(225) 

(226) 

(227) 

(228) 

(229) 

(2  30) 

(231) 


*. 


W 
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The  current  and  voltage  rise  times  will  be  of  the  order 
of  fractional  periods  of  these  frequencies.  We  must 
now  obtain  the  remainder  of  the  expressions  that  are 
necessary  to  give  a  complete  solution  to  the  problem. 

Recall  that  the  problem  begins  by  forming  an  expres¬ 
sion,  typically, 

IRD  =  P(s)/Q(s)  (2  32) 

The  adjusted  summation  (ADJ  £)  is  the  Q(s)  expression 
for  currents  Irq  and  Igjy  This  same  adjusted  summation, 
when  multiplied  by  s  is  the  Q(s)  expression  for  the  voltages 
Vj  and  V2.  It  remains  to  find  the  explicit  forms  of  the  P(s) 
expressions  for  the  currents  and  the  voltages.  These  are 
readily  available  from  the  earlier  expressions.  Thus, 


for  IRD,  P(s)  =  V^NjCa  [  N2  +  s(N2  R3C2  +  C2  M2  )  +  s2  C2  N2  L3]  (233) 

for  ISD,  P(s)  =  VoNqN2  C2  [  Nj  +  s(N1R3C1  +  CjMj)  +  s2  CjNjL^  (234) 

for  Vj ,  P(s)  =  VoNoNj[n2  +s(N2R3C2  +  C2  M2  )  +  s2  C2  N2  L3]  (235) 

for  V2  ,  P(s)  =  VoNqN2  [  Nj  +  s(N1R3C1  +  CjMj)  +  s2  CjNjLj] 


(236) 


Finally,  we  may  summarize  the  complete  solutions  in 
P(s)/Q(s)  form,  giving  the  normalized  forms  of  the  current 
and  voltage  expressions. 

!rD/Vo  =  N0NiCi  [n2  +  s(N2R3C2  +  C2  M2  )  +  s2  C2  N2  L3]  /ADJ  S  (237) 
^D^o  =  NoN2  °2  [  Nl  +  s<NiR3C1  +  CjMj)  +  s2  C3  Nj  L3]  /ADJ  £  (238) 


Vl  /V0=  NoNi[N*  +  s(Nz  R3°2  +  c2  M2  )  +  s2  C2  N2  L3]  /s  [ADJ  (239) 

V2 /Vo  =  NoN2  [  Nl  +  s(NiR3Ci  +  CjMj)  +  s2  CjNjLa]  /s[aDJ  s]  (240) 

Let  us  now  review  in  specific  detail  the  method  of  solving 
for,  say,  V1  (t)/V  .  We  begin  with  the  V1(s)/V  form  as 
given  immediately  above.  That  expression  can  Be  arranged 
in  the  form 


Vi  (s)/V 

o 


S (1  +  s  +  a2  s2  +  .  .  .  +  a  sn) 

n 


(241) 
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where  the  infinite  senes  in  the  denominator  has  been 
cut  off  after  the  nth  term.  Next,  one  may  divide  num¬ 
erator  and  denominator  by  the  coefficient  a  to  obtain 

1  n 

the  more  suitable  form 


V,(s)/Vo  = 


1/a  Fn  N,N,  +  s(N  N,N2  R3C2  +  N  N,M2  C2  )  +  s2  N  N2N2  C2  Ljl 

n  L  o  o  o  o  J 


,  n  ,  n-l  ,  4 

sis  +b  s  +  . . .  +  b  ) 
n-i  o 


where 


b  =  a  /a 
n-i  n-i  n 


(243) 


b  =  1/a 
o  n 


(244) 


Vi  <s)/Vo  = 


The  denominator  is  factored,  thus 

1/an(NoNl  Nz  +  s<N0NiN2  R3 C2  +  NN,  M2  C2 )  +  s2  N  Nt  N2  C2  L3] 


(s+o)(s+d!  )(s+d2  )  . .  .  (s+dn) 


Now,  one  forms 


K  = 


Vj  (s)/V  =  K  /s+o  +  Kj/s+di  +  K2  /s+d2  +  ...  K  /s+d  (246) 

o  o  n  n 

where 

1/an[NoNlN2  +  8 (NqNj N2  R3C2  +  NoNlM2  C2  )  +  s2  N^Nz  C2  L3j 


(8+d2)  (s+d2  )  . . .  (s+dn) 


(247) 

B=0 


and 


K, 


l/an  [noN!N2  +  s(NqNiN2  R3C2  +  NqNiM2  C2  )  +  s2  N^jN,  C2  L3] 


s(s+d2  )  . . .  (s+dn) 


Kj 


l/an  [NqNiN2  +  sfNN^  R3C2  +  N^M*  C2  )  +  s2  NoNjN2  C2  L3] 


s(s+d1 )  (s+d3 )  .  .  .  (s+dn) 


248) 

M-d! 


(249) 

s=-d2 


(242) 


(245) 


57 


K  = 


l/an[NQN1N2  +  s(NqN1N2  RjC2  +  C2  )  +  s2  NqN3N2  C2  L3| 


n 


sfs+d!)  {s+d2  )  . .  .  (8+dn.1) 


(250) 
s=  -dn 


While  it  is  quite  easy,  though  perhaps  laborious  to 
evaluate  the  K's,  the  major  task  is  encountered  in 
the  factoring  of  the  denominator.  Since  the  coeffi¬ 
cient  Kq  is  remarkably  easy  to  evaluate,  let  us  do 
so  to  guide  the  remainder  of  the  work. 


For  s  =  0 

N  (0)  =  cosh<0)  = 
o 

Nj(0)  =  cosh  (0)  = 
N2  (0)  =  cosh  (0)  = 
so  that 

but 

whence 


1 

1 

1 

1/a 

K  =  — - IL— 

o  dj  a2  ...  a 

n 

dj d2  ...  d  —  1/a 
n  n 

K  =  1 
o 


(251) 

(252) 

(253) 

(254) 

(255) 

(256) 

(257) 


To  continue  the  solution  of  the  partial  fraction  expan¬ 
sion,  one  make 8  use  of  the  transform  pair 


f(t) 

F(s) 

-dt 

1 

e 

s+d 

obtaining  therewith  the  explicit  solution 


Vi(t)/Vo  =  HK1e'dltrK2e'djt+.,,+Kne’dnt  (258) 

where  we  have  used  the  previous  evaluation  of  K  ,  and  the  fact 
that  e"0  equals  unity.  ° 


It  is  reassuring  to  see  that  this  expression  predicts  the 
correct  answer  for  the  circuit  of  Figure  15  as  time  t 
approaches  an  infinite  value.  Voltage  V3  does  indeed 
approach  the  step  function  value  VQ  for  this  limit. 

Once  the  last  expression  is  evaluated  numerically,  it 
will  be  seen  that  the  K's  and  d's  come  in  complex  conjugate 
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pairs.  It  will  be  possible  to  combine  these  pairs  to  form 
sine  and/or  cosine  functions,  and  this  should  be  done.  The 
real  parts  of  the  exponential  functions  will  give  exponential 
damping  coefficients  to  the  sinusoidal  variations. 

It  is  conjectured  that  the  best  approach  to  a  realistic 
solution  is  to  repeat  the  solution  for  ever  increasing 
polynomial  orders  until  the  answers  begin  to  show  only 
minor  differences  from  the  previous  answers;  that  may 
be  the  best  assurance  of  convergence. 


6.  Concluding  Remarks 

Circuit  Model  III  is  the  best  representation  of  the  Allison  effect  equip¬ 
ment  for  frequencies  lying  below  the  (approximately)  50  megahertz  limit. 
Energy  considerations  lead  one  to  think  that  the  effect  can  be  explained  in 
terms  of  such  frequencies. 

The  solution  of  the  circuit  is  given;  however,  computer  assistance 
will  be  required  if  the  detailed  steps  are  to  yield  the  numerical  results  which 
are  necessary  for  the  construction  of  the  desired  graphs  of  the  time -varying 
voltages  and  currents. 

It  is  recommended  that  the  solutions  to  the  low  frequency  approxima¬ 
tion  (Section  I,  D,  2)  and  the  second  high  frequency  approximation  (Section  I, 

D,  5)  be  carried  out  in  this  manner.  The  exact  solution  (Section  I,  D,  4)  is  so 
complex,  that  even  a  computer  solution  seems  a  major  undertaking.  It  is  felt 
that  the  two  approximations  can  be  joined  in  a  logical  way  to  yield  a  result  that 
is  almost  as  accurate  as  that  which  would  be  given  by  an  exact  solution. 


E.  ADDITIONAL  THEORETICAL  CONSIDERATIONS 

1.  Sensitivity  of  the  Allison  Effect  to  Nuclear  Type  Properties 

One  is  forced  by  the  experimental  evidence  documented  in  the  litera¬ 
ture  to  include  some  property  or  properties  of  the  nucleus  in  the  final  explana¬ 
tion  of  the  Allison  effect.  The  specific  experimental  evidence  is  contained  in 
^he  y^rk  done  by  various  investigators  on  isotopes 


The  properties  of  the  nucleus  which  might  have  some  direct  effect  in 
the  Allison  experiment  are  the  mass,  the  magnetic  moment,  and  the  electric 
quadrupole  moment.  Each  of  these  properties  produces  a  bulh.  effect  in  the 
materials  containing  the  nuclei,  and  this  bulk  effect  enters  intr.  the  circuit 
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properties.  Microwave  gyrators,  Faraday  rotators,  isolators,  and  circulators 
are  concrete  examples  of  the  practical  application  of  the  magnetic  moment  of 
the  electron.  The  magnetic  moment  of  the  nucleus  could  cause  similar  effects 
in  principle,  although  the  radio  frequencies  would  be  considerably  lower  due  to 
the  larger  mass  of  the  nucleus.  All  the  magneto-optic  effects  and  the  electro¬ 
optic  effects  are  associated  with  transitions  between  energy  levels  of  atoms  and 
molecules.  Since  these  energy  levels  are  affected  by  interactions  with  the 
magnetic  moment,  the  electric  quadrupole  moment,  and  with  combined  effects 
of  these  moments,  and,  since,  for  a  given  element,  these  moments  vary  with 
the  isotopes,  one  may  expect  differences  in  the  magneto -optic  and  the  electro¬ 
optic  behavior  of  materials  composed  of  various  isotopes.  All  the  known  effects 
should  be  given  some  attention  in  the  light  of  the  small  variations  caused  by  the 
nuclear  properties. 

The  magnetic  moment  and  the  electric  quadrupole  moment  of  the  nucleus 
would  relate  to  the  electric  circuit  used  in  the  Allison  experiments  through  their 
effect  on  the  bulk  susceptibility  of  the  liquid  media  used  in  the  cells.  They  do 
affect  the  bulk  susceptibility  or  susceptibilities  which,  in  turn,  determine  the 
permeability  and  permittivity.  These  latter  are  responsible  for  the  inductive 
and  capacitive,  properties  of  the  circuit  elements  involved. 

The  major  reason  why  these  nuclear  properties  evoke  interest  is  that 
they  introduce  exceedingly  sharp  resonances  in  certain  electrical  circuits. 
Nuclear  magnetic  resonance  (NMR)  experiments  and  electric  quadrupole  reso¬ 
nance  experiments  are  familiar  because  of  their  widespread  use  in  chemical 
analysis  and  physical  research.  If  the  reader  is  unfamiliar  with  the  technique 
and  theory,  he  may  find  it  interesting  to  read  a  review  such  as  is  given  by 
Andrew^. 


If  these  nuclear  properties  were  active  in  the  Allison  effect,  they 
would  provide  a  basis  for  the  reported  identification  of  isotopes.  As  was  men¬ 
tioned  earlier  in  this  paragraph,  the  nucleus  must  somehow  be  involved.  Un¬ 
fortunately,  the  case  for  NMR  and  quadrupole  effects  is  extremely  weak,  to 
the  point,  in  fact,  where  they  may  be  discarded  from  our  considerations,  if  we 
are  to  accept  the  experimental  evidence  of  the  observers  (referenced  in  this 
paragraph)  who  attributed  certain  minima  in  the  Allison  effect  experiments  to 
the  presence  of  isotopes. 

The  specific  reason  for  discarding  the  possibility  that  NMR  (  or  quad¬ 
rupole)  effects  are  active  in  the  Allison  experiments  is  that  the  nucleus  does 
not  possess  any  observable  magnetic  moment  or  electric  quadrupole  moment 
if  it  contains  both  an  even  number  of  protons  and  an  even  number  of  neutrons.  In 
the  Allison  effect  experiments,  different  minima  positions  are  reported  for 
isotopes  of  a  given  element  where  these  isotopes  do  not  possess  a  magnetic 
moment  (nuclear)  or  a  nuclear  electric  quadrupole  moment.  Specifically,  to 
document  this  statement,  one  might  consider  the  work  of  Bishop,  Lawrenz,  and 
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Dollins  on  lead  isotopes  .  Lead,  atomic  number  82,  has  an  even  number  of 
protons,  viz.  ,  82.  The  above  investigators  report  different  minima  positions 
for  isotopes  of  mass  number  202,  204,  206,  208,  210,  212,  214,  and  216;  all 
of  these  have  an  even  number  of  neutrons  as  well  as  an  even  number  of  protons 
and  would  not  possess  net  nuclear  moments. 

The  same  case  may  be  made  for  radium,  uranium,  and  other  elements. 
The  conclusion  to  be  drawn  here  is  that  the  isotope  discrimination  in  the  Allison 
effect  most  likely  is  due  to  mass. 

2.  Concentration  Sensitivity  of  the  Allison  Effect 

The  extreme  sensitivity  claimed  for  the  Allison  effect  is  one  charac¬ 
teristic  which  often  is  viewed  with  disbelief.  It  should  be  made  a  matter  of 
record  in  this  report  that  there  are  numerous  other  areas  of  experimental 
science  where  a  small  concentration  of  active  centers  causes  an  unusually 
large  bulk  effect;  there  is  ample  precedence  for  the  detection  of  weak  con¬ 
centrations  by  relatively  simple  apparatus. 

One  such  area  is  that  of  semiconductor  materials.  It  is  well  known 
that  the  smallest  trace  of  an  impurity  will  cause  a  drastic  change  in  the  bulk 
conductivity  of  an  intrinsic  semiconductor.  The  presence  of  1 : 1 0 10  of  a  donor 
or  acceptor  impurity  is  detectable  easily.  A  knowledge  of  the  ultimate  sensi¬ 
tivity  is  limited  experimentally  by  the  inability  of  technology  to  produce  a 
completely  "pure"  specimen  of  the  intrinsic  material. 

In  electron  spin  resonance  work,  where  the  presence  of  active  centers 
is  detected  by  a  radio  frequency  circuit,  one  can,  for  example,  detect  the  gen¬ 
eration  of  broken  bonds  caused  by  light  irradiation  of  a  material  to  a  sensitivity 
of  1:1 011.  In  fact,  this  type  of  apparatus  will  detect  the  presence  of  burning 
tobacco  somewhere  in  the  same  room  by  means  of  the  free  radicals  produced 
in  the  charring  process. 

Earlier  investigators  attributed  the  Allison  effect  to  a  time  delay  in 
the  Faraday  magneto-optic  effect.  Currently,  however,  there  is  cause  for 
reconsideration  of  this  early  opinion.  If,  nevertheless,  it  develops  that  the 
Faraday  effect  does  enter  in  some  subtle  way,  it  certainly  can  be  demonstrated 
by  means  of  a  theoretical  model  that  a  small  concentration  of  active  centers 
can  produce  a  significant  Faraday  rotation.  The  classical  theory  of  the  Faraday 
magneto-optic,  effect  relates  this  bulk  effect  to  the  density  of  active  centers  by 
the  following  expression: 

6  =  -  [Nq3BQ  HI  (K+l)2  m2  C  £  q]  [  1  /( coq — co)] 2  (259) 

(the  angular  rotation  in  radians) 
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-p- — f 


where : 


■* 


N  =  density  of  the  charges,  molecules  per  cubic  meter 
q  =  charge  of  an  electron 

B  =  magnetic  flux  density  in  webers  per  square  meter 

I  =  length  of  path  in  meters 

K  =  ratio,  gj  /gj 
o 

m  =  mass  of  an  electron 

C  =  velocity  of  light  in  meters  per  second 
£  =  permittivity  of  free  space  in  Farads  per  meter 
gj  =  resonant  angular  frequency  associated  with  the  active  center 
gj  =  angular  frequency  of  the  illuminating  light 

Large  angles  of  rotation  are  predicted  (and  found  in  experimental  work) 
for  light  frequencies,  gj,  which  are  in  the  close  vicinity  of  some  natural  resonance 
associated  with  the  active  centers.  This  latter  resonance  is  characterized  by  an 
absorption  line  centered  at  frequency  gjq.  The  greatest  effect  is  obtained,  of 
course,  when  the  illuminating  spectral  line  is  very  narrow  and  the  absorption 
line  also  is  very  narrow;  the  difference  (gj  -gj)  can  be  very  small  under  those 
circumstances. 


3.  Resolution  of  Minima 


a.  Importance  of  the  Light  Frequency  Used  in  the  Experiment 

The  possibility  of  using  a  more  stable  light  source  for  the  Allison 
effect  experiment,  for  example,  high  intensity  Mercury  vapor  or  Xenon  lamps, 
has  been  considered.  It  is  completely  and  inescapably  logical  that  a  minimum 
would  be  smeared  over  an  increment  of  trolley  displacement,  depending  on  the 
breadth  of  the  spectral  line  illuminating  the  sample.  A  very  narrow  spectral 
line,  such  as  is  available  from  a  continuous  wave  laser  emission,  would  be  the 
best  possible  source  for  the  light.  The  basis  for  this  assertion  is  Allison's 
work*5  concerning  the  effect  of  wave  length  on  the  position  of  the  minimum  for 
a  particular  substance.  In  the  paper  referred  to,  Allison  shows  that  the  posi¬ 
tion  of  the  minimum,  in  the  case  of  Xylene  (C8H10),  for  example,  shifts  100 
centimeters  when  the  light  frequency  is  changed  by  approximately  140oX. 

The  significance  of  this  is  that  a  spectral  source  only  14jS  wide  would 
smear  the  minimum  over  a  J  centimeter  range  of  trolley  adjustment;  it  is 
doubtful  that  good  results  could  be  obtained  under  these  circumstances.  Now, 
a  high  pressure  mercury  arc  or  Xenon  arc  has  a  very  broad  spectrum,  con¬ 
siderably  broader  than  14j&,  so  that  such  sources  could  not  be  used  directly. 
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A 


It  might  be  possible  to  utilize  one  of  the  modern  interference  filters,  but  even 
here  a  transmission  band  is  quite  an  achievement  and  obtainable  only  at  a 
great  loss  in  intensity.  Compare  this  to  the  typical  line  width  of  0.  OzX  to  0.  lX 
for  spectral  lines  normally  used  in  the  Allison  effect  experiments. 

One  answer  to  the  problem  is  the  laser,  which  has  a  line  width  that 
is  orders  of  magnitude  below  that  of  the  spectral  line  now  in  use.  Incomparable 
resolution  would  be  obtained;  it  is  possible,  even,  that  an  enhancement  of  the 
minimum  would  result  from  the  elimination  of  the  dispersion  that  now  is  present. 
The  extraordinarily  high  intensity  of  the  laser  beam  is  a  well  known  fact;  a 
further  advantage  is  the  possibility  of  modulating  the  laser  beam  with  a  sub- 
carrier  frequency.  This  would  permit  the  use  of  phase  detection  which,  in 
turn,  would  improve  the  sensitivity  of  the  detector  by  orders  of  magnitude  be¬ 
yond  that  of  the  d.  c.  method  now  in  use. 


b.  Significance  of  Phase  Displacement  vs.  Resolution 

26 

It  has  often  been  observed  in  the  literature,  sometimes  implicitly  , 
that  the  approximately  3  mm  resolution  of  a  minimum  in  the  Allison  effect  exper¬ 
iment  requires  a  rise  time  of  the  order  of  10"11  second.  One  interpretation  of 
this  figure  is  that  frequency  components  of  the  order  of  10  gigahertz  should  be 
present  in  the  impulse  that  travels  along  a  conductor.  This  observation  is  based 
upon  the  natural  law 


AuAt  =  1  (260) 

There  is  another  way  of  looking  upon  this  experiment,  one  which  would 
predict  much  lower  frequency  components.  The  apparatus  is  to  be  thought  of  as 
a  phase  comparator;  that  is,  we  seek  to  discriminate  between  the  phases  of  the 
two  signals  incident  upon  the  two  solenoids,  the  relative  adjustment  of  the  two 
phase  angles  being  affected  by  a  shift  in  trolley  position.  In  this  case,  the  appli¬ 
cable  formula 


6  =  pi  (261) 

which  gives  phase  angle  0  in  terms  of  the  transmission  line  phase  shift  constant 
3  and  the  displacement  along  the  transmission  line  l ,  allows  us  to  relate  an 
incremental  phase  difference  to  an  incremental  relative  displacement.  Thus, 

A  6  =  0Ai 

The  phase  constant  of  the  transmission  line  is 

U  2lTf 


(262) 

(263) 
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Accordingly,  we  may  write 


(264) 


CA  6/ 

2ttA* 

Now,  the  A  f  is  of  the  order  of  1  cm;  if  we  could  arrive  at  a  number  for  A  6,  we 
could  calculate  the  frequency  that  would  give  us  this  degree  of  resolution.  After 
some  thought,  it  appears  that  the  signal  to  noise  ratio  (S/N)  of  a  phase  detector 
is  the  determining  factor.  Conventional  phase  detectors  are  able  to  resolve  1 
milliradian  without  difficulty.  If  we  use  this  number,  we  find  that  a  frequency 
of  about  5  megahertz  is  sufficient  to  permit  minima  resolution  of  1  cm.  A 
resolution  of  3  mm  would  require  a  corresponding  frequency  of  15  megahertz. 
Now  the  Allison  effect  apparatus  might  be  thought  of  as  a  phase  detector;  the 
problem  is  that  of  ariving  at  a  realistic  value  for  the  S/N  ratio,  for  this  will 
give  us  the  minimum  A0.  Until  we  know  more  about  the  applicable  phenomenon, 
we  cannot  tell  which  part  of  the  impulse  is  signal  and  which  part  is  noise.  If 
the  basic  frequency  of  the  exponentially  damped  oscillation  were  indeed  the 
signal,  then  a  1  milliradian  phase  resolution  might  be  realistic.  On  the  other 
hand,  if  some  minor  component  in  the  frequency  spectrum  of  the  burst  were 
responsible  for  the  effect,  then  the  noise  wc  uld  be  considerable.  At  any  rate, 
with  this  point  of  view,  it  would  be  possible  to  justify  a  displacement  resolution 
for  relatively  low  radio  frequency  values  of  relatively  long  rise  times. 


4.  Light  Modulation  Effects 

Every  facet  of  the  Allison  effect  experiment  should  be  explored  in  our 
search  for  a  possible  explanation.  Accordingly,  it  should  be  pointed  out  that 
the  Allison  effect  apparatus  is, intentionally  or  unintentionally,  a  light  modulator. 
Carbon  hisuifide,  for  example,  is  an  excellent  medium  for  this  purpose;  it 
possesses  both  strong  electro-optic  and  magneto-optic  properties,  and  indeed 
has  been  used  in  successful  light  modula,tprs  driven  by  radio  frequencies  of  all 
values  including  microwave  frequencies  .  Thus,  both  the  Kerr  effect  and  the 
Faraday  effect  are  possible  mechanisms  here.  In  considering  these  effects, 
the  investigator  is  cautioned  not  to  idealize  the  symmetry  of  the  interaction 
cells;  small  components  of  the  main  fields  could  be  capable  of  producing  an 
observable  effect.  This  is  true  especially  for  the  Kerr  effect.  The  crossed 
polarizers  (also  other  orientations)  and  the  interaction  cells  are  elements  of 
light  modulators.  In  the  case  of  the  Allison  experiment,  there  are  two  modula¬ 
tors  in  cascade.  It  is  quite  possible  that  light  beats  could  take  place  that  were 
visible  to  the  human  eye.  The  eye  can  discriminate  against  a  very  poor  S/N 
ratio  and  can  pick  out  a  minor  detail  against  a  background  that  totally  would 
confuse  an  electronic  detector.  It  is  interesting  to  note  that  the  cascaded  mod¬ 
ulators  would  respond  to  a  phase  difference  produced  by  a  displacement  of 
modulator  cells  as  well  as  a  phase  difference  produced  by  a  trolley  displacement. 
In  considering  the  possibility  of  modulation,  it  should  not  be  forgotten  that  light 
modulation  can  be  produced  by  absorption  modulation  as  well  as  electro -optic  or 
magneto-optic  modulation. 
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5.  B  and  E  as  a  Function  of  Time 

The  explicit  solutions  for  B  and  E  have  not  been  developed;  however, 
the  solutions  are  given  implicitly  by  the  solenoid  current  expressions  of  Circuit 
Model  II. 

First  One  forms  the  expression  for  the  magnetic  vector  potential  A 

by  substituting  the  solenoid  current  expression  in  the  formula 

A  =(fj/4Tr)$Idi_/r  (265) 

where  p  is  the  permeability  of  the  medium  in  the  cell  and  r  is 
the  radial  distance  from  the  current  element  Idf  on  the  solenoid 
to  the  point  in  the  cell  at  which  the  vector  A  is  being  evaluated. 

The  line  integral  will  be  over  the  length  of  the  solenoid;  the 
external  leads  make  only  a  negligible  contribution. 

Second  Having  A,  one  can  immediately  find  the  B  vector  from  the  well- 

known  relation 

B  =  vxA  (266) 

Third  Having  B,  one  can  find  the  E  vector  from  Maxwell’s  equation 

Vx(B/p)  =  £  eE  (267) 

The  vector  solutions  of  the  wave  shapes  of  the  transient  solution  will 
contain  the  magnitude  and  the  direction  of  the  specific  field  intensity.  The  helical 
geometry  of  the  solenoid  is  taken  into  account  by  the  line  integral  of  the  A  vector 
expression.  The  proximity  effect  of  the  two  solenoids  is  taken  into  account  in  an 
indirect  way  because  the  mutual  inductance  of  the  arrangement  plays  a  part  in 
the  determination  of  the  solenoid  current  expressions  for  Circuit  Model  HI.  (It 
should  be  noted  that  this  field  interaction  is  important  only  for  the  low  frequency 
components  where  the  mutual  inductance  is  effective.  ) 

The  question  arises:  Should  the  retarded  potential  A  be  used,  i.  e.  , 
should  we  consider  the  fields  in  the  solenoids  to  be  radiation  fields?  The  present 
judgement  is  that  this  is  not  necessary  because  the  dimensions  of  the  solenoid 
are  small  compared  to  the  wavelength  of  the  highest  frequency  for  which  the 
current  exprescions  are  valid.  Naturally,  this  opinion  must  remain  open  to 
revision  in  case  it  turns  out  that  frequencies  much  over  100  Mcps  are  involved, 
or  that  unusually  high  dielectric  constants  are  active.  Perhaps  we  should  worry 
about  this  a  little  because  the  dielectric  constant  of  pure  water  is  81;  hence, 
our  cell  is  effectively  a  quarter  wavelength  long  at  about  75  Mcps.  If  it  does 
become  necessary  to  employ  the  retarded  potential,  the  same  A  expression  is 
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used,  merely  employing  (t-r/c)  in  place  of  t  in  the  current  expressions  (t  is 
time  and  c  is  the  speed  of  light  in  the  medium  --  or  actually  the  speed  of  the 
electro -magnetic  wave  at  the  frequency  involved).  In  this  case,  the  permittivity 
of  the  liquid  enters  in  two  ways.  Needless  to  say,  the  complexity  of  the  solu¬ 
tion  increases  greatly  if  the  retarded  potential  must  be  used. 

The  reader  is  referred  to  the  spiraling  displacement  current  concept 
presented  in  Section  I,  C,  4.  When  the  A  vector  is  calculated  for  this  current, 
it  will  be  necessary  to  transform  the  line  integral  to  a  surface  integral  because 
the  displacement  current  must  be  treated  as  a  surface  current. 

28 

In  a  recent  NASA  publication,  Sass  and  Stoll  have  used  the  cxirrent 
sheet  concept  to  calculate  the  magnetic  fields  in  a  finite  helical  solenoid  via  the 
Biot-Savart  law  (which  is  closely  related  to  the  defined  magnetic  vector  poten¬ 
tial).  This  work  appears  to  be  directly  applicable  to  our  problem.  One  is 
cautioned  to  associate  their  helical  angle  a  with  the  displacement  current  sheet 
direction,  not  the  direction  of  the  physical  wire  turns. 

It  would  be  of  limited  value  to  run  an  expensive  computer  program  on 
the  geometry  of  an  arbitrary  apparatus.  It  would  be  more  reasonable  to  use 
the  theoretical  guidelines  developed  thus  far  to  construct  an  effective  apparatus, 
and  then  to  insert  the  numerical  values  for  the  parameters  of  that  equipment. 

6.  Effect  of  Humidity  on  Circuit  Parameters 

Insofar  as  the  circuit  analysis  is  concerned,  one  can  do  little  more  at 
the  moment  than  relate  the  humidity  to  increasing  corona  losses.  This  is  valid 
because  the  corona  losses  are  clearly  visible  in  the  equipment  and  it  is  well 
known  that  they  are  a  function  of  the  humidity.  Such  losses  would  be  reflected 
in  the  circuit  analysis  as  an  increase  in  the  effective  circuit  resistances  shown 
in  the  various  equivalent  circuit  models.  They  would  cause  more  rapid  damping 
(increasing  resistance),  which  would  result  in  a  spread  of  the  band  width  of  the 
power  spectra  around  the  characteristic  frequencies.  The  trolley  lines  would 
become  lossy  transmission  lines;  in  general,  the  high  frequency  energy  would 
be  reduced. 

Optically,  it  may  be  that  the  water  molecules  in  the  atmosphere  absorb 
light  frequencies  that  are  needed  to  produce  effects  in  the  water  cell.  While  this 
is  merely  conjecture,  it  is  still  a  strong  suspicion  that  must  be  checked  out  by 
continuing  research  into  the  Allison  effect. 


66 


F.  COMPUTER  SOLUTION  OF  SECOND  HIGH  FREQUENCY  APPROXIMATION 
OF  CIRCUIT  MODEL  III 

1.  Introduction 

The  objective  of  the  computer  solution  of  the  second  high  frequency 
approximation  was  to  find  and  evaluate  expressions  for  the  reference  coil  current 
and  voltage  (Ij ,  Vj  respectively)  and  the  sample  coil  current  and  voltage  (I2  , 

V2  respectively)  for  varying  values  of  line  delay  factors  (t  ,  Tj ,  t2  )  for  the 
lengths  of  lead  line  (1  ),  reference  line  (ij),  and  sample  line  (12  )  respectively. 
This  program  has  been  carried  out  only  for  the  voltages  under  consideration; 
additional  work  is  necessary  to  extend  the  program  for  tne  current  parameters. 
The  derivation  of  the  equations  used  in  these  calculations  was  carried  out  in 
paragraph  D,  5,  Solution  2,  of  this  section. 

The  Laplace  transforms  of  these  quantities,  denoted  by  the  additional 
subscript  D,  can  be  expressed  in  the  form 


Ws>  =  vo  *  P<s)/Q(s> 


(268) 


To  find  Vj(t),  Vi  ^(s)  must  first  be  expanded  into  partial  fractions.  If 


Q(s)  =  +  a.) 


(269) 


then 


n  K; 


v'°(s)/v0  ■  ui  -17777) 


where 


P(-aj) 

n  (~a.  +  a.) 
*  1  3 


(270) 


(271) 


To  continue,  one  uses  the  transform  pair 


F(s)  — >  f(t) 


(272) 


(273) 


Hence, 


V,(t)/Vo  =  .Ej  Kje'V 


(274) 


which  gives  (t)  explicitly  in  terms  of  t. 
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Figure  18  is  a  graphic  presentation  of  the  steps  in  the  computer  solution 
for  the  voltages  and  currents. 

2  2  _  ,  . 

Schmidt's  solution  involves  the  term  ,tt  Z  tanh  (t:S). 

i=o  o  1 


Since  the  inverse  Laplace  transform  of  this  expression  is  unknown,  it 
is  necessary  to  set 


Mi  (s) 

Zo  tanh  (TjS)  = 


(275) 


M,  (s)  =  Z  sinh  (t.s)  (276) 

1  o  1 

(s)  =  cosh  (t^s)  (277) 

Each  of  the  M's  and  N's  is  expressible  as  an  infinite  series  in  s,  and, 
by  cutting  off  these  series  at  a  given  point,  each  of  the  quantities  Zq  tanh  (t^s) 
is  approximated  oy  the  ratio  of  two  polynomials.  Then,  the  product  of  the  three 
hyperbolic  tangents  is  approximated  by  the  ratio  of  the  product  of  the  three 
numerator  polynomials  and  the  product  of  the  three  denominator  polynomials. 
This  ratio,  substituted  into  expression  (269),  results  in  the  aforementioned 
fraction  P(s)/Q(s). 


Figure  18.  Flow  Diagram  for  Computer  Solutions 
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2.  Program  A 


This  program  (see  Appendix  I,  A)  has  as  its  object  the  calculation  of 
the  polynomical  A(m)  related  to  Q(s)  by 


Q(s)  =  s  *  A(10  9  s)  =  s  •  A(m) 

(278) 

Q(m)  =  1 09  m  *  A(m) 

(279) 

where 

m  =  10"9  s 

(280) 

The  quantities  read  in  (as  DATA)  are  N,  Tq>  Tj,  and  T2  .  The  integer 
N  is  the  number  of  terms  after  which  A(m)  is  to  be  cut  off,  and 


Ti 


(281) 


Also  read  in  (as  DAT AF ACT)  are  the  values  1/n.'  for  n=o  to  n=19.  These  data 
are  stored  in  the  first  twenty  cells  of  the  vector  F.  The  IvT  and  ]Nb  series  are 
then  computed  and  stored  in 


M  (I) 

J 


T.(I-l) 

J 


_ 1_ 

(1-1)  .' 


Z 

o 


(282) 


N  (I)  =  T  (1-1)  •  ,  j  =  1,  2,  3  (283) 

J  J  U*1/* 

If  any  of  the  T.'s  is  zero,  the  corresponding  Mj  and  are  directly  set  to  0  and 
1,  respectively,  in  order  to  save  computer  time. 

Each  of  the  and  hb  is  cut  off  after  N  terms,  and  the  various  triple 
products  of  the  M's  and  N's  are  calculated  and  also  cut  off  after  N  terms.  Each 
of  the  N  terms  is  an  exact  term  of  the  infinite  series. 

The  calculation  of  the  triple  products  is  extremely  important,  since  it 
is  here  that  the  restriction  N<  7  is  placed  upon  the  number  of  terms  N  to  which 
A(m)  can  be  calculated  with  this  program.  The  Burroughs  220  computer,  on 
which  this  program  was  run,  can  handle  quantities  of  magnitudes  from  10-5  1 
to  1048.  Calculation  of  a  number  of  magnitude  greater  than  10 50  will  result  in 
the  error  message  ARITHMETIC  OVERFLOW.  Any  quantity  smaller  in  magni¬ 
tude  than  10  "5  1  is  set  identically  equal  to  zero.  The  polynomial  A(m)  has 
coefficients  of  reasonable  size,  but  the  corresponding  polynomial  in  s,  which 
must  be  found  first,  does  not.  This  latter  polynomial,  the  ADJSIGMA  (refer  to 
paragraph  D,  5,  Solution  2  of  this  section),  is  stored  by  the  computer  in  a  vector 
with  each  term  multiplied  by  104  5,  a  step  necessary  to  prevent  some  of  the 
coefficients  from  being  set  identically  equal  to  zero  because  of  their  small 
magnitude.  The  cause  of  this  complication  is  that  the  term  of  ADJSIGMA  (s) 
is  of  approximate  magnitude  (lO"9)-^"^.  This  fact  was  the  reason  that  the 
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substitution  of  m  for  10"*  s  was  originally  made  in  equation  (224).  Division  by 
(N-l)i  reduces  the  magnitude  of  the  N^1  term  somewhat  further. 

It  has  been  estimated  in  Section  I,  D,  5  that  sufficient  convergence 
and  accuracy  will  not  be  achieved  without  twelve  or  fourteen  terms,  or  possibly 
more;  whether  this  will  be  sufficient  can  be  determined  only  by  comparing  the 
final  results  (the  currents  and  voltages)  for  various  values  of  N. 

Since  all  terms  of  ADJSIGMA  (s)  are  less  than  or  equal  to  1,  it  might  be 
thought  that  the  program  as  it  stands  could  be  used  to  generate  ADJSIGMA  to  ten 
terms.  Unfortunately,  this  is  not  the  case.  The  actual  limiting  factor  lies  in  the 
calculation  of  the  triple  products  of  M's  and  N's.  For  a  triple  product  to  be 
exact  to  N  terms,  each  of  the  factor  polynomials  must  also  be  exact  to  N  terms. 
This  is  the  reason  why  each  of  the  M  and  N  polynomials  is  multiplied  by  101  5 
rather  than  the  triple  products  being  multiplied  by  104  5  in  their  calculation. 

If  the  latter  were  done,  the  three  factor  polynomials  would  be  exact  only  to  six 
terms,  all  thereafter  being  zero;  hence,  the  product  would  be  exact  to  only  six 
terms.  The  first  term  in  each  factor  polynomial  being  1,  the  coefficient  of  a 
given  term  in  each  factor  polynomial  enters  into  the  coefficient  of  the  term  of 
the  same  order  in  the  product  polynomial.  In  the  equations,  if 


oo  i 

1+Ia.  *  s 
i 

(284) 

OO  i 

1+Eb.  *  s 
i 

(285) 

o°  i 

1+Lc.  *  s 
i 

(286) 

it  follows  that 

(ABC)^  =  (ai+^+c.+  ot^er  terms),  i>2  (287) 

where  (ABC)^  c  notes  the  i^  term  of  the  product  series. 

Therefore,  multiplying  each  of  the  factor  polynomials  by  1015  will 
result  in  the  greatest  number  of  exact  terms.  Any  larger  factor  will  cause  the 
early  coefficients  of  the  product  to  exceed  10  5  0  .  Now 


-50-15  =  -65  (288) 

If  eight  terms  are  to  be  computed,  it  must  hold  that 


-9(8-1) -log  1()  [(8-l).'j  >-65 

(289) 

-63-3.7  >-65 

(290) 
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which  barely  fails  to  hold.  Hence,  the  largest  N,  i.  e.  ,  the  greatest  number  of 
exact  terms  able  to  be  generated  by  the  program  as  it  stands,  is  7_. 

As  was  noted  previously,  however,  it  will  probably  be  necessary  to  go 
out  to  twelve,  fourteen,  or  more  terms.  To  do  this,  a  new  program  is  being 
planned  whicl-  would  create  two  separate  cells  for  each  quantity,  instead  of  just 
one.  In  one  of  the  two  (cell  A)  would  be  stored  the  (integral)  exponent  of  the 
quantity  when  written  in  scientific  notation,  or  at  least  the  greatest  part  of  it. 

In  the  other  (cell  B)  would  be  stored  the  first  eight  significant  digits  of  the  quan¬ 
tity,  with  its  sign  and  an  exponent  (to  base  10)  of  much  smaller  magnitude  than 
the  integer  stored  in  cell  A.  In  equation  form,  if  a  is  the  integer  in  cell  A  and 
b  the  number  in  cell  B, 

b  =  bj  •  10bz  ,  (291) 

where 

.  1  <b !  <1,  and  b2  integral, 

the  actual  quantity  being  represented  will  be 

a  b?  a  a+b7 

q  =  b  •  10  =  (bj  *  10  2  )  •  10  =  bj  *  10  (292) 

By  keeping  all  quantities  in  this  form,  two  quantities  can  be  added  by  setting  the 
integer  in  the  A  cell  of  the  first  quantity  equal  to  that  of  the  second  quantity, 
adjusting  the  b2  of  the  first  quantity  accordingly,  and  then  adding  the  B  cells 
together.  In  symbols,  if 

p  =  (blp  •  10blD)  •  10aP  (293) 

q  =  (blq  •  10b2  9)  •  10acl  (294) 

then 

P  +  q  =  (blp  •  10b2P+  ap  -  aq  +  b,q  •  10b2q)  •  10aq  (295) 

Multiplication  is  less  complicated: 

PC  =  (blp  •  b,,  -  10b2  P+t>2q)  •  io?-P+ac>  (296) 

From  the  size  of  the  program,  it  is  evident  that  such  a  necessary  pro¬ 
cedure  will  be  time  consuming  in  terms  of  both  writing  and  computer  time. 

After  A(m)  has  been  computed,  it  is  printed  out  on  a  line  in  increasing 
term  order.  The  original  data  are  also  printed  out.  Thereafter,  the  coefficients 
of  A(m)  are  reversed  in  their  array,  with  the  coefficient  of  the  N  term  taken 
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out  of  the  array  and  called  AO.  This  change  was  made  to  fit  the  second  part 
of  the  program  Then  (and  here  some  confusion  may  result)  the  denotation  of 
N  is  changed.  Henceforth,  N  denotes  the  degree  of  A(m),  not  the  number  of 
terms.  The  degree  is  one  less  than  the  number  of  terms,  because  the  first 
term  (1)  has  degree  0. 


The  rest  of  Program  A  solves  for  the  roots  of  A(m),  This  part  of  the 
program,  as  noted  in  the  COMMENT  declaration,  is  a  polynomial  solver1^, 
modified  for  this  program  with  regard  to  output -format  and  exists  from  the 
procedure.  Precisely  how  the  procedure  works  is  unknown,  but  it  appears  to 
be  a  version  of  either  the  Bairstow  or  the  Bernoulli  iteration  method,,  It  was 
tested  and  found  to  work  relatively  consistently.  If  the  iterations  do  not  con¬ 
verge..  PROCEDURE  FAILS  is  printed.  Another  unplanned  failure  occurs 
occasionally  when  the  procedure  finds  only  one  pair  of  complex  roots  and  de¬ 
clares  that  the  rest  of  the  roots  are  identical.  That  is,  multiple  roots  are 
reported  to  occur  when,  in  reality,  they  do  not.  These  deficiencies  will  be 
eliminated  in  the  hiture  by  using  a  standard  polynomial  solver,  probably  em¬ 
ploying  the  "down-hill"  method. 


It  was  noticed  from  the  results  from  Program  A  that  the  real  components 
of  complex  roots  of  A(m)  are  very  small,  less  that  10“3.  Hence,  to  save  time 
and  effort,  they  are  neglected  in  the  further  calculations  given  in  Program  B. 
From  the  complex  values,  the  frequencies  are  computed.  The  characteristic 
frequency  u  is  simply  the  imaginary  part  of  the  root  of  Q(s),  or  109  times  the 
imaginary  part  of  P(s).  Figures  19  to  21  show  the  characteristic  frequencies 
for  several  variations  of  the  t's;  each  pair  of  complex,  conjugate  roots  generates 
one  frequency,  as  demonstrated  in  Equations  (225)  to  (231). 

3.  Program  B 

The  object  of  Program  B  (see  Appendix  I,  B)  is  to  generate  the  P(m) 
polynomial  of  the  P(m)/Q(m)  ratio,  which  is  terminated  after  N  terms,  and  then 
to  find  the  partial  fraction  expansion  of  the  ratio  P(m)/Q(m).  It  then  performs 
the  inverse  Laplace  transform,  substitutes  various  times  T,  and  prints  out  the 
voltage  at  these  times. 


For  convenience,  only  odd  N  are  used  where  N  again  denotes  the  number 
of  terms.  (This  change  in  N  again  was  made  so  as  to  be  able  to  use  some  data 
cards  made  out  beforehand  using  the  old  meaning  of  N.  )  This  means  that  only 
the  imaginary  parts  of  complex  roots  are  used  in  the  calculations.  Read  in  (as 
DATAFACT)  are  the  same  inverted  factorials  as  in  Program  A.  Also  read  in 
(as  AR)  were  N,  Tq,  Tj  ,  T2  ,  the  polynomial  A(m),  and  the  complex  parts  of  its 
roots  (stored  in  the  array  V). 

The  M's  and  N's  are  again  generated,  along  with  some  necessary  triple 
products.  Once  more,  the  meaning  of  N  is  changed  to  denote  the  degree  of  A(m). 
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Figure  19.  Characteristic  Frequencies  of  an  Unbalanced 
Circuit,  tq  =  Tl  =  0,  t2  Variable,  N  =  4 


Figure  20.  Characteristic  Frequencies  of  a  Balanced 
Circuit,  t  =  tq  =  tj  =  r2  ,  N  =  4 
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Figure  21.  Characteristic  Frequencies  of  an  Unbalanced 
Circuit,  Tj  =  t2  =  0,  tq  Variable,  N  =  4 

The  polynomial  P(m)  is  calculated  by  rearranging  equation  (233): 
P(s)/Vq  =  C,NoN,Nj  +  s(C,C2R3  NqN1N2  +  C3  CjN  N1 M2  ) 

+  s^CjCjLjNNjN,)  (297, 

where 

s  =  109  m  (298) 

remembering  that  the  triple  products  are  infinite  series.  The  calculation  of 
P(m)  involves  the  same  limitation  noted  above  in  connection  with  A(m).  It  was 
decided  to  calculate  P(m)  to  as  many  terms  as  A(m).  Thus,  it  has  one  less 
term  than 


Q(m)  -  109m  *  A(m)  (279) 

Then 

,7  _  P(s)  _  P(s) 

VlD/Vo  '  Q(s)  -  7~rA(s) 

To  perform  the  inverse  Laplace  transformation  and  find  Vj/V  ,  it  is  necessary 
to  find  the  partial  fraction  expansion  of  P(s)/Q(s):  ° 
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(300) 


P(s)  =  m  Ki 
Q(s)  i=l  (s  +  a.) 


where  the  a's  are  the  roots  of  Q. 

The  problem  is  to  find  the  K's.  There  are  two  theoretical 
of  great  importance  to  be  noted: 

(1)  The  coefficients  of  the  partial  fractions  for  P(s)/Q(s) 
are  the  same  as  for  P(m)/Q(m). 

(2)  For  a  pair  of  complex  conjugate  roots  of  Q,  the 
coefficients  of  the  corresponding  partial  fractions  are 
complex  conjugates. 


Proof  of  (1): 


m  =  10"9s  again, 


consider 


fix)  =  c(x~xa)  fr-y  •  •  •  |,~\| 

Q(x)  (x-Xj )  (x-x2  )  ...  (x-xn) 

P(x)  _  £  Ki.  x 
Q(x)  "  i=l  x-x. 


and 


let 


P(kx)  _  C(kx-XA)  ^kx~XB)  •  •  •  (kx~xz> 
Q(kx)  (kx-xj)  (  kx-x2  )  .  .  .  (kx-x^) 


w  =  kx 


P(kx) 

Q(kx) 


c(w-xA)  (W_XB)  •  •  •  (w“xz) 

(w -Xj  )  (w-x2  )  ...  (w-x  ) 

n 


p(kx)  _  c  2  Ki>  w 

Q(kx)  i=l  kx-x^ 


considerations 


(280) 

(301) 

(302) 

(303) 

(304) 

(305) 

(306) 
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by  equation  (303)  on  the  preceding  page,  with  the  same  K's  as 
before,  except  that  their  previous  dimension  was  l/w,  whereas 
it  now  is  1/x. 


In  the  application  to  the  present  case, 

x  s  m 
k  =  10"9 
w  =  kx  =  s 


x.  =  a. 
1  1 


Hence, 


K. 
l,  m 


m  -  a. 

l 


p(m)  -  % 
Q(m)  i=l 


T-v /  %  n  K. 

P(s)  _  „  l,  s 

Q(s)  i=l  s  -  a. 

K. 

_ i>  s 

10~5  ’  m  -  a 


n  109‘  K. 

z  - — 

1_  m-109*  a. 


(307) 

(308) 

(309) 

(310) 


(311) 

(312) 

(313) 

(314) 


The  right-hand  side  has  the  dimension  l/s  built  into  the 
constant  Kj  s,  whereas  the  right  hand  side  of  equation  (311) 
has  the  dimension  l/m  built  into  the  constant  ;  the 

underlying  reason  for  this  being  that  Q  is  of  one  degree 
greater  than  P.  The  equation  of  conversion  for  the  constants 
is 


K.  =  K.  •  10-9 
l,  s  i,  m 


Consequently, 

y  /  y  =  _ (s)  =  2  m 

XD  o  Q(s)  i=l  m-109  •  a. 

i 

End  of  Proof. 


(315) 


(316) 
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The  procedure  of  the  program  is  to  calculate  the  IL  's  from  equa¬ 
tion  (311)  using  the  relationship 


P(-a.) 

K.  =  - - — .  (271) 

1,  m  n  ( -a.  +  a.) 

TT  1  J 

j=l 

j^i 

Actually,  the  denominator  polynomial  Q(m)/  m2  +  af  is  generated  by 
synthetic  division  and  both  it  and  P(m)  were  evaluated  by  transforming  to  polar 
coordinates  and  using  the  convenience  of  DeMoivre's  Formula.  (Most  of  the 
program  was  written  for  more  general  cases  than  the  special  case  considered 

here,  which  involves  (1)  no  real  roots,  meaning  the  entire  BEGIN - END 

segment  after  IF  U(I)  EQL  O  was  never  executed;  and  (2)  neglecting  the  real 
facts  of  the  complex  roots,  meaning  DeMoivre's  formula  is  overcomplicated 
for  the  present  situation.  The  programming  was  done  as  generally  as  possible, 
for  the  future.  )  The  vectors  Vj,  ...  ,  are  needed  for  this  complex  arith¬ 
metic  which  is,  in  general,  straightforward.  The  matrix  KK,  a  2 -column  array, 
is  introduced  to  hold  the  real  and  imaginary  part  of  the  partial  fraction  coef¬ 
ficients. 


Proof  of  (2); 

Let  the  pair  of  roots  be  Xj  =  a+bi,  x2  =  a-bi. 

Then 

K 

xl 

K 

x2 

where 

=  x2  -2ax+b2  *319) 

B(a+bi)  can  be  expressed 

B(a+bi)  =  C  +  Di  +  Ei2  +  Fi3  (320) 

=  C  +  Di  -  E  -  Fi  =  (C-E)  +  i(D-F)  (321) 


P(a+bi) 


B(a+bi)  •  2bi 


P(a-bi) 


B(a-bi)  •  (-2bi) 


(317) 


(318) 


Then 


B(a+bi)  =  C  -Di-E+Fi  =  (C-E)  -  i(D-F)  (322) 
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More  simply, 


B(a+bi)  -  G  +  Hi 


(323) 


B(a-bi)  =  G  -  Hi 


(324) 


Similarly, 


P(a+bi)  =  R  +  Si 


(325) 


P(a-bi)  =  R  -  Si 


(326) 


Then, 


_  R+Si 
kXl  =  (G+Hi)  •  2bi 


(32?) 


R-Si 

x2  "  (G-Hi)  •  (-2bi) 


(328) 


Realizing  the  denominators, 


i)  _  (HR-GS)  +  i  (RG+HS) 


Xl  (-2b)  (G2  +H2  ) 


(-2b)  (G2+H2  ) 


(329) 


(R-Si)  (G+Hi)(-i)  _  (HR-GS)  -  i(RG+HS) 
K  =  —  - 


(-2b)  (G2  +H2  )  (-2b)  (G4  +H2  ) 


2  ,u2 


(330) 


It  is  evident  now  that  the  two  coefficients  are  complex  conjugates. 

End  of  Proof. _ 

Call  the  two  coefficients  A+Bi,  A-Bi  (not  to  be  confused  with  the  poly¬ 
nomials  of  the  same  name).  Then 


,  A+Bi  A-Bi 

Vjn/V  -  ...  +  - ,  ...  +  - 7 - +  .  . 

u  o  s-(a+bi)  s-(a-bi) 


(331) 


The  inverse  Laplace  transform  of  this  is 

Vj  /  V  =  .  .  .  +  (A+Bi)  e(a+bl)t  +  (A-Bi)  e(a"bl)t  +  .  . 
o 

t  expressed  in  nanoseconds 
The  reason  for  this  lies  in  equation  (316). 


(332) 
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cit  r 

Vi  /  V  =  .  .  .  +  e  A  cos  bt  +  i  A  sin  bt  +  Bi  cos  bt 

o  t 

+  A  cos  bt  -  i  A  sin  bt  -  Bi  cos  bt  +  Bi2  sin  bt  j  +  .  .  .  (333) 

=  ...  +  2e  £a  cos  bt  -  B  sin  btj  +  .  .  .  (334) 

If  there  is  a  real  root  c,  with  corresponding  partial  fraction  coefficient 

c  t 

C,  then  its  inverse  Laplace  transform  is  Ce  . 

The  quantity  TOTAL  is  the  evaluation  of  Vj  /V  at  a  particular  time  t; 

the  number  1  added  on  to  TOTAL  is  the  contribution  due  to  the  root  s  =  0  of  Q(s). 

That  this  contribution  is  1  was  shown  in  equation  (256).  The  whole  process  is 
then  reiterated  for  V2  ,  starting  with  a  different  P(m)  polynomial. 

The  output  shows  Vj/V  for  various  values  of  T  (in  nanoseconds):  T=l, 

2,  ...  20,  30,  40,  50,  100,  and  the  same  for  V2  /V  .  At  T  =  0,  both  voltages 
should  be  zero;  derivations  for  this  are  probably  due  to  the  neglect  of  the  real 
parts  of  the  roots  of  Q(m). 

Figures  22  to  27  show  how  the  two  voltages  vary  with  variation  of  the 

t  's. 

The  case  tq  =  tj  =  t2  =  0  has  been  completely  calculated  by  hand  and 
found  to  agree  with  the  computer's  solution.  It  might  be  noted  that,  for  this  case, 
the  second  high  frequency  approximation  is  identical  to  the  first. 

In  this  instance, 

V1/VG  =  V2  /v0  =  1  -  cos  (/To"-  108t)  (335) 

t  in  nanoseconds 

Similar  explicit  equations  can  be  written  for  other  combinations  oi  the 

t  1  s. 
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TIME  ♦  IN  NANOSECONDS 


Figure  24.  Unbalanced  Circuit,  tq  =  rl  =  0, 
t 2=2  nanoseconds,  N  =  6 


TIME  t  IN  NANOSECONDS 


Figure  25.  Balanced  Circuit,  Vj/Vq,  V2 /V  Coincide 
ti  =  t2  =  0,  tq  =  1  nanosecond,  N  =  4 
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TIME  t  IN  NANOSECONDS 


Figure  26.  Unbalanced  Circuit,  td  =  t2  =1  nanosecond, 
Tj  =  0,  N  =  4 


Figure  27.  Unbalanced  Circuit,  tq  =  1  nanosecond, 
Tj  =  0,  t 2  =  2  nanoseconds,  N  =  4 
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SECTION  II 


EXPERIMENTAL  INVESTIGATIONS 


The  experimental  phase  of  this  program  was  concerned  primarily  with 
the  gathering  of  clear,  objective  evidence  coordinated  to  assist  in  the  theoretical 
circuit  analysis  developed  by  Schmidt  .  In  particular,  those  experimental  tech¬ 
niques  and  observations  which  would  substantiate  the  theoretical  assumptions 
and  conclusions  were  given  the  utmost  consideration. 


A.  ALLISON  EFFECT  APPARATUS 

1.  Introduction  to  Circuits  and  Apparatus 

As  the  program  developed,  extensive  measurements  and  ob?e wations 
were  performed  on  three  separate  apparatuses  constructed  to  demonstrate  the 
Allison  effect:  a)  the  original  apparatus,  which  will  be  referred  to  as  APL-1 
(Aero  Propulsion  Laboratory,  Allison  Effect  Apparatus  Model  1);  b)  an  appara¬ 
tus  currently  in  use  by  Allison;  c)  the  subsequent  modification  of  APL-1  to 
APL-2  (Aero  Propulsion  Laboratory,  Allison  Effect  Apparatus  Model  2)  .  For 
future  reference  and  apparatus  design  considerations,  these  apparatuses  will 
be  discussed  in  detail,  particularly  with  relation  to  the  latest  configuration 
employed  by  Allison. 


2.  Circuit  Description  and  Construction  of  APL-1 


Initial  investigations  conducted  in  the  program  were  performed  with 
the  electrical  apparatus  illustrated  in  Figure  28  ,  which  was  furnished  by  the 
Aero  Propulsion  Laboratory.  The  design  and  construction  of  this  system  was 
based  upon  the  theoretical  considerations  giyen  to  the  physical  construction  of 
earlier  apparatuses  as  described  by  Allison  and  more  clearly  defined  by 
Cooper1  .  However,  certain  liberties  were  taken  with  the  physical  layout  of 
the  trolley  lines  to  facilitate  the  use  of  the  apparatus  in  the  confines  of  a  normal 
laboratory  area. 


Trolley  line  construction  consisted  of  two  sets  of  parallel-spaced  (10.26 
centimeters)  lines  approximately  ten  and  a  half  Allison  units  long  (one  Allison 
unit  being  equal  to  a  15  centimeter  scale  length).  It  was  the  intention  that 
equivalent  additional  lengths  of  the  line  could  be  introduced  by  switching  in 
successive  two-meter  lengths  in  the  sample  trolley  lines  as  required. 

The  reference  and  sample  coil  construction  consisted  of  60  turns  of 
number  18  enameled  solid  copper  wire  wound  on  a  1.5  inch  diameter  polystyrene 
core  form  5  inches  long,  which  in  turn  was  supported  by  a  phenolic  holder. 
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Electrically,  the  capacitor  charging  circuit  utilized  a  half-wave  high- 
vacuum  rectifier  tube  V  (type  8020),  a  5  volt  center  tapped  transformer  Tj 
(Thordarson  -  27F125),  and  a  0  -25  kilovolt  high  voltage  transformer  T2 
(Thordarson  -  24P79)  for  stepping  up  the  powerstat  controlled  (T5  -  Superior 
Q117U)  primary  voltage  to  the  desired  level  for  stable  spark  breakdown. 

The  charging  capacitor  itself  consisted  of  a  series -parallel  combination  of 
0.05  microfarad,  3000  volt-rated  capacitors  to  yield  an  equivalent  0.02  micro¬ 
farad  (0.0183  actual)  capacitor  with  a  high  maximum  voltage  rating.  Trans¬ 
formers  Tj  and  T4  were  used  as  line  isolation  transformers. 


UNITS 


Figure  28.  Electrical  Circuit  Layout  APL-1 

The  optical  components  employed  in  the  apparatus  consisted  of:  a)  double 
convex  lens  (focal  length  15  centimeters);  b)  filter  (Kodak  Wratten  Gelatin 
numbers  35  and  47B);  c)  Gian  Thompson  polarizing  prism;  d)  Nicol  polarizing 
prism  mounted  in  a  divided  analyzing  circle  equipped  with  vernier  scale  grad¬ 
uated  in  tenths  of  a  degree;  e)  glass  cells  and  spacers  (see  Figure  29)  . 

Each  component  was  supported  as  illustrated  in  Figure  30  and  could 
readily  be  adjusted  in  any  of  three  axes  by  screw  adjustments  on  the  optical 
bench  carriers.  All  critical  wire  leads  and  terminations  were  supported  from 
the  apparatus  surface  with  polystyrene  spacers. 
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Figure  29.  Coil  Assembly,  Paper  Spacer,  Glass  Cell 


analyzing 

NICOL 


SPARK  GAP 
CHAMBER 


Figure  30,  APL-1  Component  Placement 
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3.  Circuit  Description  and  Construction  of  Allison's  System 

To  bring  the  available  sources  of  information  up  to  date,  a  visual 
inspection  of  this  system  was  performed,  and  subsequent  discussions  indicated 
the  latest  revisions  that  Allison  performed  on  his  original  apparatus.  This 
latest  configuration  is  presented  in  schematic  form  in  Figure  31. 


Figure  31.  Electrical  System  of  Allison's  Apparatus 

The  installation  of  the  trolley  lines  for  this  particular  apparatus  is 
usually  restricted  only  by  the  confines  of  the  maximum  dimensions  of  the 
particular  laboratory  room  available  (in  this  case,  6.5  meters).  That  is  to 
say,  for  convenience,  the  trolley  lines  are  attached  by  polystyrene  insulators 
to  panels  secured  to  opposite  walls  of  the  room.  The  spacing  of  the  number  18 
gauge  solid  copper  wire  lines  is  approximately  20  centimeters  apart.  Additional 
parallel  trolley  lines  are  available  but  are  not  in  use  at  the  present  time.  The 
main  variation  in  the  treatment  of  the  trolley  lines  from  earlier  papers  is  that 
Allison  no  longer  uses  trolley  lines  symmetrical  about  each  coil  as  originally 
shown  in  discussions  of  his  work.  In  addition,  he  has  now  incorporated  a 
main  slidewire  immediately  preceding  the  distribution  to  the  sample  and 
reference  trolley  lines. 

Electrically,  the  charging  circuit  has  remained  the  same,  a  vacuum 
rectifier  tube  V  (Kenotron  KP2),  the  high  voltage  transformer  Tz  (Thordarson 
type  R,  1  l0-24kv),  two  filament  transformers  in  series  Tj  (G.  E.  type  Y2052), 
an  adjustable  45  ohm  power  resistor  Ri  in  the  primary  of  the  filament  transformer, 
and  an  adjustable  95  ohm  power  resistor  R2  in  the  primary  of  the  high  voltage 
transformer. 
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The  construction  of  the  coils  (Lj  ana  consisted  01  7  3  turns  of 

number  18  gauge  solid  copper  enameled  wire  wound  on  a  bakelite  core  form 
six  inches  long.  The  inductance  of  the  coils  was  checked  and  found  to  be  51 
microhenries.  A  capacitor  (C)  was  constructed  of  parallel  sheets  (6  inches  x 
18  inches)  of  copper  stock  with  a  4.  2  millimeter  glass  separator.  Eight 
sections  similarly  constructed  were  connected  in  parallel  for  an  equivalent 
capacitance  measured  to  be  0.0  152  microfarads. 

Optically,  the  system  has  two  Nicol  polarizing  prisms,  one  placed 
between  the  lens  and  reference  coil,  and  the  other  located  in  the  analyzing 
circle.  The  lens  is  a  camera  quality  lens  with  a  focal  length  of  approximately 
22  centimeters.  Of  significant  importance  is  the  fact  that  the  lens  is  no  longer 
placed  at  the  focal  point  with  respect  to  the  spark  gap,  but  slightly  beyond. 
Although  the  image  is  not  as  sharp,  this  makes  it  possible  to  obtain  a  larger 
spot  diameter  which  is  controlled  by  light  stops  at  the  lens  and  the  first  Nicol 
prism. 

With  regard  to  the  spark  gap,  additional  comments  are  necessary  to 
the  satisfactory  operation  of  the  spark  for  the  generation  of  the  light  source  and 
electrical  pulses.  To  reduce  the  effective  electrode  wear,  the  use  of  one 
magnesium  and  one  tungsten  electrode  is  incorporated  into  the  spark  gap 
assembly.  Electrode  diameters  are  approximately  forty  to  sixty  thousandths 
of  an  inch  in  diameter,  with  flattened  ends  to  restrict  the  region  over  which 
the  spark  discharges  can  arc  across.  Electrode  spacing  is  usually  on  the  order 
of  one -eighth  of  an  inch.  Equally  as  important  with  regard  to  electrode  wear  is 
the  placement  of  the  tungsten  electrode  in  the  line  connected  to  the  secondary 
of  the  high  voltage  transformer.  Interchanging  of  electrodes  results  in  much 
faster  electrode  ablation,  with  the  consequence  that  the  light  level  fluctuates 
and  is  rapidly  attenuated  due  to  the  deposit  of  magnesium  oxide  powder  over 
the  aperture  windows  of  the  assembly.  There  is  usually  some  small  trace  of 
oxygen  present  in  the  argon  gas  due  to  the  nature  of  the  process  used  to 
prepare  the  gas. 

4.  Circuit  Description  and  Construction  of  APL-2 

This  particular  apparatus  evolved  from  the  previous  model,  additional 
knowledge  gathered  from  experience  with  Allison's  apparatus,  and  other  modi¬ 
fications  used  to  improve  the  functional  operation  of  the  apparatus. 

Four  major  changes  were  made.  The  existing  trolley  lines  were  replaced 
with  lines  similar  to  those  on  Allison's  apparatus  but  limited  in  length  to 
approximately  5  meters  due  to  the  size  of  the  room.  The  double  convex  lens 
was  replaced  by  a  Wollensak  162  millimeter  enlarging  Raptar  lens  with  a 
built-in  adjustable  stop.  An  additional  light  stop  was  placed  between  the  Gian 
Thompson  polarizing  prism  and  the  reference  coil  (see  Figure  32),  and  a 
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Figure  32.  APL-2  Component  Placement 


SAfE’V  SHUNTING  STRAP 


Figure  33.  Spark  Gap  Assembly 


88 


redesigned  spark  gap  assembly  was  adapted  to  the  rapid  disassembly  of  the 
electrodes  and  aperture  windows  for  ease  of  adjustment  and  maintenance 
(see  Figure  33). 

The  electrical  configuration  of  the  trolley  lines  and  capacitor  charging 
supply  is  shown  in  Figure  34,  which  includes  a  close  approximation  of  the 
layout  of  the  lines. 
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Figure  34.  Electrical  Circuit  AFL-2 


B.  MEASUREMENT  OF  SAMPLE  AND  REFERENCE  COIL  PARAMETERS 

1 ,  Introduction  to  Coil  Measurements 

During  the  course  of  the  initial  investigations  conducted  with  the 
APL-1  apparatus,  the  coils  used  in  the  system  were  extensively  measured 
and  compared  with  regard  to  their  characteristic  parameters  over  a  frequency 
range  of  150  kilohertz  to  4  megahertz.  During  the  development  of  the  earlier 
theoretical  models  of  the  apparatus,  this  frequency  range  was  considered  to 
be  the  area  of  primary  interest  for  these  particular  measurements.  In  addition, 
the  range  was  restricted  by  the  limitations  of  the  test  equipment  available, 
although  subsequent  modifications  were  performed  tc  extend  the  range  within 
a  certain  degree  of  accuracy.  The  curves  presented  in  the  following  paragraphs 
were  plotted  from  calculations  performed  with  the  data  recorded  from  a 
Boonton  Q-Meter,  Model  160  A. 

2.  Inductance  vs.  Frequency 

The  procedure  used  in  testing  the  coils  was  as  follows:  the  inductance 
of  each  coil  was  measured  over  the  frequency  range  of  200  kilohertz  to  4  megahertz 
under  six  separate  conditions,  the  coil  alone,  the  coil  and  a  paper  spacer  tube 


89 


within  the  coil,  the  coil  with  the  glass  cell,  the  coil  with  the  paper  spacer  tube 
and  glass  cell,  the  coil  with  triple  distilled  water  in  the  cell,  and  the  coil  with 
carbon  disulfide  in  the  cell. 

Using  the  equation  to  calculate  the  effective  inductance, 


L  =  - - -  (336) 

S  ( Zir) 2  f2  Ci 

r 

where  f  is  the  resonant  frequency  selected  on  theQ-Meter,  and  Ci  is  the  value 
of  the  tuning  capacitance  required  to  peak  the  tuning  of  the  c  >il  at  resonance. 
The  distributed  capacitance  of  the  coils  can  also  be  determined  simply  by 
placing  the  coil  across  the  input  terminals,  dialing  a  particular  value  of 
tuning  capacitance  Cj,  resonating  the  Q  circuit  by  adjusting  the  oscillator 
frequency,  regulating  the  frequency  to  f  /  2,  and  retuning  the  Q  circuit  by 
adjusting  the  tuning  capacitance  C2.  Then  the  distributed  capacitance  can  be 
determined  from  the  equation 


d  3  (337) 

This  procedure  was  repeated  several  times  ever  different  frequency  ranges 
and  an  average  value  determined. 

In  Figure  35,  a  presentation  of  data  and  calculations  for  each  coil  is 
plotted  in  comparison  with  the  worst  case,  that  is,  with  the  coil  and  triple 
distilled  water  in  the  cell.  In  general,  even  when  compared  to  the  worst  case, 
the  curves  are  the  same  until  the  frequency  is  raised  above  2  megahertz.  At 
this  point,  the  curve  for  the  coil  with  the  cell  and  triple  distilled  water  increases 
at  a  faster  rate  for  an  increase  in  frequency.  Over  this  frequency  range,  the 
average  inductances  for  the  sample  coil  and  reference  coil  are  38.5  micro¬ 
henries  and  38.8  microhenries  respectively.  The  distributed  capacitances  of 
each  coil  are  7.85  picofarads  and  7.8  picofarads  respectively. 


3.  Series  Resistance  vs.  Frequency 


The  series  resistance  for  each  coil  under  the  same  conditions  (as  in 
Section  II*  B.  1)  was  also  measured  and  calculated  from  the  equation 


R 

s 


1 

2rrf  Q  Cj 
r  r 


(338  ) 


where  f  is  again  the  resonant  frequency,  Cj  is  the  tuning  capacitance  for 
resonance,  and  is  the  peak  meter  reading  at  the  resonant  point.  The  graphs 
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INDUCTANCE  IN  MICROHENRIES 
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Figure  35.  Inductance  vs.  Frequency  -  Sample  and  Reference  Coil 


presented  in  Figure  36  are  a  comparison  of  the  individual  coils  only;  there  is 
very  little  difference  in  the  change  in  resistance  under  the  other  conditions 
examined. 

The  dc  resistance  of  the  sample  coil  was  measured  on  a  Queen  Kelvin 
Bridge  and  found  to  be  0.  204  ohms;  the  reference  coil  measured  0.  200  ohms. 

4.  Q  vs.  F requency 

The  Q  values  recorded  during  the  particular  parameter  measurement 
were  plotted  in  Figures  37  and  38  for  each  of  the  coils,  along  with  the  plot  of 
the  worst  case  condition  which  again  occurred  with  the  glass  cell  containing 
triple  distilled  water.  Below  1.  0  megahertz,  the  Q  of  the  coils  compared  to 
the  Q  under  the  respective  conditions  is  the  same.  Above  this  frequency,  the 
curves  rapidly  diverge,  the  curve  for  the  coil  with  the  sample  of  water  falling 
off  much  more  quickly.  The  peak  Q  of  the  coils  occurs  at  3.  0  megahertz,  while 
with  the  sample  of  water  in  the  cells  the  peak  Q  value  occurs  at  2.  5  megahertz. 
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FREQUENCY  IN  MEGAHERTZ 

Figure  38.  Q  vs.  Frequency  -  Sample  Co  1 


5.  Mutual  inductance  Between  Sample  and  Reference  Coils 

The  mutual  inductance  of  the  coils  with  the  normal  liquids  in  the  cells 
and  without  any  material  in  the  coils  was  determined  from  the  equation 

L  -  L 

M  =  a  o  (339  ) 

4 

where  L  is  the  inductance  measured  with  the  coils  connected  in  series  aiding 
configuration,  and  L  is  the  inductance  measured  with  the  coils  connected  in 
series  opposition.  "fhese  measurements  were  carried  out  over  the  limits  of 
the  tuning  capacitance  range  for  the  resonant  frequencies,  for  gap  spacing 
between  coils  of  1/2  inch,  1  inch,  and  2  inches.  In  Figure  39,  a  plot  of  this 
data  reveals  that  the  mutual  inductance  falls  off  rapidly  as  the  gap  distance 
increases,  and  it  is  severely  affected  as  the  frequency  increases,  particularly 
for  the  larger  gap  spacing. 

The  coefficient  of  coupling  between  the  two  coils  can  readily  be  deter¬ 
mined  as  follows : 


K 


M 

^7 


(340  ) 


Assuming  Lj  =  L2  =  37.8  microhenries,  and  M  =  0.23  microhenries  from 
Figure  39,  the  coefficient  of  coupling  will  be  0.  6  percent. 
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Figure  39.  Mutual  Inductance  vs.  Frequency  for  Different  Coil  Spacing 
6.  Self-Resonant  Frequency 

With  the  aid  of  a  Measurements  Corporation  Grid  Dip  Oscillator  and 
an  oscilloscope,  a  search  for  the  self-resonant  point  or  points  was  conducted 
with  each  coil  over  a  frequency  range  of  2  to  400  megahertz.  Particular 
consideration  was  given  both  to  the  possible  effects  of  various  media  within 
the  core  of  the  coil  on  this  parameter  and  to  the  effect  of  coupling  produced 
by  the  close  proximity  of  the  coils  in  the  apparatus.  From  the  observations 
performed,  it  appeared  that  there  were  no  evident  effects  produced  by  these 
changes  on  the  self-resonant  frequency  data  measured  with  each  individual 
coil.  The  sharpest  grid  dip  indication  of  self-resonance  occurred  at  38.  5  and 
39  megahertz  for  the  respective  coils.  The  next  sharpest  indication  occurred 
at  56  megahertz  for  both  coils,  although  a  broad  dip  was  also  observed  between 
9-11  megahertz.  Due  to  the  construction  of  the  coils,  a  broad  span  for  the 
self-resonant  frequency  could  be  expected.  The  higher  frequencies  indicated 
can  be  attributed  to  the  coils  acting  as  an  open  wire  transmission  line  and 
the  values  expressing  the  frequencies  of  reflections  on  the  line. 
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C.  THE  FREQUENCY  SPECTRUM  OF  THE  TRANSIENT  PULSE 


1.  A  Basis  for  the  Measurement  of  the  Frequency  Spectrum 

With  the  development  of  the  theory  for  Circuit  Model  II  presented  in 
Section  I,  C,  we  can  see  that  enough  detail  is  available  to  resolve  the  transient 
risetime  to  approximately  10  or  15  nanoseconds.  In  order  to  investigate  a 
higher  resolution,  we  must  bring  in  certain  third  order  details  which  would 
greatly  magnify  the  circuit  analysis  problem.  Relevant  experimental  evidence 
is  the  most  satisfactory  means  for  arriving  at  a  properly  based  decision  as  to 
whether  it  is  realistic  to  go  into  the  theoretical  detail  further.  The  experimental 
evidence  we  seek  is  the  actual  risetime  of  the  voltage  and  current  transient 
in  the  apparatus.  If  the  risetime  is  faster  than  10  or  15  nanoseconds,  then 
we  have  not  gone  far  enough  in  detailing  the  circuit  model;  if  the  risetime  is 
indeed  10  or  15  nanoseconds  or  longer,  then  we  have  included  the  significant 
parameters  and  are  justified  in  completing  the  theoretical  circuit  analysis  on 
that  basis. 

2.  Spectrum  Analysis  Technique 

The  technique  consists  of  obtaining  the  frequency  spectrum  of  the 
transient,  since  the  risetime  is  implicitly  contained  in  the  spectrum  and  can 
readily  be  determined  by  applying  the  Fourier  transform  theory,  which  relates 
the  time  domain  representation  of  a  transient  to  the  frequency  representation. 
Equivalent  representations  for  the  transient  with  which  we  are  dealing  are  shown 
in  Figure  40  . 


Figure  40.  Equivalent  Representations 

The  important  feature  of  the  equivalent  representation  is  that  the  rise- 
time  of  the  time  domain  representation  is  theoretically  related  to  the  cutoff 
frequency  in  the  frequency  domain  representation.  The  expression  which  relates 
these  two  parameters  is 


f  =  1/2T  (341  ) 

c  r 


95 


r 


The  derivation  and  treatment  of  this  expression  may  be  found  in  any  standard 
text  -°’  31  . 

To  apply  this  theory,  one  couples  a  receiver  to  the  system  and  measures 

the  frequencies  that  are  present,  searching  especially  for  the  point  in  the 

frequency  spectrum  where  the  output  falls  to  a  negligible  value.  This  will 

indicate  an  excellent  approximation  for  the  cutoff  frequency  f  -  The  rise^me 

T  can  then  be  computed  from  expression  (  341)  . 
r 

Only  the  leading  edge  of  the  transient  corresponds  to  the  transient  of 
Figure  40.  However,  this  is  the  part  of  the  waveform  which  gives  rise  to 
the  high  frequencies  shown  in  the  frequency  representation.  The  low  frequency 
oscillatory  behavior  contributes  only  to  the  low  frequency  portion  of  the  rep¬ 
resentation  and  has  no  bearing  on  the  cutoff  frequency.  Such  variations  will 
affect  the  envelope  of  the  frequency  representation,  but  the  cutoff  frequency 
is  a  clearly  defined  quantitative  point  at  the  most  rapid  time -varying  part  of 
the  waveform.  Thus,  1  nanosecond  risetime  corresponds  to  a  500  megahertz 
cutoff  frequency.  While  the  sketch  in  Figure  40  idealizes  the  situation  insofar 
as  the  immediate  problem  is  concerned,  the  frequency  domain  plot  can  be 
associated  with  the  ringing  of  the  RLC  circuit  of  Circuit  Model  II.  This  will 
introduce  a  large  peak  around  the  resonant  frequency  position.  In  addition, 
there  is  a  (sin  X/X)  multiplying  factor  associated  with  the  exponentially 
damped  rf  burst.  This  will  prevent  an  abrupt  cutoff  at  frequency  f  .  Instead, 
there  will  be  an  extended  curve  of  gradually  diminishing  high  frequency  components 
far  out  into  the  ultra  high,  and  possibly  the  microwave,  frequencies.  The  ampli¬ 
tudes  of  these  components  can  be  predicted:  what  we  must  look  for  is  a 
frequency  region  where  a  very  rapid  attenuation  in  amplitude  can  be  observed 
over  and  above  the  attenuation  predicted  for  the  exponentially  damped  rf  burst. 

In  this  manner,  the  cutoff  frequency  can  be  identified. 


3.  Experimental  RF  Spectrum  Measurements 

The  experimental  spectrum  analysis  was  exploratory  in  nature,  and 
the  noise  and  field  intensity  receivers  employed  (Empire  Devices  Model  NF  105 
and  Polarad  FIM-B)  were  the  best  equipment  available  at  that  time  for  the  type 
of  impulse  being  studied.  The  procedure  followed  was  to  place  the  proper 
antenna  in  the  desired  orientation  with  relation  to  the  spark  gap  of  the  APL-1 
apparatus,  and  then  to  scan  through  the  particular  frequency  band  of  the  tuning 
plug-in  unit,  successively  observing  and  recording  alternate  maxima  and  minima 
signal  amplitudes  at  the  frequency  indicated.  A  frequency  range  of  14  kilohertz 
to  7.  74  gigahertz  was  covered  in  this  manner.  Both  vertical  and  horizontal 
antenna  polarizations  were  studied  with  the  antenna  placed  one  meter  from  the 
spark  gap.  The  results  of  these  observations  are  plotted  in  Figure  41. 
Examination  of  the  curves  reveals  that  the  spectrum  is  exceedingly  complex, 
containing  many  maxima  and  minima  points.  The  reader  is  cautioned  not  to 
underestimate  the  magnitude  of  the  fluctuations  between  maxima  and  minima 
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because  the  logarithmic  scale  in  microvolts  per  megahertz  bandwidth  is 
deceptive  in  this  respect,  since  it  tends  to  compress  the  range. 

A  study  of  Figure  41  reveals  a  characteristic  that  is  shown  in  Figure  42. 
In  this  illustration,  the  low  frequency  and  high  frequency  asymptotes  of  the 
field  intensity  peaks  are  drawn.  We  can  ignore  a  small  percentage  of  the 
unusually  large  peaks  in  making  this  construction,  on  the  basis  that  some  of 
these  are  due  to  resonances  or  a  fortuitous  constructive  interference  from 
the  various  radiating  elements  of  the  apparatus.  The  break  point  of  the 


Figure  42.  Asymptotic  Behavior  of  Peak  Field  Intensity  Spectrum 

asymptotic  construction  occurs  at  14  megahertz.  Above  this  value,  there  is 
a  40  db  per  decade  negative  slope  which  extends  to  approximately  4.  2  gigahertz, 
the  frequency  where  the  signal  merges  into  the  receiver  noise  level.  The  low 
frequency  asymptote  is  characterized  by  a  4  db  per  decade  negative  slope.  At 
the  break  point,  the  open  circuit  voltage  at  the  receiver  terminals  is  of  the 
order  of  10  volts  per  megahertz  bandwidth. 

This  number  must  be  interpreted  extremely  carefully.  It  is  incorrect, 
for  examole,  to  conclude  that  as  a  consequence  there  are  10  microvolts  per 
hertz  bandwidth.  The  proper  interpretation  is  that  there  is  a  power  density 
of  ( 1 0 2)  /  watts  per  megahertz,  where  R  is  the  sum  of  the  antenna  radiation 
resistance  and  the  input  resistance  of  the  receiver.  The  power  density  may 
be  divided  by  106  to  convert  the  previous  number  to  watts  per  hertz  bandwidth. 
Thus,  on  the  hertz  bandwidth  basis,  the  open  circuit  voltage  at  the  receiver 
terminals  is  10  millivolts  per  hertz  bandwidth  at  the  14  megahertz  break  point. 

4 .  Evidence  for  a  Cutoff  Frequenc y 

'To  consider  the  implication  of  the  break  point,  another  plot  of 
the  asymptotic  data  is  shown  in  Figure  43.  This  illustration  uses  linear 
scales  for  field  intensity  and  frequency.  The  14  megahertz  break  point  is 
the  basis  for  a  normalized  amplitude  scale. 


98 


P'igure  43.  Asymptotic  Behavior  of  Peak  Field  Intensity 
Spectrum  Transformed  to  Linear  Scales 

The  interesting  feature,  however,  is  the  i  apidly  decaying  signal.  The  field 
intensity  falls  off  with  a  1/f2  characteristic  (where  f  is  the  frequency)  instead 
of  the  1/f  characteristic  that  would  be  expected  for  the  sidelobes  of  a  pulse 
spectrum  or  the  spectrum  of  a  damped  oscillatory  train  of  waves. 

Based  on  the  prediction  in  paragraph  C  oi  this  section,  there  is  good 
justification  for  assigning  this  rapid  drop-off  of  the  cutoff  region  in  the 
spectrum  of  the  step  function  with  a  leading  edge  having  a  definite  risetime. 

To  obtain  a  number  for  the  cutoff  frequency,  we  can  arbitrarily  project  the 
slope  of  the  upper  part  of  the  drop-off  curve  until  it  intersects  the  frequency 
axis,  as  illustrated  in  Figure  43.  The  cutoff  frequency  indicated  by  this 
method  is  approximately  23  megahertz.  However,  we  could  use  any  other 
reasonable  criterion.  The  (1/10  )  power  point  (relative  to  the  power  at  the 
break  point)  ,  for  example,  would  occur  at  the  0.  316  normalized  field 
intensity  value.  This  method  defines  a  cutoff  frequency  of  35  megahertz. 

The  precise  valve  is  not  really  critical;  it  is  of  more  importance  that 
the  region  of  the  cutoff  frequency  seems  to  be  localized  in  the  vicinity  of  30 
megahertz.  Applying  equation  (  341),  a  risetime  for  the  impulse  of  approx¬ 
imately  17  nanoseconds  is  predicted.  This  experimental  result  is  in  good 
agreement  with  the  theoretically  predicted  risetime  of  1  5  nanoseconds  (see 
Section  I,  C.  4).  Another  conclusion  which  follows  from  the  experimental 
results  is  that  the  breakdown  time  of  the  spark  gap  is  less  than  approximately 
1 5  nanoseconds. 


5.  Magnitude  of  UHF  and  Microwave  Power 

Although  microwave  radiation  was  not  unexpected,  it  is  interesting 
to  find  such  high  frequencies  in  the  spectrum  (Figure  41)  .  Their  presence 
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presents  two  questions:  (1)  by  what  mechanism  do  the  microwave  frequencies 
originate?  ,  and  (2)  is  there  sufficient  microwave  energy  to  cause  a  possible 
optical  effect? 

It  is  conjectured  that  very  little  of  the  microwave  energy  is  traceable 
to  the  plasma  in  the  spark  gap.  In  other  words,  the  spark  performs  the 
function  of  a  switch  rather  than  that  of  a  generator.  This  conjecture  is  based 
uoon  the  shape  of  the  high  frequency  end  of  the  frequency  spectrum,  which  is 
more  consistent  with  that  of  an  impulse  spectrum.  If  plasma  generated  oscil¬ 
lations  were  present,  one  would  expect  to  find  a  strong  peak  in  the  microwave 
region  considerably  more  prominent  than  any  of  the  maxima  appearing  in  the 
observed  structure  of  that  region.  An  estimate  of  the  microwave  signal 
strength  yields  magnitudes  of  10  12  watts  per  hertz  bandwidth  in  the  vicinity 
of  1.0  gigahertz,  which  represents  the  total  available  power  per  hertz  band¬ 
width  at  the  sample  or  reference  coil. 

Additional  receiver  measurements  enable  us  to  determine,  with  reasonable 
assurance,  the  magnitude  of  the  maximum  microwave  or  UHF  signal  available 
at  the  sample  or  reference  coil,  in  order  to  assess  the  possible  imoortance  of 
these  frequencies  in  connection  with  the  Allison  effect.  Figures  44  and  45  show 
the  results  of  receiver  measurements  taken  with  the  dipole  antenna  placed  in 
a  horizontal  and  vertical  orientation  3  inches  away  from  the  coils.  In  either 
case,  the  open  circuit  receiver  voltage  is  of  the  order  of  104  microvolts  per 
megahertz  bandwidth. 


Figure  44.  Radiated  Noise  Spectrum  from  Spark  Gap  Discharge, 

Antenna  Oriented  in  Horizontal  Position,  Three  Inches 
from  Gap  and  Three  Inches  from  Coils  (PRF  =  60  pps) 
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FREQUENCY  IN  MEGAHERTZ 


Figure  45.  Radiated  Noise  Spectrum  from  Spark  Gap  Discharge, 
Antenna  Oriented  in  Vertical  Position,  Three  Inches 
from  Gap  and  Three  Inches  from  Coils  (PRF  =  60  pps) 


The  measuring  circuit,  consisting  of  the  coil  and  the  antenna,  is  very- 
complex.  However,  the  approximate  equivalent  circuit  of  Figure  46  renders 
an  order  of  magnitude  value  for  the  coil  voltage.  Using  the  1.0  gigahertz 
dipole  antenna,  a  conservative  value  of  1  picofarad  coupling  capacitance 
between  the  antenna  and  coil  can  be  assumed.  For  the  larger  lower  frequency 
antennas,  the  capacitance  will  increase.  At  1.0  gigahertz,  the  reactance  of 
this  coupling  element  is  about  160  ohms;  the  receiver  has  a  50  ohm  input 
impedance.  Accordingly,  the  voltage  across  the  coil  can  be  computed  by 
means  of  the  potential  divider  formula.  In  this  case,  the  coil  voltage  is  less 
than  105  microvolts  per  megahertz  bandwidth.  We  must  also  assume  an 
effective  bandwidth  from  which  the  sample  in  the  coil  absorbs  or  utilizes  RF 
energy*  oi  lUUU  lur  trie  I'e&uncUieo  dSsOtidteu  wun  me  iuuauu  uiicuumciiuii 

would  be  conservative  considering  the  various  physical  resonances  which  could 
be  involved  in  producing  the  effect.  The  relation  between  the  Q  and  bandwidth  is 


Q  - 


fr 

BW 


(342  ) 


At  1.0  gigahertz,  a  Q  of  1000  indicates  a  bandwidth  of  1  megahertz.  Thus, 
the  effective  coil  voltage  is  105  microvolts. 
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6.  Maxima  and  Minima  Observations 

The  origiii  of  the  abundance  of  maxima  and  minima  observed  during 
the  spectrum  analysis  is  attributable  to  three  causes:  interference,  presence 
of  high  Q  circuits,  and  the  shape  of  the  impulse.  Interference  enters  into  the 
picture  above  50  megahertz  .  At  this  point,  the  apparatus  becomes  an  efficient 
radiator,  or  antenna,  because  its  size  is  an  appreciable  fraction  of  a  wave¬ 
length.  Wires,  coils,  and  other  metal  objects  are  distributed  throughout 
the  apparatus.  In  addition,  there  are  metallic  objects  located  near  the 
apparatus.  A  receiving  antenna  placed  in  the  vicinity  receives  electromagnetic 
signal  components  having  different  amplitudes  and  phases  from  all  the  active 
elements  and  from  the  passive  reflectors.  As  the  frequency  to  which  the 
receiver  is  tuned  varies,  the  amplitudes  and  phases  vary.  The  received  signal 
amplitude  depends  upon  the  type  of  interference.  The  destructive  interference 
results  in  a  minimum,  the  constructive  interference  in  a  maximum.  The 
frequencies  corresponding  to  the  maxima  and  minima  caused  by  interference 
effects  do  not  follow  a  set  pattern,  because  the  various  radiating  and  reflecting 
elements  do  not  form  a  simple  configuration. 

The  various  high  Q  resonant  circuits  in  the  equipment  are  the  second 
cause  of  maxima  and  minima.  These  circuits  ring  when  they  are  excited  by 
the  discharging  capacitor.  Some  are  lumped  parameter  circuits  and  others 
are  formed  from  elements  having  distributed  parameters.  The  most  prominent 
of  the  peaks  is  that  due  to  the  fundamental  200  kilohertz  resonant  circuit.  A 
shorted  section  of  parallel  wire  transmission  line  displays  numerous  resonances 
the  fundamental  value  is  that  frequency  for  which  the  length  of  line  is  a  quarter 
wavelength  long.  Other  frequencies  correspond  to  wavelengths  for  which  the 
line  length  represents  odd  and  even  multiples  of  a  quarter  wavelength.  The 
peaks  in  the  experimental  data  which  correspond  to  such  resonances  are 
difficult  to  identify  by  inspection;  however,  their  positions  can  be  calculated 
by  a  numerical  solution  of  the  equivalent  circuit. 
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A  third  set  of  maxima  and  minima  arise  from  the  shape  of  the  impulse, 
Fourier  analysis  of  an  impulse  often  contains  a  (sin  X/X)  multiplying  factor. 
When  we  deal  with  a  periodically  repeated  impulse,  there  is  always  a  basic 
discrete  spectrum  that  gives  rise  to  peaks. 

Two  of  the  characteristic  features  of  this  impulse  which  have  come 
to  light  thus  far  are:  (1)  an  exponentially  damped  oscillatory  transient  (with 
a  modified  structure  of  the  first  or  so  cycle),  and  (2)  a  relatively  fast  rise 
at  the  beginning  of  the  transient,  that  is,  a  physical  approximation  of  a  step 
function.  Neither  of  these  features  possess  a  (sin  X/X)  term  in  their  frequency 
spectrum;  they  both  have  a  smooth  continuous  spectrum.  However,  it  is  quite 
likely  that  there  a~e  impulse  variations  in  the  waveform  which  will  generate 
such  a  term.  The  observed  leading  edge  is  quite  complex.  Certainly,  there 
is  a  discrete  structure  corresponding  to  the  60  pps  repetition  frequency  of  the 
impulse;  however,  the  elements  of  this  discrete  spectrum  are  so  close  together 
(about  17  elements  per  kilohertz  or  17,  000  per  megahertz)  that  it  is  impossible 
for  a  conventional  receiver  to  resolve  them,  since  many  elements  are  contained 
in  the  overall  bandwidth  of  such  a  receiver.  Furthermore,  the  jitter  due  to  the 
uncertainty  in  gap  breakdown  would  tend  to  smear  out  these  elements,  even 
though  a  very  narrow  bandwidth  or  phase  detection  were  used. 

The  frequency  spectrum  has  been  examined  carefully  for  evidence  of 
regularly  spaced  minima.,  but  nothing  really  conclusive  has  been  found.  The 
region  below  50  megahertz  would  be  the  most  likely  range  for  these  minima. 
Above  that  value,  the  minima  caused  by  interference  effects  would  tend  to 
mask  this  effect.  It  is  very  possible  that  the  deep  minima  located  around 
3.  9  megahertz  and  7.  8  megahertz  are  minima  of  the  third  type;  if  so,  this 
would  indicate  the  presence  of  some  sort  of  pulse  structure  at  the  very 
beginning  of  the  impulse,  the  pulse  being  approximately  250  nanoseconds  wide. 
Again,  the  finite  bandwidth  of  the  receiver  prevents  accurate  location  of  the 
minima;  if  it  were  necessary  to  resolve  these  locations  more  accurately, 
a  receiver  with  a  very  narrow  IF  bandwidth  would  be  required.  A  suitable 
spectrum  analyzer  would,  of  course,  be  the  ideal  instrument  for  this  task, 
providing  the  tendency  of  the  pulse  repetition  rate  of  the  spark  gap  to  shift 
could  be  eliminated. 

Finally,  some  of  the  an  plitude  fluctuations  are  due  to  the  variations 
in  response  of  the  antenna  and  the  receiver.  Offhand,  the  fluctuations  within 
plus  or  minus  5  db  of  the  average  amplitude  may  be  suspected  as  being  of 
this  nature. 


7.  Summary  of  Experimental  RF  Spectrum  Analysis 

There  are  two  major  experimental  results; 

(1)  The  KF  spectrum  analysis  predicts  the  existence  of  an 
approximately  15  nanosecond  risetime  at  the  beginning  of  the 
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oscillatory  transient.  The  intensities  of  the  frequency  components 
begin  to  reduce  sharply  in  the  corresponding  frequency  region.  This 
is  in  agreement  with  previous  theoretical  predictions. 

(2)  There  is  a  long  curve  of  decreasing  amplitude  in  the 
experimental  RF  spectrum.  Measureable  frequency  components 
which  are  part  of  the  extreme  spectrum  of  the  damped  oscillatory 
transient  exist  out  to  approximately  4  gigahertz.  The  intensities 
fall  off  more  rapidly  than  is  predicted  by  theory,  but  the  UHF  and 
microwave  components  are  weak  and  would  not  be  detectable  with¬ 
out  the  aid  of  a  fairly  sensitive  UHF  or  microwave  receiver. 

In  addition,  there  are  a  number  of  minor  experimental  results: 

(3)  The  predicted  fundamental  resonance  of  the  charging 
capacitor  and  the  inductance  of  the  line  and  coil  system  have  been 
confirmed  at  200  kilohertz  for  our  apparatus. 

(4)  There  are  numerous  maxima  and  minima  in  the  RF  spectrum 
which  would  be  much  more  pronounced  if  a  receiving  instrument  with 

a  higher  resolution  were  available. 

(5)  The  UHF  and  microwave  energy  generated  in  the  system 
reaches  the  sample  and  reference  coils  without  suffering  great 
attenuation.  (It  was  observed,  see  Figures  44  and  45,  that  the 
field  intensity  measured  near  a  coil  was  greater  than  that  measured 
near  the  spark  gap.  This  can  be  explained  by  the  fact  that  the  coil 
is  a  much  more  effective  radiator  of  the  high  frequency  electro¬ 
magnetic  energy  than  the  enclosed  spark  gap  and  the  distributed 
parameters  extending  from  it.  ) 

The  experimental  results  serve  to  narrow  the  search  to  two  independent 
areas: 


(1)  If  the  classical  type  of  magneto-optic  or  electro-optic  effect 
is  active,  then  the  important  frequency  range  seems  to  lie  below 
approximately  30  megahertz,  because  only  at  these  frequencies  is 
the  field  intensity  high  enough  to  produce  observable  optical  effects, 
even  for  resonances.  In  this  area,  Circuit  Model  II  (with  the 
elaboration  required  by  the  two  parallel  paths  and  the  mutual  induct¬ 
ance)  contains  all  the  necessary  parameters  to  permit  a  theoretical 
study. 

(2)  The  region  above  approximately  30  megahertz  would  be 
important  only  if  an  amplifying  type  of  quantum  phenomenon  were 
active  in  producing  the  Allison  effect.  Even  here,  Circuit  Model  II 
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would  be  useful,  since  the  UHF  and  microwave  components  seem 
to  form  the  '’tail"  of  the  RF  spectrum  of  a  wave  shape  generated  by 
the  basic  circuit.  Since  the  experimental  evidence  portrays  the 
spark  gap  mainly  as  a  passive  switch  and  not  as  an  active  source, 
the  only  additional  theoretical  work  on  the  circuit  might  be  a  study 
of  a  coil  as  a  slow  wave  structure,  and  this  would  not  be  necessary 
unless  it  is  decided  to  research  the  possibility  of  the  above  mentioned 
quantum  effect. 

Such  frequencies  (either  1  or  2  above)  had  not  been  considered  by  previous 
investigators  except,  perhaps,  by  Snoddy  19,  although  his  work  was  not  of  a 
quantitative  nature. 

D.  OBSERVATIONS  WITH  PULSE  GENERATOR  INPUT  AND  NORMAL  OPERATION 

1.  Basis  for  Experimental  Application  of  Pulse  Generator 

The  erratic  behavior  of  the  usual  spark  gap  as  employed  in  this 
apparatus  defeats  any  attempt  at  precision  analysis,  even  with  the  most  modern 
oscillographic  equipment.  However,  if  the  spark  gap  is  simulated  by  use  of  a 
pulse  generator  with  its  perfectly  reproducible  pulses  occurring  at  exactly  defined 
intervals,  then  full  advantage  can  be  taken  of  the  capabilities  of  cathode  ray 
oscilloscope  equipment.  Although  the  main  objective  of  the  pulse  generator 
technique  was  to  analyze,  check,  and  trouble-shoot  the  experimental  electrical 
circuit,  there  is  now  clear  evidence  to  indicate  that  it  may  have  disclosed 
phenomena  which  can  be  correlated  with  the  Allison  effect,, 

2.  Spark  Gap  Simulation  -  APL-1  Apparatus 

To  simulate  the  electrical  pulse  generated  by  the  spark  gap  breakdown, 
the  electrical  circuit  of  APL-1  was  adapted  as  shown  in  Figure  47.  The  5  ohm 
component  of  the  voltage  divider  network  was  used  to  approximately  simulate 
the  spark  gap  resistance.  The  matching  network  itse.’f  was  dictated  by  the 
specifications  of  the  pulse  generator  (Hewlett-Packard  Model  214A)  for  devel¬ 
oping  the  maximum  output,  that  is,  50  volts  across  a  50  ohm  load. 

It  can  be  noted  in  comparing  Figures  47  and  28  that  the  spaik  gap 
simulating  resistance  has  been  placed  in  the  opposite  line  returning  to  the 
charging  capacitor  and  high  voltage  transformer  secondary.  The  purpose  of 
this  circuit  manipulation  was  to  furnish  a  common  ground  point  on  the  same 
level  for  the  pulse  generator  and  the  single -ended  oscilloscope  inputs.  Intro¬ 
ducing  the  pulses  in  the  former  configuration  would  yield  unsatisfactory  results 
due  to  probe  grounding  problems. 


105 


The  pulse  generator  output  at  the  5  ohm  resistor  was  adjusted  to  develop 
approximately  4-to  5-volt  pulses  80  microseconds  in  duration,  at  a  pulse 
repetition  frequency  of  100.  The  risetime  of  the  pulses  generated  was  determined 
to  be  approximately  10  nanoseconds. 

In  these  measurements,  consideration  was  given  to  the  resistive, 
capacitive,  and  risetime  characteristics  of  the  passive  oscilloscope  probes, 
which  is  necessary  to  obtain  realistic  results.  After  preliminary  checks 
with  available  equipment,  the  measuring  components  for  the  low  voltage  inputs 
comprised  a  Tektronix  585A  oscilloscope  with  type  8?.  dual-trace  plug-in 
unit  and  type  P6008  passive  probes.  This  combination  results  in  an  optimum 
measurement  system  with  a  4.  5  nanosecond  risetime,  10  megohm  input 
resistance,  and  7  picofarad  input  capacitance,  which  is  ideal  for  our  immedi¬ 
ate  application. 
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Prior  to  actual  measurements,  extreme  care  must  be  exercised  in 
matching  the  initial  slope  and  amplitude  of  the  probes  at  the  fastest  sweep 
speed.  Following  this  procedure,  the  probes  are  placed  as  shown  in  Figure  47 
for  a  particular  measurement  where  the  voltage  across  a  coil  and  the  current 
through  the  coil  (voltage  drop  across  a  0.  01  ohm  resistor)  is  of  interest. 
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centimeter  is  shown  in  Figure  48  a)  through  e)  of  the  voltage  waveforms 
across  the  reference  coil  and  0.01  ohm  resistor  as  described  above.  In 
these  exposures,  it  is  evident  that  the  current  waveform  (lower  trace)  leads 
the  voltage  waveform  (which  has  a  risetime  of  10  nanoseconds)  and  has  an 
initial  frequency  of  about  30  megahertz  for  the  first  cycle.  The  characteristic 
waveform  observed  at  this  stage  can  best  be  described  as  an  initial  section 
combining  a  high-frequency  nonsymmetrical  damped  oscillation  which 
evolves  into  a  second  section  with  a  smooth  exponentially  damped  200  kilohertz 
oscillation  lasting  50  microseconds.  The  total  period  occurs  in  approxi¬ 
mately  60  microseconds. 
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Similar  exposures 
were  taken  of  measurements 
in  the  sample  coil  circuit 
which  were  comparable 
except  for  minor  waveform 
dissimilarities  at  the  high- 
frequency  end  as  shown  in 
Figure  49,  where  a  com¬ 
posite  exposure  illustrates 
the  waveforms  across  both 
the  sample  and  reference 
coil  superimposed  and 
individually.  The  obvious 
dissimilarities  between  the 
waveforms  can  be  attrib¬ 
uted  to  construction  irregu¬ 
larities  in  the  lines  which 
result  in  electrical  coupling 
between  the  trolley  as 
shown  in  Figure  28.  These 
dissimilarities  will  be 
evident  during  the  first 
microsecond  of  the  wave¬ 
form;  below  this  point,  the 
resolution  between  the  two 
oscilloscope  traces  will  not 
permit  further  discrimi¬ 
nation. 

Observations  con¬ 
ducted  to  determine  the 
effect  of  moving  the  sample 
trolley  on  the  waveform 
resulted  in  the  initial  con¬ 
clusion  that  the  only 
evident  effect  was  a  reduc¬ 
tion  in  sample  signal 
amplitude  (regardless  of 
whether  a  sample  was  in 
the  coils  or  not)  due  to  tho 


Figure  48.  Voltage  and 
Current  Signals  Present 
in  Reference  Coil,  APL-1 
Apparatus,  Pulse 
Generator  Input,  Vertical 
Sensitivities  -  Upper  Trace 
2  v/cm,  Lower  Trace 
0.  1  v/cm 


e)  5.0  psec  /cm 
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circuit  parameters  as  the  length  of  the  trolley  line  was  increased  from  0 
to  10  Allison  units. 

A  closer  examination  of  the  superimposed  waveforms  during  the  first 
0.  1  microsecond  reveals  a  significant  change  in  amplitude,  phase,  and  wave¬ 
form  characteristic  for  five  positions  of  sample  trolley  with  respect  to  the 
reference  trolley  position.  Figure  50  illustrates  a  composite  photograph 
of  the  five  trolley  positions  with  both  traces  superimposed.  Considering 


SUPERIMPOSED 
REFERENCE 
SAMPLE 

Figure  49.  Comparison  of  Reference  and  Sample  Coil  Voltage 
Waveforms,  APL-1  Apparatus,  Horizontal  Sweep 
Speed  -  .05  psec/cm,  Vertical  Sensitivity  -  2  v/crn 

the  amplitude  change  first,  the  amplitude  decreases  as  the  length  of  the 
sample  trolley  is  increased,  whereas  the  reference  signal  amplitude 
remains  the  same.  The  change  in  waveform  characteristic  is  due  to 
constructive  or  destructive  reinforcement  of  the  waveform  as  reflections 
on  the  line  increase  with  a  corresponding  increase  in  line  length.  Finally, 
a  significant  observation  which  was  not  given  a  great  deal  of  consideration 
at  the  time  was  the  phase  change  between  the  two  signals  at  the  initial 
risetime  slope  from  position  0.  00  to  2.  5  Allison  units.  The  significance 
of  this  observation  with  relation  to  apparatus  constructions  and  calibration 
will  be  brought  out  in  paragraph  E#l)  of  this  section. 


Further  observations  were  conducted  to  experimentally  detect  and 
compare  the  waveform  effect  of  displacing  the  reference  coil  with  respect 
to  the  sample  coil  along  the  optical  bench  .  As  observed  in  Figure  50, 
a  similar  shift  in  phase  between  the  waveforms  occurs,  and  is  illustrated 
in  Figures  51  and  52,  even  though  there  are  physical  limitations  to  the 
extent  to  which  a  practical  displacement  of  the  coils  on  the  bench  can  be 
made. 


3.  Normal  Operation  Observations  -  APL-1  Apparatus 

With  the  APL-1  system  connected  for  normal  operation  (as  in 
Figure  28),  the  initial  waveform  of  the  voltage  across  the  reference  and 
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sample  coils  and  the  current  through  the  coils  (voltage  drop  across  0.01 
ohm)  were  recorded  as  shown  in  Figures  53  and  54. 


O  Progressive  Waveform  Changes 
A  Amplitude  Changes 
0  Phase  Shift 


0.  00  2.  5  5.  0  7.  5  10.  0  Units 

Figure  50.  Reference  and  Sample  Signal  Changes  as  a  Function 
of  Sample  Trolley  Position,  APL-1  Apparatus,  Hori 
zontal  Sweep  Speed  .05  jxsec/cm,  Vertical  Sensitivity 
1  v/cm 
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Figure  51.  Sample  Signal  Phase  Shift  Induced  by  Coil  Separation  - 
Low-frequency  End,  APL-1  Apparatus,  Horizontal 
Sweep  Speed  -  2  ^xsec/cm,  Vertical  Sensitivity  -  2  v/cm 
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Figure  52.  Sample  Signal  Phase  Shift  Induced  by  Coil  Separation  - 
High-frequency  End,  APL-1  Apparatus,  Horizontal 
Sweep  Speed  -  10  nsec/cm,  Vertical  Sensitivity  -  0.  5  v/cm 
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Figure  53.  Initial  Voltage  and  Current  Waveforms  at  Reference 
Coil,  APL-1  Apparatus,  A  -  Voltage,  B  -  Current, 
Horizontal  Sweep  Speed  -  10  nsec/cm,  Vertical 
Sensitivity  -  A  -  5  kv/cm  and  B  -  50  v/cm 


Figure  54.  Initial  Voltage  and  Current  Waveforms  at  Sample  Coil, 
APL-1  Apparatus,  A  -  Voltage,  B  -  Current,  Hori¬ 
zontal  Sweep  Speed  -  10  nsec/cm,  Vertical  Sensitivity  - 
A  -  5  kv/cm  and  B  -  50  v/cm 

An  examination  of  these  waveforms  indicates  a  peak  voltage  pulse  of 
approximately  5  kilovolts  (negative)  when  the  spark  gap  breaks  down.  The 
peak  current  pulse  occurs  at  about  50  nanoseconds  after  the  spark  gap 
breaks  down  and  has  a  maximum  amplitude  of  10,000  amperes.  However, 
one  must  be  cautioned  in  seriously  considering  this  magnitude  as  indicative 
of  the  actual  current  present  in  the  coil.  There  are  indications  that  a 
significant  portion  of  this  amplitude  is  due  to  rf  fields  inducing  a  voltage 
drop  across  the  purely  resistive  element  (.01  ohm)  and  the  resistive 
component  of  the  high  input  impedance  probe.  Attempts  at  eliminating  this 
pickup  have  thus  far  been  unsuccessful.  One  evident  difficulty  is  that  from 
a  rf  measurement  standpoint  the  system  construction,  while  unavoidable, 
is  undesirable.  The  physical  lengths  of  line  and  leads  involved  are  a  serious 
drawback  when  rf  radiation  is  present.  For  example,  the  ground  side  in  the 
system  is  several  feet  long,  offering  an  idval  antenna  element  for  picking  up  rf. 
However,  the  current  waveform  contour  can  be  considered  as  representative 
of  the  actual  current  in  the  coils.  In  comparing  the  current  waveforms  for 
each  coil,  it  is  quite  evident  that  the  signals  differ  considerably  due  to  a 
nonsymmetrical  trolley  line  construction. 
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In  an  attempt  to  check  the  effect  (pulse  generator  input)  of  the  line 
symmetry  on  the  waveforms,  the  circuit  shown  in  Figure  28  was  changed 
by  moving  the  lead  from  point  A  to  point  B,  and  the  lead  from  the  gap 
to  point  C,  keeping  these  leads  and  trolley  lengths  approximately  equal 
wherever  possible.  The  recorded  results  shown  in  Figure  55,  when  com¬ 
pared  to  Figure  49,  show  considerable  improvement  in  waveform 
similarity.  The  lower  pair  of  superimposed  figures  shows  the  effect  of 
moving  the  lead  to  point  C  (see  Figure  28  ),  seven  inches  closer  to  the 
sample  trolley. 


Figure  55.  Coil  Waveforms  with  Symmetrical  Lines,  APL-1, 
Pulse  Generator  Input,  Horizontal  Sensitivity  - 
20  nsec/cm.  Vertical  Sensitivity  -  2  v/cm 


4.  Spark  Gap  Simulation  -  Allison's  Apparatus 


Extensive  observations  and  measurements  were  conducted  using 
Allison's  apparatus^  (see  Figure  31)  .  The  same  series  of  observations 
shown  in  Figure  48  was  repeated  with  this  system  and  appears  in  Figure  56. 
As  before,  the  current  waveform  leads  the  voltage  waveform,  but  now  the 
first  peak  and  successive  peaks  are  not  as  high  or  as  smooth  as  observed 
with  the  APL-1  apparatus.  An  examination  and  comparison  of  the  voltage 
waveforms  of  the  two  apparatuses  reveals  a  considerable  difference  in  the 
first  three  microseconds.  The  initial  cycle  is  much  lower  in  amplitude 
but  of  approximately  the  same  risetime  and  duration.  With  regard  to 
successive  cycles  (a  comparison  should  also  be  made  with  Figure  8  and  the 
accompaning  theoretical  prediction),  the  effect  of  reflections  cancelling  or 
reinforcing  the  exponentially  damped  waveform  is  obvious  in  this  symmetri¬ 
cal  system.  After  the  first  3  microseconds,  the  voltage  waveforms  can  be 
considered  identically  the  same,  and  resolves  into  an  exponentially  damped 
oscillation  (10  cycles)  lasting  about  50  microseconds. 


Similar  exposures  were  taken  of  measurements  in  the  sample  coil 
circuit  which  were  more  comparable  with  this  apparatus  as  shown  in  Figure  57, 
where  a  composite  exposure  illustrates  the  waveforms  across  both  the 
sample  and  reference  coils  superimposed  and  individually. 
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b)  0.  1  jisec/cm 
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The  minor  dissimilar¬ 
ities  which  still  exist  between 
the  waveforms  can  best  be 
attributed  to  minor  charac¬ 
teristic  electrical  differences 
between  the  two  trolley  lines 
which  affect  the  high  fre¬ 
quency  components  of  the 
signals. 

A  closer  examination 
of  the  superimposed  wave¬ 
forms  during  the  first  0.  1 
microsecond  again  reveals 
a  significant  change  in 
amplitiide,  phase,  and  wave¬ 
form  characteristic  for  six 
positions  of  sample  trolley 
with  respect  to  the  calibrated 
reference  trolley  position. 
Figure  58  illustrates  a 
composite  photograph  of  the 
six  trolley  positions  with 
both  traces  superimposed. 

In  this  photograph,  a  change 
in  amplitude  between  the  two 
waveforms  the  * 

initial  riset  not  apparent. 

The  most  apparent  effect  of 
moving  the  sample  trolley 
over  18  Allison  units  from  the 
calibrated  position  (15.00)  is 
the  shift  in  phase  between  the 
two  signals  and  the  effect  on 
the  reference  waveform. 

At  the  calibrated  position, 
the  leading  edge  of  the  two 
signals  coincide  perfectly 
(within  the  resolution  of  the 


e)  5.  0  iisec/cm 


Figure  56.  Voltage  and 
Current  Signals  Present  in 
Reference  Coil,  APL-1 
Apparatus,  Pulse  Generator 
Input,  Vertical  Sensitivities  - 
Upper  Trace  2  v/cm,  Lower 
Trace  0.  1  v/ cm 


Current 


Figure  57.  Comparison  of  Reference  and  Sample  Coil 
Voltage  Waveforms,  Allison's  Apparatus, 
Horizontal  Sweep  Speed  -  0.  05  fisec/cm, 
Vertical  Sensitivity  -  2  v/cm 


Figure  58  .  Reference  and  Sample  Signal  Changes  as  a 
Function  of  Sample  Trolley  Position, 
Allison's  Apparatus,  Horizontal  Sweep 
Speed  -  0.  05  |asec/cm,  Vertical  Sensi  - 
tivity  -  2  v/cm 


trace  widths  at  this  sweep  speed),  and,  as  the  sample  trolley  is  moved 
up-scale,  the  phase  of  the  sample  signal  lags  the  reference  signal. 

Further  observations  of  the  waveforms  were  recorded  in  Figure  59 
with  the  sample  trolley  at  3.  00,  15.  00  ,  and  27.  00  Allison  units.  With  a 
sweep  speed  of  10  nanoseconds  per  centimeter,  the  phase  shift  of  the 
sample  signal  from  a  leading  position  to  in-phase  and  then  to  a  lagging 
position  is  obvious.  In  other  words,  we  can  match  the  initial  leading 
edges  of  the  voltage  waveform  signals  relatively  well,  simply  by  matching 
the  oscilloscope  presentation  as  the  sample  trolley  is  moved  through  the 
calibrated  position.  The  accuracy  would  depend  on  the  sweep  speed  and 
resolution  to  which  an  operator  could  detect  a  difference  between  the  two 
traces.  The  only  difficulty  in  matching  the  two  waveforms  would  be  due 
to  the  presence  of  an  excessive  dissimilarity  in  the  waveforms  caused  by 
different  characteristic  impedance  between  the  two  trolley  lines. 
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Figure  59.  Reference  and  Sample  Signal  Changes  as  a 

Function  of  Sample  Trolley  Position,  Allison's 
Apparatus,  Horizontal  Sweep  Speed-10  nsec/cm, 
Vertical  Sensitivity  -  2  v/cm 


As  with  the  APL-1  system,  further  observations  on  Allison's  system 
were  conducted  to  experimentally  detect  and  compare  the  waveform  effect  of 
displacing  the  reference  coil  with  respect  to  the  sample  coil  along  the 
optical  bench.  As  observed  in  Figure  52,  a  similar  shift  in  phase  occurs 
and  is  shown  in  Figure  60;  although  the  effect  is  not  as  obvious,  a  slight 
change  could  be  observed  at  the  high  frequency  end  of  the  voltage  waveform. 
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Figure  60.  Sample  Signal  Phase  Shift  Induced  by  Coil  Separation, 
High-frequency  End,  Allison's  Apparatus,  Horizontal 
Sweep  Speed  -  10  nsec /cm,  Vertical  Sensitivity  -  2  v/cm 

A  further  experiment  conducted  with  Allison's  apparatus  consisted  of 
changing  the  position  of  the  main  slidewire  termination  from  0  to  36  meters 
total  length  (0-18  meters  parallel  transmission  line),  with  the  reference 
and  sample  trolleys  at  the  calibrated  position.  The  effect  of  these  changes 
is  shown  in  Figure  61.  As  might  be  expected,  the  risetime  of  the  waveforms 
increased  as  the  main  slidewire  length  is  increased.  The  optimum  phase 
match  between  the  tv/o  waveforms  occurs  when  the  total  length  of  line  is 
9  meters  long.  At  this  point,  we  can  also  observe  that  the  initial  risetime 
of  the  waveforms  could  aim  be  considered  optimum  in  comparison  to  the 
other  curves. 
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Figure  61.  Comparison  of  Reference  and  Sample  Coil  Voltage 
Waveforms  as  a  Function  of  Main  Slidewire, 

Horizontal  Sweep  Speed  -  10  nsec/cm,  Vertical 
Sensitivity  -  1.0  v/cm 

5.  Normal  Operation  Observations  -  Allison's  Apparatus 

With  Allison's  system  connected  for  normal  operation  (as  in  Figure 
31),  the  initial  waveform  of  the  voltage  across  the  reference  and  sample  coils 
and  the  current  through  the  coils  were  recorded  as  shown  in  Figures  62  and  63. 


Figure  62.  Initial  Voltage  and  Current  Waveforms  at  Reference 
Coil,  Allison's  Apparatus,  A  -  Voltage,  B  -  Current, 
Horizontal  Sweep  Speed  -  10  nsec/cm.  Vertical 
Sensitivity  -  A  -  5  kv/cm  and  B  -  50  v/cm 


Figure  63.  Initial  Voltage  and  Current  Waveforms  of  Sample 

Coil,  Allison's  Apparatus,  A  -  Voltage,  B  -  Current, 
Horizontal  Sweep  Speed  -  10  nsec/cm,  Vertical 
Sensitivity  -  A  -  5  kv/cm  and  B  -  50  v/cm 
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In  comparison  to  the  waveforms  in  Figures  54  and  55,  the  voltage  wave¬ 
forms  observed  bn  Allison's  system  have  a  longer  duration  to  the  initial  peak. 

In  addition,  the  peak  current  pulse  occurs  approximately  50  nanoseconds  after 
the  voltage  pulse  (10  nanoseconds  later  than  on  the  APL-1  apparatus).  The 
similarity  between  the  current  pulses  for  the  first  cycle  is  apparent;  succeeding 
cycles,  however,  are  different  in  contour  and  amplitude.  At  the  same  time, 
additional  observations  were  recorded  to  show  the  effect  on  the  sample  voltage 
and  current  waveforms  for  increased  sample  trolley  lengths  as  shown  in  Figure 
a)  and  b). 


a)  Sample  Trolley  at  25  Allison  Units 


b)  Sample  Trolley  at  33  Allison  Units 


Figure  64.  Initial  Voltage  and  Current  Waveforms  of  Sample 
Coil  as  a  Function  of  Sample  Trolley  Position, 

Allison's  Apparatus,  A  -  Voltage,  B  -  Current, 

Horizontal  Sweep  Speed  -  10  nsec/cm,  Vertical 
Sensitivity  -  A -5  kv/cm  and  B  -  50  v/cm 

At  the  indicated  points,  a  significant  change  in  the  waveform  has  been 
observed  which  can  be  attributed  to  constructive  or  destructive  reinfor  ements 
of  the  signal  set  up  on  the  trolley  lines  for  a  given  length  of  line.  Extreme 
care  must  be  exercised  in  these  measurements,  particularly  with  regard  to 
observing  time  lapse,  electrode  spacing  and  wear,  and  gas  pressure.  A 
minor  change  in  any  one  of  these  variables  has  been  observed  to  affect  the 
risetime  and  amplitude  considerably.  An  example  of  the  effect  of  electrode 
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spacing  change  is  shown  in  Figure  65,  where  the  resulting  waveform  amplitude 
and  contour  effects  are  apparent  when  compared  to  Figure  62  for  the  same 
observation. 


Figure  65.  Electrode  Spacing  Change  Effect  on  Reference 

Voltage  and  Current  Waveforms,  Allison's  Apparatus, 

A  -  Voltage,  B  -  Current,  Horizontal  Sweep  Speed  - 
10  nsec/cm,  Vertical  Sensitivity  -  A  -  5  kv/cm  and 
B  -  50  v/crn 

Further  waveform  observations  were  conducted  with  the  parallel  plate 
capacitor  mount  indicated  in  Section  I  A  b).  This  mount,  which  included  its 
own  sample  coil  and  form  for  holding  the  capacitor  plates,  was  substituted 
for  the  normal  coil  thus  far  used.  The  coil  inductance  was  measured  and 
found  to  be  30  microhenries,  and  the  capacitor  size  was  calculated  at  7 
picofarads  for  the  particular  plate  spacing  chosen  for  the  observations. 

When  using  this  coil  and  capacitor  mount  configuration,  it  was  observed 
that  the  amplitude  of  the  current  waveforms  appears  to  be  higher  in  magni¬ 
tude  (see  Figure  66  a).  In  addition,  the  second  pulse  current  cycle  is 
almost  of  the  same  magnitude  as  the  initial  peak.  With  the  capacitor  plates 
placed  in  the  mount,  the  only  observable  difference  in  the  waveforms  occurs 
during  the  initial  few  cycles  of  the  signals  as  shown  in  Figure  66  b).  The 
first  and  second  peak  of  the  current  waveform  appear  to  have  been  modified 
by  a  destructive  component  of  frequency,  while  the  first  valley  appears  to 
be  constructively  reinforced. 

In  Figure  66  c),  the  effect  of  a  polystyrene  dielectric  material  (1/4  x 
2  x  8-1/2  inches)  placed  between  the  capacitor  plates  can  also  be  observed. 
The  placing  of  this  material  between  the  plates  slightly  decreases  the 
interference  effect  of  the  frequency  component  previously  observed. 

In  Figure  67  a)  through  c),  the  effect  on  the  current  waveform  of  a 
"water  cell"  capacitor^  was  observed  and  recorded  for  comparison  with 
Figure  66  (for  improving  clarity  of  minima  under  humid  weather  conditions). 
The  term  "water  cell"  refers  to  a  capacitor  plate  system  composed  of  two 
curved  foil  plates  secured,  diametr  ic  a1  ly  opposing,  against  the  inside 
diameter  walls  of  the  core  form  of  the  sample  cell  coil  and  connected  to  the 
coil  terminals. 
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a)  Coil  and  Mount  Only 


b)  Capacitor  Plates  Inserted  and  Connected 


c)  Polystyrene  Dielectric  Plate  Added 


Figure  66,  Parallel  Plate  Capacitor  Effects  on  Current 

Waveform,  Horizontal  Sweep  Speed  -  10  nsec/cm 
Sensitivity  -  50  v/cm 
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a)  Water  Cell  Capacitor  Out,  Water  Filled 
Cell  in  Position 


b)  Water  Ceil  Capacitor  in  Place  and 
Connected,  Water  Filled  Cell  Out 


c)  Water  Cell  Capacitor  in  Place  and 
Water  Filled  Cell  in  Position 


Figure  67.  Water  Cell  Capacitor  Effects  on  Current 
Waveform,  Horizontal  Sweep  Speed  -  10 
nsec/cm,  Vertical  Sensitivity  -  50  v/cm 
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A  similarity  between  these  photographs  and  those  presented  in  Figure  66 
for  the  parallel  plate  capacitor  is  apparent  to  the  observer.  With  the  capcitor 
out  of  the  circuit,  but  the  plates  physically  in  position,  the  waveforms  in 
Figures  66  a)  and  67  a)  are  similar  except  for  the  large  negative  swing  of 
each  cycle.  Connecting  the  capacitors  electrically  in  the  circuit  also  has 
similar  effects  on  the  current  waveforms  as  shown  in  Figures  66  b)  and  67  b). 
The  waveform  has  been  modified  similarly  as  described  before  by  a  component 
of  frequency.  The  effective  waveform  change  introduced  by  placing  a  dielectric, 
in  this  case  the  water -filled  cell  between  the  capacitor  plates,  is  also  similar 
in  Figures  66  c)  and  67  c).  The  preshoot  and  undershoot  for  that  portion  of 
the  waveforms,  which  contains  the  second  highest  pulse,  can  be  observed  to 
decrease  in  magnitude  with  the  addition  of  dielectric  material.  Two  additional 
assumptions  which  may  be  drawn  from  these  figures  are  that,  in  general,  the 
current  waveforms  with  the  water  cell  capacitor  in  the  circuit  are  more  clearly 
defined  than  with  the  parallel  plate  capacitor  method,  and  the  time  of  the  initial 
peak  current  occurs  10  nanoseconds  later  with  the  water  cell  capacitor  in  place. 

The  series  of  observations  on  Allison's  apparatus  was  concluded  with  an 
examination  of  the  charging  voltage  build-up  across  the  capacitor  prior  to  the 
spark  gap  breakdown  and  the  damped  oscillation  following  the  breakdown. 

Figure  68  a)  represents  the  initial  charging  curve  of  the  capacitor.  A  peak  to 


a)  Charging  Curve  Across  Capacitor,  Horizontal 
Sweep  Speed  -  0.  2  ms /cm,  Vertical  Sensitivity  - 
2  kv/cm 


fc)  Discharge  Waveform  after  Spark  Gap  Break¬ 
down,  Horizontal  Sweep  Speed  -  10  psec/cm, 
Vertical  Sensitivity  -  2  kv/cm 

Figure  68.  Voltage  Waveforms  Across  Charging  Capacitor 
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peak  voltage  pulse  of  approximately  4  kilovolts  with  random  2  kilovolt  spurious 
discharges  riding  on  the  same  charging  curve  with  a  charging  cycle  period  of 
60  hertz  is  normally  observed  during  operation.  Figure  68  b)  illustrates  the 
duration  of  the  capacitor  discharge,  which  is  approximately  65  microseconds 
from  the  time  the  spark  gap  breaks  down.  The  exponentially  damped  discharge 
oscillation  has  a  frequency  of  200  kilohertz  and  damps  out  in  some  14  cycles  in 
this  65  microsecond  period. 


6.  Spark  Gap  Simulation  -  APL-2  Apparatus 

After  the  modification  of  the  APL-1  apparatus  to  the  APL-2  con¬ 
figuration  (Section  II,  A,  4),  the  same  observations  and  techniques  used  to 
detect  circuit  change  effects  were  repeated.  Using  the  pulse  generator  input 
to  the  system,  a  series  of  photographs  was  recorded  as  shown  in  Figure  69. 
With  the  reference  and  sample  coil  voltage  waveforms  superimposed  as  before 
(and  the  trolleys  at  their  calibrated  position),  a  comparison  on  an  extended 
sequence  of  time  base  exposures  was  recorded  to  present  two  complete 
pictures  of  the  electrical  system  response  with  pulse  input.  Those  seg¬ 
ments  of  the  waveform  where  the  two  signals  diverge  due  to  the  character¬ 
istics  of  the  trolley  lines  is  evident  at  the  faster  sweep  speeds.  As  the  sweep 
speed  is  decreased,  further  discrepancies  are  no  longer  discernible  due  to 
the  corresponding  loss  in  CRT  resolution  between  the  two  signals.  The 
waveforms  observed  have  an  initial  4.  0  megahertz  damped  oscillation  which 
decays  into  the  200  kilohertz  resonant  frequency  of  the  electrical  system. 
There  is  also  some  indication  of  a  high  frequency  small  amplitude  component 
superimposed  on  the  first  few  cycles  of  the  response  waveforms. 

As  was  observed  previously  with  Allison's  apparatus,  moving  the 
sample  trolley  through  six  positions  effectively  shifts  the  leading  edge  of 
the  sample  voltage  waveform  from  an  in-phase  position  (with  the  main  slide - 
wire  on  8.  96  meters  total  length,  reference  trolley  on  14.  73,  and  the  sample 
trolley  on  15.  10  Allison  units)  to  a  lagging  position  with  respect  to  the  ref¬ 
erence  waveform.  Results  of  these  observations,  which  are  shown  in  Figure 
70  a),  indicate  an  approximate  shift  of  5  nanoseconds  for  a  trolley  change  of 
15  Allison  units.  Further  observations,  as  shown  in  Figure  70  b),  were 
made  in  which  the  sample  trolley  was  placed  at  12.  00,  15.  00,  and  18.  00 
Allison  units.  A  phase  shift  of  the  initial  leading  <.:dge  of  the  sample  signal 
from  a  leading  position  to  in-phase  and  then  to  a  lagging  position  is  quite 
apparent. 


These  same  observations  were  recorded  and  are  shown  in  Figure 
70  a)  and  b)  for  the  first  half-cycle  in  order  to  demonstrate  the  general  wave¬ 
form  change  and  phase  shift  of  the  signals  as  the  relative  position  of  the 
sample  trolley  was  changed  with  respect  to  the  calibrated  reference  trolley 
position. 
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ince  and  Sample  Coil  Voltage  Waveforms,  APL-2  Apparatus,  Pulse  Generator  Input 
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a)  Sample  Trolley  at  15.00,  18.00,  21.00, 
24.00,  27.00,  and  30.  00  Allison  Units 


12.00  15.00  18.00 

b)  Sample  Trolley  at  12.00,  15.  00,  and 


18.  00  Allison  Units 

Figure  70.  Effect  of  Sample  Trolley  Position  on  Phase  Relation 
Between  Reference  and  Sample  Coil  Voltage  Wave¬ 
form,  Pulse  Generator  Input,  APL-2  Apparatus, 

Horizontal  Sweep  Speed  -  10  nsec/cm.  Vertical 
Sensitivity  -  0.  5  v/cm 

In  both  photographs  of  Figure  71,  the  extreme  sample  trolley  position 
compared  to  the  calibration  position  (15.00  Allison  units)  clearly  exhibits  a 
severe  waveform  mismatch.  The  phase  shift,  as  indicated  by  the  relative 
position  of  the  leading  edges  of  the  two  waveforms,  still  can  be  detected  for 
large  changes  in  sample  trolley  position,  even  at  this  sweep  speed. 

A  further  observation  was  conducted  with  this  apparatus  in  which  the 
position  of  the  main  slidewire  termination  from  0  to  11  meters  total  length 
(0  -  5.  5  meters  parallel  transmission  line)  was  moved  with  the  reference  and 
sample  trolleys  at  the  calibrated  position.  The  effect  of  these  changes,  shown 
in  Figure  72,  can  be  compared  with  the  observations  with  Allison's  apparatus 
shown  in  Figure  61.  The  optimum  phase  match  (for  a  laboratory  relative 
humidity  level  of  57  percent  at  the  time  these  exposures  were  recorded)  between 
the  two  waveforms  occurs  when  the  total  length  of  line  is  about  11  meters  long, 
although  in  actual  operation  the  8.  96  meter  length  (45  percent  relative  humidity) 
with  the  optimum  risetime  is  used. 
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6.00  12.00  IS.  00 

a)  Sample  Trolley  at  6.  00,  12.  00  and  15.00 
Allison  Units 


15.  00  18.00  21.00 

b)  Sample  Trolley  at  15.  00,  18.00  aid  21.00 
Allison  Units 

Figure  71.  Effect  of  Sample  Trolley  Position  on  Phase  and  Wave¬ 
form  Relation  Between  Reference  and  Sample  Voltage 
Waveforms,  Pulse  Generator  Input,  APL-2  Apparatus, 
Horizontal  Sweep  Speed  -  .  05  psec/cm,  Vertical  Sensi¬ 
tivity  -  1  v/cm 
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Meters 
6.  96 
8.96 

11. or 


Figure  72.  Comparison  of  Reference  and  Sample  Coil  Voltage 
Waveforms  as  a  Function  of  Main  Slidewire  Length, 
APL-2  Apparatus,  Horizontal  Sweep  Speed  -  10  nsec/cm, 
Vertical  Sensitivity  -  1  v/cm 
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7.  Normal  Operation  Observations  -  APL-2  Apparatus 


With  the  APL-2  apparatus  connected  for  normal  operation,  as  in 
Figure  34,  the  initial  waveform  of  the  voltage  across  the  sample  coil  and  the 
current  through  the  coil  were  recorded  as  shown  in  Figure  7  3.  This  photo¬ 
graph  was  recorded  using  a  Fairchild  766H  oscilloscope  with  a  6  x  10  cm  screen 
for  the  purpose  of  presenting  the  waveforms  on  a  larger  scale.  The  one 
apparent  drawback  with  this  oscilloscope  was  the  inability  to  trigger  the  sweep 
on  the  initial  voltage  pulse.  Approximately  40  nanoseconds  delay  is  observed 
before  the  trigger  level  is  sufficient  to  start  the  sweep.  However,  the  total 
current  waveform  is  presented  in  its  entirety. 


A 


B 


Figure  73.  Initial  Voltage  and  Current  Waveform  of  Sample 
Coil,  Normal  Operation,  APL-2  Apparatus,  A  - 
Voltage,  B  -  Current,  Horizontal  Sweep  Speed  - 
10  nsec/cm,  Vertical  Sensitivity  -  A  -  2  kv/cm 
and  B  -  200  v/cm 

In  this  figure,  the  major  difference  when  compared  to  Figure  63  is  the 
longer  initial  period  for  the  first  cycle,  approximately  15  nanoseconds.  The 
risetime  and  falltime  of  the  current  pulse  on  Allison's  apparatus  are  much 
faster,  and  the  peak  amplitude  of  the  current  pulse  is  much  higher  than  on  the 
APL-2  apparatus.  It  must  be  remembered  that  this  signal  is  not  an  exact 
indication  of  current  magnitude  due  to  the  significant  rf  pickup  encountered  in 
this  measurement. 

Figure  74  displays  several  interesting  features  which  furnish  experi¬ 
mental  clues  to  the  electrical  behavior  of  the  system.  Consider  the  behavior 
of  the  waveform  in  the  60  to  70  nanosecond  range.  As  the  length  of  the  sample 
delay  line  is  increased,  the  prominence  in  that  time  interval  shifts  to  the  left. 
The  same  behavior  is  observed  in  the  case  of  the  second  major  prominence  in 
the  0  to  10  nanosecond  interval.  The  direction  of  shift  is  contrary  to  what 
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might,  be  expected  from  a  theoretical  analysis  based  on  variations  in  time  delay, 
since,  on  that  basis,  the  voltage  waveform  observed  at  the  sample  coil  should 
shift  to  the  right  as  the  length  of  the  delay  line  in  the  sample  circuit  is  increased. 


to  15. 00 
■g  18. 00 
3  21.00 

cl 

»  24. 00 

3  27.00 
*  30.00 


Figure  74.  Sample  Coil  Voltage  Waveform  Effect  as  Sample 
Trolley  Position  Increases,  Horizontal  Sweep 
Speed  -  10  nsec/cm,  Vertical  Sensitivity  -  2  kv/cm 

The  experimental  results  become  even  more  interesting  when  they  are 
compared  to  those  obtained  with  the  pulse  generator  substituted  for  the  spark 
gap.  Figure  70  a)  clearly  exhibits  a  progressive  delay  (or  shift  to  the  right) 
in  the  sample  waveform  when  the  length  of  the  delay  line  in  the  sample  circuit 
is  increased. 

Some  of  the  shift  to  the  left  in  Figure  74  could  be  attributed  to  a 
progressive  delay  in  CRO  triggering  due  to  a  progressive  decrease  in  slope 
of  the  leading  edge.  However,  this  would  seem  to  be  an  insignificant  amount. 
Furthermore,  it  would  not  explain  why  there  is  a  marked  decrease  in  the 
relative  spacing  between  the  prominence  in  the  0  to  10  nanosecond  range  and 
that  in  the  60  to  70  nanosecond  range. 

All  these  experimental  data  may  be  reconciled  if  one  interprets  the 
behavior  in  terms  of  phase  shifts  and  amplitude  changes  in  the  Fourier  compo¬ 
nents  of  the  waveforms.  In  this  light,  the  short-circuited  parallel  wire  trans¬ 
mission  line  takes  on  the  appearance  of  a  circuit  element.  If.  to  a  certain 
frequency,  it  is  shorter  than  a  quarter  wavelength,  then  it  appears  as  an 
inductive  element.  If  it  is  longer  than  a  quarter  wavelength  (but  less  than  a 
half  wavelength),  it  appears  to  be  a  capacitive  element.  For  a  given  initial 
line  length,  a  phase  retardation  (shift  to  right)  could  be  expected  for  low 
frequency  Fourier  components  as  the  sample  line  length  is  increased.  A 
phase  advance  (shift  to  left)  could  be  expected  for  those  higher  frequencies 
where  the  sample  line  length  makes  a  transition  to  second  quarter  of  the  wave¬ 
length.  (The  inductive  behavior  repeats  for  odd  quarter  wavelength  multiples 
and  the  capcitive  behavior  repeats  for  even  quarter  wavelength  multiples.) 

The  initial  15  Allison  unit  length  of  the  sample  line  is  a  quarter  wave¬ 
length  shorted  section  for  33  megahertz  and  a  three-quarter  wavelength  shorted 
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section  for  100  megahertz.  A  study  of  the  traces  in  the  60  to  70  nanosecond 
range  indicates  ihat  frequency  components  just  above  the  33  megahertz  value 
are  responsible  for  the  fluctuations  observed,  and  a  study  of  the  waveform  in 
the  0  to  10  nanosecond  range  reveals  the  probable  presence  of  frequencies  at 
or  above  100  megahertz.  Accordingly,  a  shift  to  the  left  would  be  predicted 
in  both  these  instances  as  the  length  of  the  shorted  section  is  increased. 

If  we  return  now  to  Figure  70  a),  it  is  easy  to  see  that  the  slowly 
increasing  part  of  the  sample  waveform  must  be  associated  with  frequency 
components  well  below  the  33  megahertz  value.  In  this  case,  an  increase  in 
sample  line  length  should  increase  the  phase  retardation,  and  such  behavior 
is  evident  in  the  figure. 

Similar  observations  of  the  voltage  waveform  across  the  reference  coil 
as  a  function  of  sample  line  length,  shown  in  Figure  75,  display  only  an  ampli¬ 
tude  change  in  the  waveform  in  the  60  to  70  nanosecond  range.  A  comparable 
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Figure  75.  Reference  Coil  Voltage  Waveform  Effect  as 

Sample  Trolley  Position  Increases,  Horizontal 
Sweep  Speed  -  10  nsec/cm,  Vertical  Sensitivity 
2  kv/cm 


shift  in  the  waveform  for  increased  sample  line  length  is  absent,  but  the  loss 
of  one  of  the  Fourier  components  of  the  waveform  can  be  observed  as  a  gradua 
peaking  of  the  waveform  for  an  increased  sample  line  length. 

It  may  be  concluded,  then,  that  the  experimental  evidence  seems  to 
indicate  that  sample  trolley  adjustment  produces  relative  phase  shifts  between 
identical  Fourier  components  in  the  two  channels  of  the  apparatus;  naturally, 
amplitude  changes  will  be  produced  also. 

In  Figure  76,  a  series  of  current  and  voltage  waveforms  for  the  sample 
cell  coil  (which  is  also  representative  of  the  waveforms  on  the  reference  coil) 
is  illustrated  for  discrete  intervals  of  time.  The  purpose  of  this  exhibit  is  to 
present  to  the  reader  a  more  fully  developed  picture  of  the  complex  waveforms 
present  in  this  particular  system.  Figure  76  a)  represents  the  waveforms 
observed  during  the  first  0.  3  microsecond  after  each  spark  discharge.  The  rf 
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Figure  76.  Voltage  and  Current  Waveforms,  APL-2  Apparatus, 
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A)  First  0.  3  fx sec, 
Horizontol  Sweep 
Speed  10  nsec/cm. 
Vertical  Sensitivity 
2  kv/cm 


rent  Waveforms,  APL-2  Apparatus,  Normal  Operation 


I 


B)  First  1.  2  /x sec, 
Horizontal  Sweep 
Speed  40  nsec /cm, 
Vertical  Sensitivity 
2  kv  /cm 


C)  First  6  fisec. 
Horizontal  Sweep 
Speed  0.  2  nsec  /cm, 
Vertical  Sensitivity 
2  kv/cm 


D)  First  60  /*sec, 
Horizontal  Sweep 
Speed  2  sec /cm, 
Vertical  Sensitivity 
2  kv/cm 
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current  waveform  reaches  a  peak  value  in  about  20  nanoseconds  and  develops 
into  an  initial  frequency  component  of  25  -  28  megahertz  waveform,  with  a 
damped  higher  frequency  (approximately  50  megahertz)  component  of  lower 
amplitude  superimposed  upon  it.  The  25  megahertz  component  of  the  current 
waveform  rapidly  decays  in  about  1  microsecond  (Figure  7  6  b)  into  the  natural 
frequency  component,  which  is  barely  discernible  on  this  scale.  The  voltage 
waveform  reaches  a  maximum  value  (negative)  in  approximately  150  nanoseconds. 
This  does  not  include  the  initial  breakdown  voltage  pulse  which  is  not  presented 
in  these  photographs  taken  with  the  Fairchild  766H  oscilloscope.  As  mentioned 
previously,  the  first  40  nanoseconds  of  the  signal  are  lost  due  to  triggering  delays 
in  the  oscilloscope.  A  small  amplitude  high  frequency  component  also  can  be 
observed  superimposed  on  the  voltage  waveform.  Indications  are  that  this  com¬ 
ponent  may  have  a  frequency  component  of  approximately  100  megahertz.  As 
shown  in  Figure  7  6  c)  and  d),  this  waveform  evolves  into  the  natural  frequency 
response  of  the  electrical  system  in  approximately  1.  5  microseconds,  which 
then  dampens  out  in  65  microseconds  with  some  13  cycles  of  oscillation. 

Loading  effects  of  the  probe  (approximately  4  pf  capacitive)  on  the  current 
waveform,  shown  in  Figure  7  3,  are  clearly  evident  when  examining  Figure  77, 
in  which  we  have  removed  the  high  voltage  probe  from  across  the  coil  while 
still  measuring  the  current  through  the  coil  (voltage  drop  across  0.01  ohm 
resistor).  A  decrease  in  risetime  with  a  substantial  increase  in  amplitude  for 
the  first  few  cycles  is  apparent.  The  component  of  frequency  contained  in  the 
initial  few  cycles  would  be  more  clearly  defined  than  before,  and  exhibits  a 
frequency  of  23.  8  megahertz  during  the  initial  portion  of  the  waveform.  At  this 
point,  the  possibility  of  the  initial  waveform  appearing  as  a  perfectly  damped 
20  -  25  megahertz  sinusoid  without  any  distortion  might  be  considered,  if  the 
waveform  could  be  observed  without  any  probe  loading. 


Figure  77.  Current  Waveform  Change  Due  to  Removing 
One  Probe  from  Measuring  Circuit,  Hori¬ 
zontal  Sweep  Speed  -  10  nsec/cm,  Vertical 
Sensitivity  -  200  v/cm 

The  series  of  initial  observations  on  the  APL-2  apparatus  was  concluded 
with  an  examination  of  the  charging  voltage  build-up  across  the  capacitor  prior 
to  the  spark  gap  breakdown  and  the  damped  oscillation  following  the  breakdown. 
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Figure  78  a)  represents  the  initial  charging  curve  of  the  capacitor  in  the  APL-Z 
apparatus.  A  peak  to  peak  voltage  pulse  of  approximately  5  kilo\  ults  with  a 
charging  cycle  of  60  hertz  is  normally  observed  during  operation.  In  comparing 
this  waveform  to  Figure  68  a),  we  can  observe  that  an  opposite  polarity  exists 
between  the  two  waveforms  of  the  charging  pulses.  This  can  readily  be  explained 


a)  Charging  Curve  Across  Capacitor,  Horizontal 
Sweep  Speed  -  2ms/cm,  Vertical  Sensitivity  - 
2  k v  !  cm 


b)  Discharge  Waveform  After  Spark  Gap  Break¬ 
down,  Horizontal  Sweep  Speed  -  10  ps/cm, 

Vertical  Sensitivity  -  2  kv/cm 

Figure  78.  Voltage  Waveforms  Across  Charging  Capacitor 
APL-2  Apparatus 

by  the  fact  that,  during  the  course  of  measurements  on  Allison's  apparatus, 
the  high  voltage  probe  ground  had  to  be  placed  at  the  junction  point  of  the 
capacitor,  high  voltage  transformer  secondary,  and  gap  in  order  to  observe 
the  charging  waveform.  Placing  the  probe  with  its  ground  on  the  rectifier  anode 
side  of  the  charging  capacitor  would  result  in  a  loading  effect  on  the  charging 
circuit  and  subsequent  erratic  operation.  With  the  APL-2  apparatus,  however, 
this  probe  connection  was  possible  because  of  the  isolation  from  ground,  as 
shown  in  Figure  24;  it  was  used  for  these  measurements,  due  to  the  location  of 
the  leads  and  capacitor  for  convenience. 

The  discrepancies  which  are  apparent  when  examining  the  slope  of  the 
charging  waveform  can  best  be  explained  in  this  manner.  The  waveform  shown 
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in  Figure  78  a)  would  be  the  normal  curve  expected  from  a  half-wave  rectifier 
signal  charging  a  capacitor  with  very  little  inductive  and  resistive  loading.  The 
linear  charging  waveform  in  Figure  68  a),  however,  can  be  attributed  only  to 
the  resistive  effect  of  the  rheostat  control  used  in  Allison's  system  being 
reflected  in  the  secondary  of  the  high  voltage  transformer  and  thereby  appreciably 
contributing  to  the  resistance  of  the  secondary  charging  circuit.  This  would  have 
the  effect  of  smoothing  out  the  charging  curve.  In  the  APL-2  apparatus,  the  control 
element  is  a  powerstat  which  could  enhance  only  any  inductive  effect  appearing 
in  the  secondary  of  the  transformer. 

Figure  78  b)  illustrates  the  duration  of  the  capacitor  discharge,  which 
is  approximately  64  microseconds  from  the  time  the  spark  gap  breaks  down. 

The  exponentially  damped  discharge  oscillation  has  a  frequency  of  200  kilohertz 
and  dampens  out  in  about  11  cycles  in  this  64  microsecond  period. 

E.  CALIBRATION  AND  OBSERVATION  OF  MINIMA  WITH  ALLISON  EFFECT 
APPARATUS 

1.  Calibration  -  APL-1  Apparatus 

In  paragraph  D,  2  and  3  of  this  section,  we  had  indicated  that  liberties 
taken  in  the  construction  of  this  particular  apparatus  created  inherent  difficulties 
when  attempts  were  made  to  match  the  waveforms  across  the  coils.  The  importance 
of  electrical  symmetry  of  the  trolley  lines  used  in  the  system  became  apparent 
when  the  apparatus  was  to  be  calibrated  prior  to  observing  minima.  Using  the 
standard  procedure  outlined  in  several  papers  in  the  past**  3,  7,  17,  26^  we 
experienced  negative  results  in  observing  even  the  broad  Faraday  minima  for 
carbon  disulfide  samples.  In  light  of  the  experience  gained  with  oscilloscope 
observations  on  Allison's  apparatus,  it  was  surmised  first  that  the  trolley  lines 
must  be  symmetrical  for  optimum  matching  of  the  waveforms.  In  addition,  the 
trolley  lines  must  be  of  sufficient  length  to  permit  the  shorting  link  of  the  sample 
trolley  to  move  completely  through  the  zero  phase  matching  point  of  the  two 
waveforms.  As  shown  in  Figure  31,  the  actual  zero  calibration  point  of  the 
sample  trolley  is  15.  00  Allison  units  from  the  end  of  the  parallel  wire  trans¬ 
mission  line.  Subsequently,  in  order  to  continue  the  investigations,  this  system 
was  modified  to  conform  more  rigidly  to  the  original  design  of  an  Allison  effect 
apparatus. 

2 .  Calibration  -  APL-2  Apparatus 

With  this  system,  initial  efforts  at  calibration  were  encouraging;  we 
could  now  observe  the  broad  Faraday  minima  extending  ±5.  00  units  about  the 
15.00  scale  reading.  The  difficulty  encountered  at  this  point  was  in  detecting 
the  minimum  light  level  over  this  extreme  range,  due  to  the  small  relative 
change  in  dimming  of  light  compared  to  the  existing  light  level,  which  is  on  the 
order  of  ten  percent  of  the  light  emitted  by  the  spark  breakdown  after  filtering 
(4481  A).  To  compensate  for  this  low  level  of  light  when  calibrating  the  system 


131 


with  identical  samples  of  carbon  disulfide,  an  additional  step  was  incorporated 
into  the  procedure  which  appears  to  overcome  the  difficulty.  Immediately  after 
first  observing  the  broad  minima  and  adjusting  the  sample  trolley  position  to 
the  point  where  a  change  in  level  or  dimming  cannot  be  detected  by  eye,  the 
operator  then  uncrosses  the  analyzing  Nicol  by  1/4  degree  to  let  more  light 
through.  With  this  additional  light  level,  he  can  then  narrow  the  spread  of  the 
minima  even  further.  By  repeating  this  procedure  once  again,  the  calibration 
position  was  successfully  determined  to  within  ±0.  01  units,  with  an  error  of 
one  hundredth  of  a  unit  between  three  different  operators.  As  a  check,  the 
minima  points  for  hydrochloric  acid  are  observed  and  correlated  with  data 
reported  by  Allison  and  others.  For  this  apparatus,  the  correlation  between 
the  data  was  very  satisfactory;  the  final  calibrated  position  for  the  reference 
trolley  was  determined  to  be  14.  7  3  units. 

In  addition  to  the  modified  standard  method  of  calibrating  an  Allison  effect 
apparatus,  it  has  also  been  determined  that  the  pulse  generator  and  fast  rise¬ 
time  oscilloscope  can  be  used  to  great  advantage.  With  identical  samples  of 
carbon  disulfide  in  the  cells  as  usual,  an  operator  monitoring  the  superimposed 
voltage  waveforms  across  the  sample  and  reference  coils  can  effectively  set 
the  sample  trolley  on  its  calibrated  position  with  relative  ease.  Using  a  high 
vertical  sensitivity  (on  the  order  of  0.  2  volts  per  centimeter),  fast  sweep  speed 
(10  nanoseconds  per  centimeter),  and  a  properly  adjusted  (focus,  astigmatism, 
and  intensity)  trace,  the  calibration  point  can  be  determined  within  ±0.  1 
Allison  units  on  the  first  pass  through  the  15.  00  scale  reading.  With  stable 
triggering  and  careful  observation  of  the  leading  edge  of  the  waveforms,  an 
observer  can  maneuver  the  sample  trolley  position  (adjusted  by  an  assistant) 
to  within  ±0.  02  units  of  the  exact  calibrated  position. 


3.  Observation  for  Minima  -  Allison's  Apparatus 

During  the  course  of  the  experimental  observations  conducted  with 
Allison's  apparatus,  several  attempts  were  made  to  observe  the  minima  of 
a  prepared  sample.  At  the  time  these  observations  were  conducted,  the 
relative  humidity  conditions  experienced  in  the  laboratory  area  were  almost 
always  in  excess  of  sixty  percent.  At  first,  the  detection  of  the  proper  minima 
point  was  extremely  difficult  due  to  unfamiliarity  with  differentiating  between 
a  light  change  and  the  light  dimming  due  to  the  spark.  Once  an  operator  over¬ 
comes  this  difficulty  and  can  distinguish  between  a  clearly  defined  minima  for 
a  known  sample  and  a  spark  fluctuation,  then  it  becomes  relatively  easy  to  pick 
out  a  minima  if  it  exists  in  the  sample  under  examination.  Nevertheless,  the 
process  is  very  fatiguing,  requiring,  of  necessity,  many  short  periods  (less 
than  a  minute)  of  observation  for  an  operator  to  determine  the  validity  of  an 
observation. 

The  observations  for  minima  conducted  with  Allison's  apparatus  under 
the  humid  conditions  were  greatly  improved  through  the  use  of  the  water  cell 
capacitor  configuration  discussed  in  paragraph  D. 5  of  this  section. 
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4.  Observations  for  Minima  -  APL-2  Apparatus 


In  addition  to  the  calibration  observations  previously  discussed,  we 
have  repeatedly  observed  minima  for  three  different  compounds.  These  are 
separate  samples  of  hydrochloric  acid,  lithium  fluoride,  and  calcium  phosphate 
diluted  in  solutions  of  one  part  per  million  in  tripled  distilled  water. 

Repeated  observations  by  trained  observers  have  indicated  that  the  system 
as  presently  constructed  is  in  working  order,  and  that  the  observed  minima  are 
in  excellent  agreement  both  in  number  and  position  with  reported  data  for  the 
samples  investigated. 

F.  QUALITATIVE  AND  QUANTITATIVE  OBSERVATIONS 

The  experimental  investigations  were  concluded  with  an  initial  study  of 
oscilloscope  observations  of  the  qualitative  and  quantitative  effects  of  samples 
on  the  coil  waveforms  during  normal  operation. 

By  recording  multiple  exposure  photographs  of  the  reference  and  sample 
coil  waveforms  as  shown  in  Figure  79,  the  waveforms  can  be  compared  at 
the  zero  scale  position  (15.00),  and  then  at  the  particular  sample  point.  In 
the  first  instance,  a  sample  of  calcium  phosphate  (diluted  1  part  per  million) 
was  compared  in  the  upper  pair  of  traces  at  15.  00  units  and  then  at  23.  20  units 
(one  of  the  three  minima  points  for  this  compound)  of  the  scale.  Although  the 
two  high  voltage  probes  used  have  slightly  different  risetimes  (4  and  7  nano¬ 
seconds),  a  definite  shift  to  an  in-phase  comparison  of  the  two  waveforms  as  the 
sample  trolley  approaches  the  correct  scale  reading  can  be  observed. 


Figure  79.  Sample  Trolley  Position  Effects  on  Voltage 
Waveforms  Calcium  Phosphate  (1  ppm)  in 
Sample  Cell,  Carbon  Disulfide  in  Reference 
Cell,  Horizontal  Sweep  Speed  -  10  ns/cm, 
Vertical  Sensitivity  -  2  kv/cm 


The  general  shape  of  these  waveforms  should  also  be  compared  with  those 
of  Figure  80,  in  which  carbon  disulfide  was  placed  in  a  sample  cell  and  compared 
at  15.  00  units  with  total  main  leadwire  lengths  of  6.  96,  8.  96,  and  10.  96  meters 
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total  length.  On  this  particular  day,  the  waveforms  matched  best  with  a  total 
length  of  approximately  11  meters.  The  presence  of  carbon  disulfide  in  both 
cells  appears  to  smooth  out  the  contour  of  the  waveform  to  some  degree 


Figure  80.  Main  Leadwire  Effect  on  Voltage  Waveforms,  Carbon 
Disulfide  in  Both  Reference  and  Sample  Cells,  Hori¬ 
zontal  Sweep  Speed  -  10  nsec/cm,  Vertical  Sensitivity  - 
2  kv/cm 

In  Figure  81,  we  have  recorded  successive  exposures  of  the  two  wave¬ 
forms  with  calcium  phosphate  in  the  sample  cell.  Each  of  the  three  minima 
points  for  this  compound  were  observed  along  with  a  point  midway  between. 
Only  by  careful  examination  of  an  enlargement  of  the  photograph  could  a  shift 
in  position  or  phase  of  the  waveforms  be  observed.  This  shift  for  the  extreme 
positions  is  much  less  than  0.  1  nanosecond  and  beyond  the  resolution  of 
oscilloscope. 
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Figure  81.  Waveform  Comparison  for  Three  Minima  Positions 
of  Calcium  Phosphate  (1  ppm),  Horizontal  Sweep 
Speed  -  10  nsec/cm,  Vertical  Sensitivity  -  2  kv/cm 


To  compare  the  effect  of  sample  concentration  on  the  waveform,  a  series 
of  exposures  was  recorded  as  shown  in  Figure  82  a)  to  d).  In  these  photographs, 
we  initially  observed  the  waveforms  with  just  triple  distilled  water  in  the  sample 
coil,  first  at  15.  00  units  and  then  at  23,  20  units,  the  lourer  minima  point  of 
the  compound.  The  results  shown  in  Figure  82  a)  are  lacking  in  the  high  frequency 
component  that  is  evident  in  Figure  79  for  the  calcium  phosphate  sample.  The 
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a)  Reference  Cell  -  Carbon  Disulfide,  Sample  Cell  - 
Triple  Distilled  Water 
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b)  Reference  Cell  -  Carbon  Disulfide,  Sample  Cell  - 
Calcium  Phosphate  1  part  per  10  million 


c)  Reference  Cell  -  Carbon  Disulfide,  Sample  Cell  - 
Calcium  Phosphate  1  part  per  2  million 


d)  Reference  Cell  -  Carbon  Disulfide,  Sample  Cell  - 
Calcium  Phosphate  1  part  per  million 


Figure  82.  Concentration  Effects  on  Waveform,  Horizontal 

Sweep  Speed  -  10  nsec /cm,  Vertical  Sensitivity  - 
2  kv/cm  ,  ,  r 
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sample  signal  approaches  the  phase  of  the  reference  signal,  but  a  good  wave¬ 
form  match  cannot  be  accomplished  after  repeatedly  passing  through  the  23.  20 
scale  reading.  When  a  10  percent  solution  of  one  part  per  million  calcium 
phosphate  is  added  thereby  resulting  in  an  approximate  solution  of  one  part  in 
ten  million,  it  was  extremely  difficult  to  observe  any  change  in  the  waveform 
as  shown  in  Figure  82  b).  The  effect  of  increasing  the  concentration  to  one 
part  in  two  million,  however,  can  be  distinguished  from  the  previous  obser¬ 
vations.  A  distinct  high  frequency  component  has  appeared  on  the  waveforms. 
Further  increases  in  the  concentration  to  one  part  per  million  show  little 
change  between  Figure  82  c)  and  d). 

Visual  observations  of  oscilloscope  waveforms  indicate  that,  for  the 
concentrated  samples,  we  can  easily  detect  an  area  of  broad  matching  (±1.  0 
unit)  about  the  proper  minima  points  for  the  compounds  used  in  these  experi¬ 
ments.  These  results  are  very  encouraging  considering  the  difficulties 
encountered  in  triggering  and  observing  the  waveforms  produced  by  the  spark 
gap  discharges.  With  the  development  of  a  more  repetitive  spark  discharge 
system,  further  quantitative  and  qualitative  investigations  along  this  line  are 
judged  necesscry. 


SUMMARY 


The  efforts  documented  in  this  report  represent  a  new  and  different 
approach  to  the  study  of  the  Allison  effect  and  the  Allison  effect  apparatus  A 
final  objective  of  the  continuing  program  is  to  make  the  effect  useful  and  con¬ 
venient  for  chemical  analysis  of  known  fluids  containing  trace  impurities. 
Accordingly,  it  is  necessary  to  discover  which  parameters  of  the  optical  and 
electrical  systems  are  active,  what  can  be  done  to  enhance  the  presently  mar¬ 
ginal  responses,  and  what  latitude  is  available  in  simplifying,  modernizing, 
and  miniaturizing  the  components  of  these  systems. 

In  a  joint  experimental  and  theoretical  effort,  a  replica  apparatus  of 
a  standard  Allison  type  was  analyzed  in  its  every  detail  by  modern  electronic 
test  equipment  in  order  to  provide  accurate  information  about  the  voltages  and 
currents  that  are  present  in  the  apparatus  while  the  effect  is  being  produced. 

A  concurrent  theoretical  analysis  attempted  to  predict  these  same  electrical 
values.  A  circuit  model  was  generated  to  represent  the  physical  circuit  and 
its  excitation.  The  solutions  of  the  circuit  model  were  to  be  compared  with 
the  experimental  counterparts.  In  addition,  the  optical  characteristics  of  the 
equipment  were  studied  both  from  the  experimental  and  theoretical  points  of 
view. 


There  was  a  coordinated  effort  and  a  mutually  cooperative  spirit 
throughout  the  current  work.  The  theoretical  phase  suggested  promising  direc¬ 
tions  of  activity  for  the  experimental  group  and  there  was  experimental  feedback 
to  guide  the  theoretical  study. 

The  experimental  phase  of  this  program  has  produced  significant 
data  on  the  systems  which  previously  had  not  been  reported.  These  data  include 
evidence  that: 

1.  The  light  emitted  by  the  spark  is  intensity  modulated 
by  the  time  varying  current. 

2.  The  spark  gap  ha^  the  characteristics  of  a  passive 
switch  with  a  low  value,  linear  resistance. 

3.  A  continuous  frequency  spectrum  containing  various 
resonant  peaks  and  extending  up  to  4000  megahertz  is 
generated  by  the  electrical  transient.  However,  the 
amplitudes  of  the  signal  components  fall  off  sharply  above 
approximately  30  megahertz. 

4.  Successful  operation  of  the  apparatus  seems  to  depend 
upon  simultaneous  optical  and  electrical  balance  between 
the  two  solenoid  circuits. 
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5.  Relative  phase  shifts  occur  between  high  frequency 
signal  components  in  the  two  branches  of  the  circuit  when 
trolley  adjustments  are  made.  These  signal  frequencies 
appear  to  be  in  the  30  to  100  megahertz  range. 

6.  Trace  impurities  of  the  order  of  parts  per  million 
produce  observable  disturbances  in  the  electrical  signals. 

There  are  a  number  of  areas  of  agreement  between  the  theoretical 
analysis  and  the  experimental  results,  even  when  a  highly  idealized  electric 
circuit  model  is  employed.  The  circuit  model  finally  chosen  to  represent  the 
physical  circuit  is  a  compromise  between  an  oversimplified  model  and  one 
which  would  lead  to  intractable  mathematical  expressions.  The  solutions 
become  more  difficult  because  the  apparatus  contains  series  combinations 
of  lumped  and  distributed  parameters.  At  present,  only  the  Laplace  trans¬ 
forms  of  the  current  and  voltage  solutions  are  available,  and  it  is  clearly 
evident  that  an  extensive  computer  program  will  be  required  to  reduce  these 
expressions  to  the  final  useful  form.  Significantly,  it  was  possible  to  obtain 
initial  computer  solutions  valid  for  selected  operational  modes  of  the  equip¬ 
ment,  and  the  results  are  very  encouraging.  They  indicate  risetimes  and 
waveform  behavior  consistent  with  the  experimentally  observed  traces. 

The  theoretical  study  has  suggested  a  basis  for  the  trolley  displace¬ 
ment  resolution  of  the  minima;  phase  comparison  of  frequencies  in  the  30  meg¬ 
ahertz  range  will  permit  such  high  resolution  as  has  been  observed.  This 
possibility  had  not  been  considered  in  previous  discussions  of  the  Allison  effect 
because  earlier  investigators  were  unaware  of  the  range  of  frequencies  present 
in  the  apparatus.  If  this  suggestion  leads  to  a  confirmation  of  the  fact,  it  will 
further  lead  directly  to  an  enhancement  of  the  Allison  effect  and  the  long  awaited 
objective  experimental  evidence.  The  obvious  step  is  to  eliminate  those  fre¬ 
quencies  which  do  not  contribute  to  the  effect,  thus  improving  the  signal  to 
noise  ratio  of  the  system. 

The  theoretical  investigation  also  suggests  that  the  optical  section  of 
the  apparatus  plays  the  part  of  the  detector  in  the  electrical  phase  comparison 
of  the  solenoid  signals.  The  process  suggested  is  one  of  light  modulation  by 
means  of  an  electro-optical  interaction  in  the  fluids  in  the  cells.  The  Cotton- 
Mouton  magneto-optic  effect  seems  a  logical  possibility  in  view  of  the  high 
electrical  frequencies  present  which  give  rise  primarily  to  axially  directed 
displacement  currents  in  the  solenoid  distributed  capacitances. 


There  is  as  yet  no  theoretical  explanation  for  the  extreme  sensitivity 
of  the  Allison  effect.  Based  upon  the  suggested  frequency  effect,  a  conjecture 
would  tend  to  attribute  the  phenomenon  to  the  presence  of  some  common  factor 
in  the  reference  and  sample  cells.  One  possibility  that  may  be  significant  is 
the  presence  of  water  as  a  trace  contaminant  in  all  fluids  unless  extreme 
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measures  are  taken  to  eliminate  it.  Trace  contaminants  in  the  sample  cell 
may  form  complex  structures  with  water  molecules,  resulting  in  a  small  con¬ 
centration  of  active  centers  which  would  still  be  relatively  effective  because 
of  resonance.  The  trace  water  in  the  reference  cell  may,  in  the  presence  of 
the  host  fluid,  form  similar  complex  structures.  The  type  of  impurity  in  the 
sample  cell  may  cause  slight  variations  in  the  resonance  which  then  lead  to 
variations  in  the  trolley  settings.  Another  factor  which  lends  some  plausibility 
to  this  conjecture  is  the  adverse  effect  of  humidity  on  the  observation  of  minima. 
Due  to  the  nature  of  the  apparatus  construction,  humidity  adds  water  molecules 
to  the  light  path  of  the  system. 


CONCLUSIONS  AND  RECOMMENDATIONS 


The  two -pronged  experimental-theoretical  investigation  of  the  Allison 
effect  has  produced  once  more  the  same  subjective  evidence  observed  by  pre¬ 
vious  experimenters.  In  addition,  it  has  yielded  a  body  of  experimental  data 
on  the  electrical  operation  of  the  apparatus  such  as  had  not  been  obtainable  pre¬ 
viously  because  of  technological  limitations  in  instrumentation.  A  theoretical 
analysis  of  the  electric  circuit  has  been  performed;  however,  the  solutions  are 
available  presently  only  in  the  form  of  Laplace  transforms.  An  initial  computer 
solution  has  been  performed  which  shows  promise,  but  it  is  valid  only  for  the 
first  tens  of  nanoseconds  and  only  for  very  small  lengths  of  the  delay  lines,  a 
maximum  of  one  or  two  Allison  units  in  each  of  the  three  lines.  It  is  estimated 
that  this  trial  computer  solution  represents  no  more  than  one  percent  of  the 
effort  required  .'or  a  complete  solution  of  the  expressions.  After  the  complete 
solution  is  performed,  an  even  greater  effort  will  be  required  to  substitute  the 
results  into  expressions  leading  to  the  electric  and  magnetic  fields  in  the  sole¬ 
noids.  Even  now  it  is  possible  to  see  that  important  amplitudes  at  frequencies 
in  the  tens  of  megahertz  will  be  predicted  and  there  is  a  growing  conviction  that 
the  Allison  effect  will  be  traceable  to  definite  frequency  components  in  the 
transient. 

It  is  therefore  recommended  that; 

1.  The  complete  computer  solution  be  delayed  until  the  experimental 
work  on  bandwidth  limitation  has  produced  either  positive  or  negative  results. 

If  a  positive  result  is  obtained,  then  the  solution  will  simplify  to  that  of  the 
steady  state  problem,  a  much  easier  problem  requiring  only  a  nominal  effort. 

2.  A  further  analysis  be  conducted  on  the  recorded  waveforms  to  dis¬ 
cover  the  frequency  content  of  the  transient.  There  are  techniques  whereby  the 
waveforms  of  Figures  74  and  75  (Section  II)  could  be  transferred  to  magnetic 
tape.  A  closed  loop  of  tape  could  be  passed  repeatedly  through  a  pickup  and 
the  output  applied  to  an  audio  frequency  spectrum  analyzer.  The  frequencies 

of  the  resolved  Fourier  components  could  be  multip1ied  by  the  appropriate  scale 
factor  to  give  the  frequencies  actually  present  in  the  transient.  By  analyzing 
the  successive  recordings,  it  would  be  possible  to  determine  the  effect  of  adjusting 
the  trolley  position. 

3.  There  is  sufficient  evidence  to  warrant  tests  where  the  signals 
applied  to  the  solenoid  circuits  are  limited  to  frequency  bands  that  are  fixed  by 
appropriate  band  pass  filters.  If  the  Allison  effect  persists  when  this  is  done, 

it  will  be  conclusive  that  relative  phase  shifts  are  instrumental  in  the  production 
of  the  effect.  In  the  limit,  the  effect  could  be  produced  without  benefit  of  the 
spark  gap.  A  coherent  radio  frequency  signal  generator  could  excite  the  electrical 
circuit  and  the  optical  elements  coulu  be  illuminated  by  a  continuous  emission,  a 
continuous  magnesium  arc  for  ex  .mple.  The  trolley  adjustment  would  produce 
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the  phasing  necessary  for  the  production  of  a  minimum.  A  relatively  low 
power  signal  generator  would  be  effective;  remember  that  the  present  transient 
contains  considerable  electrical  power,  but  it  is  distributed  over  a  continuous 
radio  frequency  spectrum  and  only  a  small  amount  of  power  is  present  at  a  given 
frequency.  There  is  a  suspicion  that  the  modulation  of  the  light  source  is  im¬ 
portant.  Such  modulation  could  be  produced  easily  by  means  of  an  electro -optic 
cell.  Finally,  a  photodetector  could  be  operated  efficiently  by  tuning  its  output 
to  the  radio  frequency  value.  The  only  difficulty  would  be  that  of  determining 
v/hich  radio  frequency  value  is  active  in  the  Allison  effect;  the  recommended 
experiments  employing  band  pass  filters  would  help  in  locating  these. 

4.  A  triggered  spark  gap  be  used  so  that  a  more  accurate  spectrum 
analysis  of  the  impulse  will  be  possible.  The  standard  Allison  effect  apparatus 
has  several  characteristics  which  make  it  particularly  difficult  to  apply  modern 
measurement  techniques.  One  is  the  randomness  in  the  initiation  of  the  spark. 
Spark  gap  triggering  will  have  little  effect  upon  the  electrical  or  optical  nature 
of  the  spark.  Triggering  can  be  accomplished  by  means  of  a  third  electrode  to 
which  a  triggering  impulse  is  applied  at  a  predetermined  time;  or,  the  usual 
two  electrode  gap  can  be  triggered  by  means  of  a  sharp  voltage  spike  applied  in 
series  with  the  charging  capacitor. 

5.  The  light  source  be  stabilized  by  an  optical  arrangement.  An  unde¬ 
sirable  characteristic  is  the  tendency  of  the  spark  to  wander  about  in  the  region 
of  the  electrodes.  This  has  been  a  common  complaint  in  the  literature  and  it  is 
surprising  that  nothing  has  been  done  to  improve  the  situation.  The  optical 
background  noise  detracts  the  eye  from  its  observation  of  minima  and,  undoubtedly, 
is  one  of  the  factors  that  makes  electronic  detection  of  light  minima  virtually 
impossible.  It  has  been  suggested  that  a  converging  "light  pipe"  arrangement 

be  used.  A  tapered  cone  will  gather  the  light  from  the  spark;  total  internal  re¬ 
flection  will  converge  the  light  into  a  small  well -localized  spot. 

6.  The  use  of  a  laser  as  a  light  source  for  the  Allison  effect  apparatus 
be  investigated.  The  undesirable  intensity  fluctuations  in  the  spark  (from  impulse 
to  impulse)  would  be  eliminated  if  a  steady  c.  w.  gas  laser  plus  a  controlled 
electro-optic  shutter  were  substituted  for  the  present  arrangement.  Since  this 

is  a  radical  change,  it  should  be  considered  only  as  a  sequential  improvement  to 
follow  a  successful  implementation  of  the  measures  recommended  for  improving 
the  present  spark  gap  source.  It  will  be  important  to  consult  authoritative  sources 
for  information  regarding  safety  precautions.  Direct  visual  observation  of  a 
laser  beam  is  to  be  prohibited. 

7.  The  Cotton-Mouton  magneto -optic  effect  be  considered  as  a  possible 
means  for  optical  interactions.  Since  the  high  frequency  currents  flow  in  the 
axial  direction  and  over  the  skin  of  the  solenoids,  they  produce  magnetic  fields 
which  are  mainly  perpendicular  to  the  axial  direction.  This  magneto-optic  effect 
is  produced  by  a  magnetic  field  perpendicular  to  the  light  direction.  Also,  it  is 
an  effect  produced  in  liquid  media. 
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APPENDIX  I 

A.  COMPUTER  PROGRAM  A 

B.  COMPUTER  PROGRAM  B 
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Program  A 


04/07/66.15.38 


-PALGL 
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0211 

0232 

0236 

0252 

0252 

0256 

0260 

0276 

0294 
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0328 

0344 

0362 

0375 

0392 
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0422 
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0473 
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CAMPBELL  /COMBINEGENSOLV  9323760  PROD 

BAC-220  SPECIAL  VERSION  2/22/64 
INTEGER  N.I.J.TS 

array  M0(50) »Mi( 50) .M2( 50) .N0I50) .Ni (SO) *N2(50) *N0NiN2( 50)  * 

M0NlN2(50) *NOM  jN2 ( 50 ) *NoNiM2(50) *NoMlM2(50) .M0MiN2(5O). 
M0N1M2(50) .F(50) »ADJSIGMA( 50) ,A( 50) .HH( 50) S 
R0=R3-1$  L0=L3=2**"6S  Cl =C2=5**~1 2S  Z=500$ 

INPUT  DATAFACT  (FOR  I  =  ( 1  , 1  ♦  20 ) $F (  I  )  ) $ 

READ  ( SSDATAFACT ) $ 

INPUT  DATA  (N,T0tTl.T2)* 

START.  . 

WRITE($SEJECT)$ 

READ  ( $SDA  T A ) $ 

IF  TO  NEQ  OS  BEGIN  FOR  !*<2»2.N+1)$ 


MO ( I )  =  1 0.0*1 5. T0*( I-1).F(I».ZS  ENDS 

IF  T 1  NEQ  0$  BEGIN  FOR  U(2»2»N+1 ) S 

Mill)  =  10.0*15.T1*(I-1).F(I).ZS  ENDS 

IF  T2  NEQ  OS  BEGIN  FOR  I=(2.2.N+1)S 

M2(I)  =  10.0*15. T2*< 1-1 ) .F( I ) .7$  ENDS 

IF  TO  NEQ  OS  BEGIN  FOR  I=(1,2.N)$ 

NO ( I )  =  10. 0*15. TOM  1-1 ) .F  C I ) S  ENDS 

IF  T 1  NEQ  0$  BEGIN  FOR  I  =  U.2.N)$ 

N 1  (  I )  =  10.0*15.T1*(I-1).F(I)$  ENDS 

IF  T?  NEQ  OS  BEGIN  FOR  I=(1,2.N)$ 

N2(I)  =  10.0*15«T2*( 1-1 ).F( I )$  ENDS 


FOR  I  =  (N  +  2*1»50)$  BEGIN  M0( I )=M]( I )=M2( I )=NO(I ) =  N 1 ( I )=N2( I )=0S  ENDS 

IF  TO  EQL  0$  BEGIN  FOR  I=( 1 ,1 *N+l ) $BEGIN  MO ( I ) =N0 ( I ) =0S  END  ENDS 

IF  T1  EQL  OS  BEGIN  FOR  I  =  { l *  1 »N  +  i ) $BEGI N  Ml ( I ) =Nl ( I ) =0$  END  ENDS 

IF  T2  EQL  OS  BEGIN  FOR  I=( 1 , 1 ,N+i j $BEGIN  M2 ( I ) =N2 ( I ) =0S  END  ENDS 
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05  39 
0539 
0557 
0557 
0580 
0581 
0623 
0627 
0644 
0658 
0672 
0686 
0700 
0714 
0728 
0731 
0749 
0777 
0795 
0815 
0827 
0829 
0829 
0829 
0845 
0845 
084* 
0845 


IF  TO  EQL  0 i  N0< 1 1=1. 0**15*  IF  T1  EQL  OS  Nl < 1 ) = 1 .0* *  15*  IF  T2  EQL  0* 

N2( 1 >=10.0*15$ 

FOR  I  =  (l *1 »50)S  BEGIN  N0N}N2 ( I ) =N0MiN2 ( I ) =N0MiM2 ( I ) =M()N  1N2 ( I  )  = 

MOM 1N2 ( I ) =NoN 1M2 ( I )=M0NiM2( I )=ADJSIGMA< I ) = A ( I )=HH< I )=0* 

ENDS 

FOR  T*<1*1*N)S  FOR  I  =  (l,l,T)S  FOR  J= (  1  ♦ 1  ,T  +  1~I ) *  BEGIN 
IF  ( I+J)  LEO  (T  +  l  IS  BEGIN 

N0NiN2(T)=N0NiN2(T)+N0( I ) . Nl ( J ) . N2 ( T+2~ I “ J ) * 
N0MlN2!T)=N0MiN2<T)+N0< I  ) . Ml ( J ) . N2 ( T  +  2~ I  “ J > * 
N0MlM2(T)=N0MlM2(T)+N0{ 1 ) .Ml ( J ) .Mp ( T  +  2“ I  “J > * 
M0NiN?m=MCNlN2<T)+M0<  I  )  .  N 1  (  J  )  .  N?  (  T  +  2“  I  )  * 
M0MiN2(T)=M0MiN2(T)+M0< I ) .Ml ( J ) .N2 ( T+2" I -J ) * 
N0NiM2(T)=N0NlM2(T)+N0( I ) . Nl { J ) . M2 ( T  +  2“ I  - J ) * 
M0NlM2(T)=M0NlM2(T)+M0<  I  )  .  Nl  (  J  )  .M2  (  T  +  2“I  )  * 

END  ENDS 

RC  =  R3.C2  +  R3.C1  +  R0.C2  +  RO.Cl*  CC=  Cl  +  C2* 

LRC  =  L3.C2  +  L3.C1  +  L0.C2  +  L0.C1  +  K3.R3.Ci.C2  +2R0.R3.C1.C2S 
RC2  =  R3.C1.C2  +  R0.C1.C2S  LC2  =  L0.C1.C2  +  L3.C1.C2* 

RLC2  =  2R3.L3.C1.C2  +  2L0.R3.C1.C2  +  2R0. L3 . Cl .C2* 

L2C2  =  2L0.L3.C1.C2  +  L3.L3.C1.C2S 
ADJSIGMAd  )  =  N0N]N2<1)S 
ADJS IGMA( 2  )  =  N0N1N2I2!  + 

RC.NON1N2U  )  +CC.M0N1N2U  )  +  Cl.N0MlN2(l  )  + 
C2.N0N1M2I1  )  * 

AD JSIGMA ( 3 )  =  N0NlN2(3>  + 

RC.N0N1N2I2  )  +CC.M0NlN2(2  )  +  Cl.N0MlN2<2  )+ 
C2.N0N1M2 ( 2  )  + 

LRC.N0N1N211  >  +  RC2.NoMlN2<l  !  +  RC2.N0NlM2(l  )  + 
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0845 

0845 

0895 

0895 

0895 

0895 

0895 

0895 

0895 

0895 

0964 

0964 

0964 

0964 

0964 

0964 

0964 

0964 

0964 

1050 

1051 
1076 
1078 
1118 
1118 
1137 
1145 
1190 


Cl.C2*N0MlM2(l  >  +  2R3.C1.C2.M0N1N2I 1  )  + 

Cl.C2.M0MlN2<  1)  +  C1.C2.M0N1M2U)  S 
A0JSIGMA(4)  =  N0NlN2<4)  + 

RC.N0NlN2<3  )  +CC.M0N1N2I3  )  +  C1.N0M1N2I3  )+ 

C2.N0N1M2<3  )  + 

LRC.N0N1N2(2  )  +  RC2.N0M1N2C2  )  +  RC2.N0NlM2<2  )  + 
C1.C2.N0M1M2 (2  1  +  2R3 .Cl .C2.M0N1N2 ( 2  )  + 

Cl.C2.M0MlN2<2>  +  C 1 . C2. MON 1M2 ( 2 )  + 

RLC2«N0N1N2( 1  1  +  2L3.C1.C2.MQN1N2I  1  i  + 

LC2.N0MlN2(l  )  +  LC2.NoNlM2(l  )  $ 

FOR  T*(5»1»N  )S  BEGIN 

AOJSIGMA(T)  =  N0N1N2IT)  + 

RC.N0NiN2(T"1)  +CC.M0N1N2 ( T"1 )  +  CI.NOM1N2 ' T~1 )  + 
C2.N0NlM2(T-l)  + 

LRC.N0NiN2( T-2)  +  RC2.N0M1N2 ( T~2 >  +  RC2.NON1M2 ( T~2 )  + 
Cl.C2.N0MiM2(T-2>  +  2R3.C1 . C? ,M0NlN2 ( T~2 )  + 

Cl.C2.M0MlN2(T-2)  +  Cl .C2.M0NlM2( T~2 >  + 

RLC2»N0NlN2(T-3>  +  2L3 .Cl .C2. MON 1N2 ( T- 3 )  + 

LC2.N0MlN2(  T-3 )  +  LC2.  N0N1M2  (  T-3  )  + 

L2C2.N0NlN2(T-4)$  ENDS 

FOR  T=(1*1*N)$  A ( T )  =  ADJSIGMA(T) ,(lO.O#(-45+(T-l)9) )S 
A  ( 1 )  =  1$ 

OUTPUT  MINOR  (N,FIX  ( ( 1 0*9 ) TO ) *  F IX  (  ( 1 0*9 ) T 1 ) .FIX  <<10*9)T2>>S 
FORMAT  MINORF  (*N=*,I2*1!5**T0  =  *,I2*B5.*T1=*.I2.B5»*T2  =  *»I2.B5» 

*TAUS  IN  NANOSECONDS*. W6 )S 
WRITE  (SSMINOR, MINORF )S 

A0  =  A  (N  )  $  for  1=  (  1  ♦  1  »N~1 )  $  HH(  I  )  =M  (N-I )  S  FOR  I  =  (1*1*N  — 1)S>  A(I)=HH(I)S 
N=N  -1  $ 
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1190 

1193 

COMMENT. 

THIS  PROGRAM  FINDS  THE  ROOTS  OF  AN  NTH  DEGREE  POLYNOMIAL. 

1193 

PROGRAM  BY  HERB  DERSHEM,  MODIFIED  BY  PAUL  J.  CAMPBELLS 

1193 

integer 

NN 

*M,R,QQS 

1193 

INTEGER 

GS 

1193 

BOOLEAN 

RLS 

1193 

ARRAY 

LMDA150) .8(505 *C(50)$ 

1191 

ARRAY  S( 20 ) ♦  U  (  2  0  )  S 

1193 

output 

ROUT(XST).  DATAOUT  (AO.FOR  I  =  ( 1 » 1 »N} Sa I  I ) ) . 

1224 

COUTIXST.YST.XST  »YST*FREO)S 

1243 

FORMAT 

EJECT ( W4.W4 ) S 

1247 

FORMAT 

RFORM(*X  =  *»X10.4,W4) * 

1247 

CFORM(*X  =  *.X10.4,B2.*+#.X10.4*B2»#I#»W4, 

1247 

*X  =  *.X10.4,B2.*-*.X:0.4,B2»*I*.B5, 

1247 

•FREQUENCY  IN  MC  =  *,X7.2»W4)S 

1273 

format 

DATAOUTPUT  ( *COEFF I C I  ENTS* » ( Fl 5 .6 ) .W4 

1273 

•SOLUTIONS*. W4)$ 

1285 

procedure 

SYNDV(N,K$B( ) ,C< ) )S 

1285 

comment 

THIS  PROCEDURE  WILL  DIVIDE  SYNTHETICALLY  AN  NTH  DEGREE 

1285 

POLYNOMIAL.  AO .XN+ A1 . X < N~1 ) +. . . +AN  BY  A  KTH  DEGREE 

1285 

POLYNOMIAL,  XK+B1X(K~1 I+...+BN.  THE  ARRAY 

1283 

B! )=< A0»A1*...AN)  AND  C( ) = I ~B1 »~B2» . • . .-B< ) .  THE  OUOTIEN 

1285 

POLYNOMIAL  WILL  BE  FOUND  IN  THE  FIRST  N-R+l  CELLS  OF  THE 

1285 

ARRAY  WITH  THE  REMAINING  R  CELLS  CONTAINING  THE 

1285 

COEFFICIENTS  OF  THE  REMAINDER  POLYNOMIALS 

1285 

BEGIN 

1285 

INTEGER  N»K* I ,JS 

1289 

FOR  I  =  (2»1»N)S 

1300 

FOR  J  =  (O.l.K-l)* 

SOLVER** 
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1315 


B< I+J)  =  B(I+J)+C(J+1).B(I-1)S 


1342 

RETURN  END  SYNDV { ) * 

1351 

1*. 

1351 

WRITE(SSEJECT)*  WRITE  ( S*DATAOUT . DAT AOUTPUT ) * 

1363 

G  =  OS 

1364 

FOR  I s ( l ( 1 *N) S 

1375 

BEGIN 

1375 

A ( I  )  =  A( I ) /AO* 

1381 

B  ( I  + 1 )  *  A  (  I  )  * 

1384 

END* 

1385 

B ( 1 ) =1* 

1387 

NN=N*  IF  N  LEQ  2* 

1387 

GO  TO  4* 

1395 

STARTT 

..  PX=PRSQ=PRCOSTHrPLMDA=PPLMDA=0.0*  QQ=0* 

1401 

EITHER  IF  B  C  2 )  EQL  0*  LMDA(2)=0*  OTHERWISE* 

1412 

LMDA ( 2 1  =  BC2)/f2B(3)-B(2)*2)* 

1417 

M  =  2* 

1419 

2.. 

M  =  M  +  1* 

1422 

PXI  =  B(M)-M.B(M+l)/B(2)S 

1431 

FOR  R=(2tltM-l)* 

1445 

BEGIN 

1445 

XI  =  PXI.LMDA{R)+B(M-R+l )* 

1457 

PXI  =  XI* 

1459 

END* 

1460 

LMDA(M)  =  -1.0/XI* 

1465 

X  =  1.0/LMDA{M)S 

1470 

PXs  1.0/LMDA{M-1 ) 5 

1475 

PRSO  =  RSQ* 
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1477 

1483 

1489 

1489 

1497 

1503 

1509 

1511 

1517 

1523 

1523 

1523 

1539 

1557 

1557 

1572 

1572 

1577 

1577 

1579 

1581 

1582 

1584 

1585 

1586 
1590 
1596 
1600 
1600 


IF  M  LEQ  NS  GO  TO  2S 
IF  M  GEQ  50$  GO  SCRATCH! 

IF  M  GEQ  :$ 

BEGIN 

RSQ  =  (LMOA(M)-LMDA(M-i ) )/( (LMOA(M-l l.LMDA(M) ). 
(LM0A(M-1)-L.iDA(M-2)  1  )$ 

PRCOSTH  b  RCOSTHS 

RCOSTH  =  (LMDA(M)-LMDA(M-2))/(LMDA(M)(LMDA(M-i)  - 
LMOA ( M-2 ) ) >$ 

ENOS 

EITHER  IF  (ABS(X-PX)  LEQ  ABS ( X ( l**-3 ) ) ) $ 

GO  TO  REELS 

OR  IF  (ABS<RSQ-PRSG>  LEQ  ABS ( RSQ  ( 1 #*~3 )  )  >  AND 

(ABS(RCOSTH-PRCOSTH)  LEQ  ABSfRCOSTHI 1**“3> ) >$ 

GO  TO  CMPLXS 
OR  IF  RSQ  GTR  0$ 

GO  CMPLXS 

otherwises 

GO  TO  25 

REEL..  RL  =  1$ 

YST  =  0.0$ 

XST  =  X$ 

GO  TO  3$ 

CMPLX • .  RL  =  0$ 

XST  =  RCOSTH/2 .0$ 

ZETA  =  RSQ  -  XST.XSTS  ZETAP  =  ABS(ZETA)$ 

YST  =  SORT ( ZET  AP  )  S 
IF  YST  LSS  l**-4$ 

GO  TO  REELS 
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ALFA  *  GMA  =  1.0* 


f 

$ 

j 


1606  3.. 

1609 

1614 

1625 

1630 

1634 

1643 

1650 

1658 

1666 

1667 

1671 

1690 

1696 

1715 

1728 

1778 

1746 

1746 

1746 

1750 

1766 

1768 

1771 

1774 

1777 

1785 

1786 
1786 


BETA  a  DLTA  =  0.0*  QQ=QQ+1$ 

FOR  R  =  ( 

BEGIN  PALFA  =  ALFAS  PBETA  =  BETAS 
PGMA  =  GMAS  PDLTA  =  DLTAS 
ALFA  =  A (R )  +  XST-PALFA  -  YST.PBETAS 
BETA  =  XST. PBETA  +  YST.PALFAS 
GMA  =  ALFA  +  XST. PGMA  -  YST.PDLTAS 
DLTA  =  BETA  +  XST. PDLTA  +  YST.PGMAS 

ENDS 

X=XSTS  Y«YSTS 

XST  =  X  -  <ALFA.PGMA+BETA.PDLTA)/(PGMA*2+PDLTA*2»S 
IF  QQ  GEQ  50$  GO  SCRATCH* 

YST  =  Y  -  (BETA. PGMA-ALFA. PDLTA) /(PGMA*2+PDLTA*2)S 
IF  (ABS(X-XST)  GTR  ABS ( XST ) . ( l**-7 )  ) 

OR  (ABS(Y-YST)  GTR  ABS ( YST ) . ( l**-7  )  )  $ 

GO  TO  3$ 

IF  RLS 

BEGIN 

C<1)  =  XSTS 
SYNDV(NN,1$B( >  « C (  )  )$ 

B ( NN+ 1 )  =  0.0$ 

NN  a  NN  -  1$ 

G  a  G  +  1$ 

S ( G )  a  XST$ 

WRI TE ( $$ROUT . RFORM ) $ 

GO  TO  4$ 

ENDS 

C ( 1 >  a  2XSTS 
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1789 

1798 

1814 

1817 

1820 

1823 

1829 

1834 

1842 

1842 

1848 

1852 

1853 

1855 

1856 
1859 
1866 
1866 
1866 
1873 
1879 
1881 
1881 
1888 
1892 
1899 


C( 2 )  =-XST*2  -  YST*2* 

SYNDViNN,2*B< >  *C( ) )S 
B1NN+1)  =  B(NN)  =  0.0* 

NN=NN-2* 

G  =  G  +  IS 

S ( G 1  =  XSTS  U(G)  =  YST* 

FREQ  =  (YST/6. 2831853) .< 1.0**3>S 
WRITE  ( $ SCOUT  *  CF  ORM ) * 

4..  IF  NN  GTR  2* 

GO  TO  STARTT* 

SWITCH  NN.ISWl »SW2)S 
GO  TO  STARTS 

SW1..  XST  =-B ( 2 ) S 

YST  =  O.OS 
RL  *  1*  GO  TO  3* 

SW2*  *  DISC  =  B( 2 ) *2  -  4B(3)S 

IF  DISC  LSS  OS 

BEGIN 

XST  =  -B(2)/2.0S 
YST  =  SQRT(-DISC)/2.0S 
RL  =  OS  GO  TO  3S 

ENDS 

XST  =  ( — B ( 2)+SQRT (DISC) ) /2.0S 
RL  =  1*  YST  =  O.OS  GO  TO  3* 
SCRATCH..  FORMAT  ZOT  (^PROCEDURE  FAILS«.W4)S 
WRITE  (SSZOT)S  GO  STARTS 


1904  FINISH* 

COMPILED  PROGRAM  ENDS  AT  1904 
PROGRAM  VARIABLES  BEGIN  AT  3246 
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T0=  0  T 1 =  0  T2=  0  TAUS  IN  NANOSECONDS 
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0005  -  17.3166  I  FREQUENCY  IN  MC  =  2756.03 
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Program  B 

-RALGL 

0?00 

0700 

o?oo 

0700 

0700 

o?oo 

070^ 

o?oo 

"700 

o?oo 

o?oo 

o?oo 

n?nn 

o?i  i 

0729 

0257 

0775 

0295 

0707 

0507 

0507 

0511 

057? 

0577 

0764 

0777 

0794 

0798 


CAMPBELL  /PARTI ALFRACT  95374-60  PROD  05/06/66-11.41 
BAC-220  SPECIAL  VERSION  2/22/6** 

COMMENT  ONLY  ODD  N  ARE  BEING  USED,  AND  ALL  ROOTS  ARE  COMPLEX* 

COMMENT  REAL  COMPONENTS  OF  KUOTS.  WHICH  ARE  LESS  THAN  10*~3 ,  HAVE  BEEN 
NEGLECTED* 

INTEGER  | ,J,K,N,G,W,M,AIS 
INTEGER  T* 

INTEGER  G$ 

BOOLFAN  ASS 

ARRAY  A(70) ,B(?0) *P( 70) »S( 20) »U( ?0) »KM  20  *2  J »  L ( 70 ) »C ( 20 ) *V ( 6  )  * 

ARRAY  N0NiN7( 70) *NoNiM7<70) ,NON?Mi (  ?0  )  ,M}  ( ;>0  )  *M?  (  70  )  ,N0  (  20 )  *Nl  (  20  >  * 
N2I201,HH(2^)S 

ARRAY  M  70)  $ 

R0=R7=1$  L0=L3=2**-6$  C1=C2=5**~1 2*  Z=500S 

RC  =  R3.C2  +  R3.C1  +  R0.C2  +  RO.FlS  FF=  Fi  +  F2S 

LRC  =  L3.C2  +  L3.C1  +  L0.C2  +  00. FI  +  R6.R3.C1.C2  +2R0.R3.C1.C2S 

RC2  =  R3.C1.C2  +  R0.C1.C2S  LC2  =  L0.C1.C2  +  L3.C1.C2S 

RLC2  =  2R3.L3.C1.C2  +  2L0.R3.C1.C2  +  2R0.L3.Cl.C2S 

L7C2  =  7L0.L3.C1.C2  +  L3.L3.Cl.C2S 

PROCEDURE  SYNDV(N,XSB( ) ,C( ) )S 

BEGIN 

INTEGER  I  » J»K,N$ 

FOR  I  =  I  2 » 1  * N )$ 

FOR  J  =  (0,1 ,K-1  )$ 

RII+J)  =  BII+J)  +  C( J+l ).B( 1-1 )$ 

RETURN  END  SYNDVI  )$ 

INPUT  DATAFACT  (FOR  I  =  ( 1  ,  1 , 20 ) $F ( I ) ) $ 

PEAD  ( $$DA  TAF  ACT ) S 

INPUT  AR  (N»T0»T1»T2»  FOR  I  =  (  N-i  ,-],))  j>a  (  I  )  »  AO,  FOR  I  =  (  1  ,  1 ,  (  N- 1 ) /2  )  * 
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0449 


uiint 


0467 
0467 
046! 
0477 
0496 
061 ! 
06?9 
06  4? 
0669 
067? 
0669 
060? 
0619 
06  39 
0660 
068? 
0704 
0704 
0772 
073P 
0740 
078? 
0782 
0807 
08?? 
0836 
0839 
0842 


BB.  • 

READ  ( SSAR ) S 

IF  T 1  NEQ  05  BEGIN  FOR  l=(2*2»N+l)S 

Ml<I)  =  10.0*!6«T1*( !-l) .Ft  I ) .ZS 
IF  '2  NEQ  0$  BEGIN  FOR  I=(2*2*N+1)$ 

M?d)  r  io.o*i6.T2#t  i-n.Ft  n.z$ 

• F  TO  NEQ  0$  BEGIN  FOR  I=(1«2*N)$ 

NO(I)  =  1 0.0»16.TO*{ 1-1 t .F( I ) S 
IF  T 1  NEO  OS  BEGIN  FOR  I=(1«2»N)S 

N 1  ( I )  =  10.0*16.T1*< 1-1 ) .Ft  I )S 


ENDS 


ends 


ENDS 


ENDS 


IF  T 2  NFO  0$  BEGIN  FOR  I  =  (1»2*N)$ 

N? ( I )  =  1 0.0* 1 6. T2* ( 1-1 l-Fl I's  ENDS 

FOR  I.(N+?,1.20)S  BEGIN  M] (  I  )=M2( I )=N0( I ) =  N 1 ( I  )=N2t I )=0S  END* 

IF  TO  EOL  OS  BEGIN  FOR  I = t 1 ♦ 1 »N  +  1 ) SBEGI N  NotI)=OS  END  ENDS 

IF  T 1  EQL  OS  BEGIN  FOR  I = ( 1 , 1 , N+l ) SBEG I N  M 1 ( I ) = N l { I ) = 0 *  END  END* 

IF  T?  EQL  OS  BEGIN  FOR  I  =  ( 1 ♦ 1 1 N+l ) SBEG I N  M2 ( I ) *N2( 1 1 =0*  END  ENDS 

IF  TO  EQL  OS  N0(1)  =  1.0**16S  IF  Tl  EQL  OS  Nl C 1  I «1.0**15»  IE  T2  EQL  0* 

N? ( 1 )  =  1 0 . 0* I  5$ 

FOR  I  =  t 1 *1*20)5  BEGIN  N0NlN2( I) =NoN2Ml ( I ) =NoNlM2t I ) =HH( I ) =05 
ENDS 

FOR  T=M»1*N)5  FOR  I  =  <  1  ,  1  ,  T  ) -»  FOR  J=  (  1 , 1 ,  T  +  l  "  I  )  5  BEGIN 
IF  ( I+J)  LEQ  ( T+l >S  BEGIN 

N0N1N2 ( T  )  =N0NlN2 ( T ) +NOt I ! . N 1 f J ) .N? ( T+2~ I “ J > * 

NnN2Ml ( T ' =N0MlN2 ( T ) +N0( I ).Ml(J).N2tT+2_I“J>s 
NONl M? ( T ) =N0N l M2 ( T ) +N0( I ).Nl(J).N?(T+2-I_~Mi 

END  ENDS 


N  =  N-1S 
G=N/?S 
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^846  P<1>  =  N0N1N?(1  )  .  (10.f'*-45)S 

08^1  P(?)  =  <N0NlN?(?)  +  K3.C?.NOt'*lN2(  1  >  +  C2»N0NiM2  U  )  )  .  (  10.0*-36  )  S 

^869  F  OR  J  =  (R,1,N+1)$ 

058?  P  (  I  »  =  ( NONl  N2  (  I  )  +  R3.C2.N0NlN2(  1-1 )  +  Cl  .N0NlM2(  1-1) 

+  C2«L3.NONlN2n-2  )  ).  (l0.0*(-45+<?(  1-1  )  )  )S 
oqi?  output  minor  <n,fix  ( (  t  0*9 »  to  »  .fix  ( ( io*«mi  >  *fix  uio*9>T2>>s 
095?  output  0?  (for  w=(N,-i ,1 isaiwi ,ao>s 

0976  OUTPUT  0?  (FOR  W= ( 1 » 1 ,G ) SU( W ) ) $ 

0997  output  04  (for  w=(  1  »i »n+i  ispiwiis 

1021  OUTPUT  05  (AS+1>$ 

1029  OUTPUT  06  (KK(G+1,1))$ 

1040  OUTPUT  07  |KMMI.(-1I*(J  -1>KK(I.2>)S 

1 070  OUTPUT  OR  (T, TOTALIS 

1  080  FORMAT  MAJORF  ( ( F10.4.B5 ) ,W»S 

1086  FORMAT  F?  <*A(M)  POLY* , B5 , ( FlO . 4 , B5 ) , W ) S 

1  095  FORMAT  F  3  (  *0  ( M  )  KUUTS  (ALL  IMAG I  N  ARY  )  *  ,B5  *  (  F 1 0 . 4  ,  B5  )  .  W  ) » 

1108  FORMAT  F4  (*P(Mj  POLY*, B5 , < FlO .4. B5 ) ,W > S 

1117  FORMAT  MINORF  ( *N=* , I  2 ,B5  ,*T0=*  ,  j 2 *B5 »*Tl =* , I  2 ,B5 ,*T2=* . I  2 ,B5 * 

1117  *T AUS  IN  NANOSECONDS*. W6 )S 

1136  FORMAT  F8  ( I3.B5.El5. 6, W>$ 

114?  FORMAT  F9  (*  T*,B12.*V*,I1,*/V0*.W)$ 

1150  WRITE  ( SSM I  NOR ,MI NORF ) $ 

1158  WRITE  (SS02.F21S 

1166  WRITE  ($$03.F3)S 

1174  A ( N+?  )  =  0$ 

1179  FOR  I  =  (1,1. N»S  B ( I +1 )  =  A(I>$ 

1195  B(1 )  =  AOS 

1197  U ( G+1 ) =0$ 

1199  COMMENT  IT  HAS  BEEN  ASSUMED  THAT  THERE  ARE  NO  MULTIPLE  ROOTS.  IF  THERE  ARE. 
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1199 


THE  MESSAGE  *FRACT10NS  FAIL*  WILL  BE  PRINTED.* 


1199 
1199 
1201 
1207 
1207 
1207 
1241 
1249 
126(1 
1  2  60 
1260 
1260 
1267 
1271 
1290 
1  307 
1309 
1323 
1327 
1  335 

1345 

1346 
1350 
1358 
1  369 
1379 
1 179 
1379 


partialfractions.. 

BC.. 

WRITF  (S$04*F4)S 

format  F5  (*the  Partial  fraction  expansion  uf  v*»ii**/vo  =  pimj/iaimj, 
M)  HAS*  CORRESPONDING  TO  THE  *OOTS  ABOVE*  THESE  COEFF I C I  ENTS— * *W4 » 
*REAL  PART*.B6.*IMAGINARY*,W)S 
WRITE  (SS05.F5)* 

FOR  I  =  M.l.GlS 
BEGIN 

IF  IK  1  )  EQL  OS 
BEGIN 

Al  a  IS 

R  =  cm  =  S(I)$ 

FOR  K  r  M .l.N  +  I  ) S  A  (  K )  =  B ( < 1  * 

SYNDV(N+l,l$A( ) *C( ) >S 
QS  =  0$  PS  =  OS 
FOR  J  =  (1.1  ,N  +  1 5  S 
BEGIN 

QS  =  QS  +  A( J ) .R* ( N-J+ 1 ) $ 

PS  =  PS  +  P( J).R*(J-l)i 

ENDS 

IF  OS  EQL  0*  GO  TO  FRACTFAILS 
KK(  I  *1 )  =  PS/QSS 

FOR  J  =  (  1*1  ,  ADS 

WRITE  ( SS07 . MAJOR F ) S 
ENDS 

IF  U( I)  NEQ  0$ 

BEGIN 
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1  479 

A I  -  ?S 

1  -<84 

C  ( 1 )  =  2 .8  I I)  S 

1  488 

c(?i  =  -sm.sm  -  ui  n .ums 

1  496 

FOR  K  =  (1  , 

l.N+l )S  AIK)  s  BIOS 

1418 

SYNDVIN+l «2SA< ) »C<  )  )$ 

144? 

V ( 1  )  =  SORT  ( -C( 2  >  >S 

1446 

EITHER  IF  S(I)  EOL  OS  VI 2)  =  1 .5707964SI GN( U ( I ) : 

1448 

OTHERWISES  / 1  ? )  =  ARCTAN  (UU)/S(I))S 

1486 

V  (  4  )  =  V  (  4  ) 

=  V  I  5 1  =  VI 6 )  =  0$ 

1460 

FOR  J  =  ( 1 *1*N)S 

1471 

BEGIN 

1474 

AD  =  VI 1 )*<N-J ) . At  J)S  AE  =  (N  -J)V(2)S 

1487 

V I  4 )  =  V I  4 1  +  AD.C0SIAE1S 

1  497 

V I  4 )  =  V 1 4 )  +  AD. SI N ( AE  1  $ 

1409 

AF  =  VI 1 )*( J-l >.P< J)S  AG  =(J-1).V(2)S 

1814 

VI 8 )  =  VIS)  +  AF.COSIAG1S 

18?" 

VI 6  )  =  VI  6  )  +  AF.  SI  N  I  AG  )  S 

1  8  ?6 

ENDS 

1  8 1 7 

V  (  8  )  =  V  (  8  ) 

+  VI 1 )*N.P(N+l J.COSINI VI2) ) )S 

1  844 

V(  6  )  =  V  (  6  ) 

+  VI 1 )»N.P(N+l J.SININIVI  ?) )  )S 

i860 

VV  =  VI41.VI4)  +  V  I  4 ) . V I 4 ) S 

1866 

IF  VV  EQL  OS  GO  FR ACTFAI LS 

1870 

KK I  I  t  2  )  =  -  I VI  5  1  •  V  I  4  )  +  VI41.VI6)  1/IVV.2UI  I  )  IS 

189? 

KK I  I  »  1  )  =  I V I  6  »  •  V  I  4  j  -  V  I  4  )  .  VI  5  )  )  /  I  W.?U  I  I  )  )  4 

161  7 

FOR  J  =  (  1  » 1 »  A I ) S 

16?4 

WRITE  i SS07  *  MA JORF ) S 

1684 

ENDS 

1644 

ENDS 

1644 

WRITE  ISS05 

*  F9 )  S 
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164? 
1666 
1666 
1670 
1681 
168? 
1696 
1707 
1  7  ?4 

1749 

1750 
1753 
1753 
1763 
1767 
1761 
176? 
1778 
1  79? 
1807 
1  8  ?  1 
1828 

1830 

1831 
183? 
184? 
1847 
1847 


FOR  T=(0,1 ,?0) ,( 30. 10,50) ,100S 


BEGIN 


TOTAL  =  06 
FOR  I  =  ( 1 ,1 »G I  $ 


BEGIN 


IF  KKI I ,?)  EQL  0$ 

TOTAL  =  TOTAL  +  EXP  (  S (  I  )  . T  )  •  KK  (  I  ,  1  )  S 

TOTAL  =  TOTAL  +  2EXP ( S (  I  ) . T ) . < « ( I  ,  1 ) COS ( U ( I ) . T ) 
-KK ( I ,?) SIN(U( 1 ) «T ) ) S 


ENDS 


TOTAL  =  TOTAL  +  IS 

COMMFNT  THE  ADDITION  OF  1  T  A<E  S  INTO  CONSIDERATION  THE  TERM  1/M  UF  THE 
CONTINUED  FRACTION  EXPANSION  OF  V/VO  =  P(M)/A(rt) .  SINCE  AIM)  = 
M.OIM1.S 
WRITE  ( SSC8 , F  8 ) $ 

ENDS 

P  I  2  )  =  (N0NiN2<2>  +  «3.C1.N0NlN2(  1  )  +  C 1  .NON2M1  (  \  )  )  .  (  10 . 0*~36  )  * 

FOR  I  =  (3.1 *N+1 )$ 

P ( I )  =  ( NON) N7 (  I  )  +  R3.C?.NONlN2( 1-1 )  +  C?.NoN2Ml ( I-l  ) 

+  Cl. L3. NON 1N2< !-?)).( 10.0*1-45+91 I~1 ) >  >S 
IF  AS  EQL  IS  BEGIN  AS=OS  GO  BBS  ENDS 
AS  =  1$ 

GO  RCS 

GO  TO  FINISS 

FRACTFAIL.  .FORMAT  AC  (*FRACTIONS  FAIL*,W2)i'  WRITE  ($*AC)* 

GO  TO  BBS 
FINIS.. 

FINISHS 
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T0=  0  Tl=  0  12  =  0  TAUS  IN  NANOSECONDS 
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APPENDIX  II 

LIST  OF  EQUIPMENT  USED  IN  PROGRAM 
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EQUIPMENT  USED  IN  PROGRAM: 


INSTRUMENT 

MANUFACTURER 

TYPE 

S/N 

1.  Oscilloscope 

T  ektronix 

585A 

000658 

2.  Plug  In  Unit 

T  ektronix 

P80 

000870 

L 

013965 

K 

015088 

53/54C 

16451 

3.  Plug  In  Unit 

T  ektronix 

82 

4363 

4.  Square  Wave  Generator 

T  ektronix 

105 

006552 

107 

00248 

5.  High  Voltage  Probe 

T  ektronix 

P6013 

P6015 

6.  Q  Meter 

Boonton  Radio  Corp. 

160  A 

4862 

160A 

2439 

7.  V.  O.  M. 

Triplet 

630A 

95072 

8.  AC-DC  VTVM 

Kalpa  Scientific 

No  S/N 

9.  Electronic  Frequency 

C  onverter 

AN  -  APR 4 Y 

1459 

Tuning  Unit 

40-1000MHz 

1544 

975-2200MHz 

1456 

10.  Megacycle  Meter  (GDO) 

Measurements  Corp. 

159 

6100 

159 

6178 

11.  Noise  and  Field 

NF105 

2367 

Intensity  Meter 

Empire  Devices 

NF105 

2579 

12.  Noise  and  Field 

Intensity  Meter 

Empire  Devices 

NF 105 

149 

13.  Noise  and  Field 

Intensity  Meter 

Stoddard 

NM20B 

No  S/N 

14.  Microwave  Receiver 

Polarad 

Model  R 

153 

15.  Noise  and  Field 

Intensity  Meter 

Polarad 

FIM-B 

Not  Avail. 

16.  Unit  Pulser 

General  Radio 

1217B 

No  S/N 

17.  Pulse  Generator 

Dumont 

404 

835 
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INSTRUMENT 

MANUFACTURER 

TYPE 

S/N 

18. 

Pulse  Generator 

Hewlett-Packard 

214A 

433-01430 

19. 

Scope  Camera 

Beattie  Coleman 

12445 

15  38 

20. 

Queen  Kelvin  Bridge 

Queen 

E -  3273 

8936 

21. 

Resistor  0.01  ohm 

Weston 

0042211 

No  S/N 
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